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PREFACE
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and prepared by the Decontamination Scienees Branch, Rescarch and Technology Directorate, U.S. Army
Edgewood Chemical Biological Center.
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Source Document. Therefore, different test methodology and calculation procedures were used that do
not necessarily agree with the current procedures.

The use of either trade or manufacturers’ names in this report does not constitute an
official endorsement of any commercial products. This technical report may not be cited for purposes of
advertisement.
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DEVELOPMENT OF A PORTABLE SENSITIVE
EQUIPMENT DECONTAMINATION SYSTEM

VOLUME | - COMMERCIAL CANDIDATES MATERIALS EVALUATION
(CHEMICAL AGENT STUDIES)

1. SUMMARY

This is the final report on the laboratory work condueted by Southern Research Institute
(SR1) and Entropic Systems, Inc. (ESI), to develop a Portable (Block 111) Sensitive Equipment
Decontamination System. The work was conducted over the period of April 2001 through Scptember
2003 under SeiTeeh Services, Ine., subcontracts 01-98-D-0014-020 and 02-98-D-0014-022 under U.S.
Army Prime Contract DAADI13-98-D-0014. D.O. 0020 and D.O. 0022. ESI’s portion of thc work was
conducted under subcontract to Southern Rescarch Institutc under SRI contract numbers SC-00183 and
SC-00193.

Under the JSSED Block 111 Sensitive Equipment Decontamination Program, the effect of
dry and solvent-moistened wipes on the removal of chemical agents (CA) from surfaces was
systematically studied. The studies were conducted using specialized automated rotary and linear wipe
test systems developed under the program. A variety of dry and solvent-moistencd wipes were evaluated
on a range of surface types that were contaminated with droplets of neat CA agent—HD, TGD. or VX.
The test surfaces evaluated included stainless steel, aluminum, Chemical Agent Resistant Coating
(CARC)-painted pancls, alkyd-painted pancls, polyethylene, polycarbonate, and nylon webbing.

The objective of the study was to evaluate commereial off the shelf (COTS) materials to
dcvelop a dccontamination mcthod that is ctfective against broad spectrum of agents (chemical,
biological, Toxic Industrial Materials (TIM)), compatible with vehicle/aireraft interior matenal, man-
portable, simple to use with rapid and casy disposal, and inexpensive. A two-ticred approach was used to
mect this objective:

]. Wipe test studies, with neat CA agents (HD, TGD, and VX), were conducted on
a rangc of test surfaces conducted by Southern Research Institute.

2. Concurrent method Development and simulant studics were performed under
subcontract to Southern Research Institute by Entropie Systems, Ine. (ESI). with
fluorescent dicthyl phthalate (DEP), a VX simulant.

This evaluation report describes the live agent deccontamination wipe tests conducted at
SR1 using automated rotary and linear wipe test systems with the agents HD, TGD, and VX on a range of
test surfaces—aluminum, CARC, alkyd paint, nylon webbing, polycthylenc, and polycarbonate.

The most cffective overall decontamination wipe system was a woven, activated carbon
fabric wipe, pre-moistened with a commereial ethoxy-nonafluorobutane solvent (3M Novee™ HFE-
7200). This wipe system effeetively removed from 90% (% by weight determined from solvent
cxtraction) to greater than 99% of the surface agent contamination on non-absorptive and low-agent-
absorptive test surfaces in tests with HD, TGD, and VX. Dry activated carbon fiber wipes alone removed
greater than 99% of HD surface contamination from non-absorptive aluminum surfaces. The
decontamination cfficacy results of the activated carbon fiber wipe system were equal or superior to
results obtained in control tests with the reactive sorbent in the M295 Individual Equipment



Dccontamination Kit, in thc M100 Sorbent Dccontamination System, and in comparison tcsts with
magnesium oxide nanoparticlc powdecr.

On non-absorptivc surfaccs, limited vapor off-gas testing with HD demonstrated that HD
vapor concentrations over a HD-contaminated non-absorptive aluminum surfacc can be reduced to near or
below 1.0 Time Wcighted Average (TWA) (the allowable exposurc limit at the time the of the test
program) aftcr wiping.

GD vapor concentrations over a TGD-contaminated non-absorptive aluminum surface
can be reduced to the same absolute concentration levels (in terms of mass per unit volume, mg/m’) as
HD. But becausc the allowable exposurc level of GD is 100 times lower than the allowable exposure
level for HD [on the basis of the Airborne Exposure Limit (AELs) in AR 385-61 of 0.003 mg/m’ for HD
and 0.00003 mg/m’ for GD], surface wiping most likcly would have difficulty reducing the mass of GD
cnough to become below the AEL. In addition, because the AEL for VX is a factor of three times lower
than GD, the decision was made not to include GD and VX vapor monitoring as a scrcen for these
candidatc wiper materials.

2: INTRODUCTION

This is the final report on the laboratory work, conducted by SRI and ESI, to develop a
Block 111 Sensitive Equipment Dccontamination System with oversight and in coopcration with U.S.
Army Edgewood Chemical and Biological Center ECBC). The work was conducted over the period from
April 2001 through Scptember 2003, under SciTech Services, Inc., subcontracts 01-98-D-0014-020 and
02-98-D-0014-022, under U.S. Army Prime Contract DAAD13-98-D-0014, D.O. 0020, and D.O. 0022.
ESI’s portion of the work was conducted under subcontract to Southern Rescarch Institutc under SRI
contract numbers SC-00183 and SC-00193.

This is the first (Volume I) of two reports (Volumes | and II) that summarize the
cvaluation and dcvelopment of a wipc material to mcet sensitive cquipment and vchicle intcrior Joint
Service (JS) requirement nceds, as defined within the JS Operational Requirements Documents (ORD) for
Sensitive Equipment Dccontamination and Platform Interior Decontamination. This report and Volume
11, demonstrate an cffort to cvaluate COTS and military matcrials, applicable to the ORD definitions for
portablc decontamination system, which would support a thorough decontamination efficacy process and
provide immediate and operational decontamination cfficacy. In addition to a COTS/military matcrials
comparison, Volume | also mecasurcs the decontamination cfficacy of chemical agent by these material
processcs, from a varicty of scnsitive type matcerial surfaccs, as a function of the total mass removed. The
mass removed was determined by solvent extraction and diffusion by vapor analysis. Volume Il
summarizes similar work conducted using chemical agent simulants.

Volume 1 describes the live agent deccontamination wipe tests conducted using automated
rotary and linear wipc test systems with the agents HD, TGD, and VX on a range of test surfaces—
aluminum, CARC, alkyd paint, nylon webbing, polyethylenc, and polycarbonatc.

Volume II describes the work specific to the development of activated carbon fiber fabric
as a portablc sensitive cquipment/intcrior decontamination system. Within the Volumc II report, the test
objcctives arc defined from interpretation of the JSSED and Joint Platform Intcrior Dccontamination
(JPID) ORD Kcy Performance Parameters (KPP), for a portable dccontamination system. The Volumc 11
report provides the test data, results, and conclusions demonstrating the Area Cost Factor (ACF) fabric
wipc development, focusing on the adsorptive processes and surface decontamination cfficacy for sclect
matcrials



3. BACKGROUND

The Joint Service Integration Group defined the requirements for a system that would
provide the ability to decontaminate chemical and biological agents from sensitive equipment (avionics,
clectronics, clectrical, and environmental systems and equipment), aircraft/vehicle intcriors (during
flight/s\ground/shipboard opcrations), and assorted cargo. The U.S. Army ECBC was the Icad acquisition
agency for this program.

This JSSED System development was broken down into three distinct, progressively
incrcasing capability "blocks" to reduce technology and financial risk.

o The Block 1 system addressed the ability to sucecssfully decontaminate sensitive
equipment without affecting operation readincss, reliability, or maintainability.

e The Block Il system addressed the ability to decontaminate the interiors of
aircraft/vehieles, requiring unique volumetric processing of all aircraft/vehicles
current or planned for U.S. inventory.

e The Block Il system addressed the ability to decontaminate aircraft and vchicle
intcriors  during flight, ground, or shipboard opcrations, also known as
decontamination "on-thc-move."

The work conducted under the study described in this report was a feasibility study. The
preliminary development program for a Block I11 sensitive equipment decontamination system/process
was based on the usc of solvent-moistencd adsorptive wipes for the physical removal of chemical-warfare
agents from surfaces. For purposcs of comparison, the decontamination tests were also performed with
the decontamination powder used in the Army’s current M 295 decontamination kit and M100 Sorbent
Dccontamination System, and with recactive nanoparticle powders, a potential next-gencration sorbent
dccontaminant.

The dccontamination system/process will provide on-demand decontamination without
advcrse cffects on the erew, mission, or platform performance. Bascd on the technology assessment
performed, the most feasible solutions for Block 111 systems to date are spot decontamination "kits" for
scnsitive cquipment and intcriors, which incorporatc solvent wash and sorbent decontamination
components. These "kits" would include one or more solvents compatible with electronics and sensitive
matcrials for the dissolution of agent contamination, and sorbent decontamination matcrials for the
removal of the dissolved agent from the surface.

Thesce kits would rely on physical removal of the agent from the contaminated surface by
dissolution in a solvent, followed by both capture and storage of the contaminated solvent, or by

adsorption of the dissolved contaminant on a solid substrate. In cither case, the contaminated material
would be safcly isolated, and ultimately disposed of, at an appropriate off board sitc.

The technologics cvaluated undcr the program were:
e Adsorptive Wipc — Solvent Moistened Wipes
e Solvent Spray and Wipe

e Sorbent Powder and Wipe



SRI and ESI worked closely with and under the guidance of ECBC in the performance of
this cffort.

In February 2006, Version 1.1 of thc Joint Platform Interior Decontamination (JPID)
Capability Development Document (CDD) was relcased. The original ORDs for JSSED and JPID were
converted to CDDs. The Joint Material Decontamination System (JMDS) is cxpected to meet the
decontamination requirements of both CDDs for their respective items. At some point, a Capability
Production Document will incorporate all of the requirements. While JMDS was intending to incorporate
three independent variant decontamination systems in order to meet the requirements of both CDDs, this
issuc was not resolved at the time of this writing. The program objective was to develop a wipe that
would provide immediate and operational decontamination capabilitics for contamination reduction, and
was also safe for use on electronic equipment. This technology has potential application to the JSSED
program to provide the warfighter with a capability to significantly reduce the initial contamination by
90%.

In April 2006, a Technology Transition Agreement (TTA) for the solvent wipe was
initiated. The TTA is a living document and serves as a Memorandum of Agreement (MOA) between the
Joint Science & Technology Office (JSTO) (technology developer) and the Joint Program Manager (JPM)
(intended recciver of a technology or capability devcloper). The wipe is described as a “Portablc
Decontaminant for Vehicle Interiors™ (PDVI), which is capable of removing gross surface chemical and
biological agent contamination from scnsitive materials and complex surfaces in vehicle interiors.

4. TECHNICAL APPROACH

The technical approach to the task was a joint effort between SRI and ESI, in close
collaboration with the ECBC program managcr, Mr. Brian Maclver.

The ESI examined the fundamental parameters of surface contaminant removal by a wet
solvent wipc systcm, using automated wipe test systcms that were designed and fabnicated for the
program. Thc ESI studics cxamined the quantitative removal of dicthylphthalate (DEP), a VX simulant,
doped with a fluorescent dye from aluminum test surfaces.

The SRI conducted live agent dccontamination tests, using the automated wipe test
systems with the chemical agents HD, TGD, and VX on a rangc of test surfaces—aluminum, CARC,
alkyd paint, nylon webbing, polycthylene, and polycarbonate.

S MATERIALS AND EQUIPMENT
5.1 Computer-Controlled Linear- and Rotary-Wiping Devices

To evaluate the effect of different parameters on surface contaminant removal by wiping,
and to climinate wiping variability introduced by hand wiping, ESI, with technical design input from SRI,
designed and had fabricated two computer-controlled wiping systems: a lincar-wiping system and a
rotary-wiping system. With the lincar-wiping system, the wipe was mechanically pulled horizontally
over a contaminated arca. With the rotary-wiping system, the wipe was rotated in place over a
contaminated arca.

A photograph of the rotary-wiping system, with a non-adsorptive wipe material mounted
on the rotary-wiping mandrel, is shown in Figure I. A photograph of the lincar-wiping system is shown
in Figure 2.



Each system was powered remotely by a computer-controlled stepper motor, which
provided control of the speed of the mechanical motion of the wipe, constancy of wiping motion, and
duration of wiping.

Figure 1. Photograph of the rotary-wiping test apparatus.

Figure 2. Photograph of the lincar-wiping test apparatus.



The two wiping systems were sized to allow the wiping experiments to be performed in a
standard 10 in. wide by 20 in. long, 4 qt Pyrex baking dish.

In both systems, the vertical load on the wipe was cstablished solely by the weight of the
wipe basc and of any auxiliary weight placed on the base. In the rotary-wiping device, a pin drive
mechanism was used to decouple the weight of the drive motor from the rotating wipe base.

A morc dctailed discussion of the design of the lincar- and rotary-wiping systems, along
with design sketches, parts lists, and details of the construction materials for the wiping systems are given
in Volume 11 of this report. The instruction manuals for the two wiping systems, prepared by ESI, are
included as Attachment A of Volume I1.

After the receipt, assembly, and inspection of the wiping devices, SRI had five additional
rotary-wiping mandrels (3 in. diameter, 6061 aluminum alloy, as shown in Figure S of Appendix A) and
12 additional squarc aluminum test coupons (for the linear-wiping device) fabricated by Precision
Industries, Inc., of Birmingham, AL.

The original baseplates on both the rotary and linear-wiping systems werc designed and
fabricated with 1.5 in. squarc cutouts for mounting 1.5 x 1.5 x 0.25 in. squarc aluminum coupons. The
baseplate in the rotary-wiping system had a single cutout. The baseplate in the lincar-wiping system had
three cutouts. Subscquent testing was conducted with 2 x 2 x 0.125 in. CARC- and alkyd-painted
stainless steel panels, which were provided by the Government. In order to conduct automated-wiping
tests with these panels, additional baseplates were fabricated for the automated-wiping systems—one for
the rotary-wiping system and onc for the lincar-wiping system. Each of the additional bascplates was
fabricated with a single cutout. These additional bascplates were also used in the tests with polycarbonate
and polycthylene test coupons, which were commercially pre-cut to the same dimensions as the CARC
and alkyd stainless steel panels.

52 Wipe Materials

The materials described in this section (Figure 3) were among thosc tested with the
wiping technology.

¢ KoTHmex AW 1101/1103: Woven activated carbon fiber (ACF) cloth
manufactured by Taiwan Carbon Technology Co., Ltd., Nantuen Chiu, Taichung,
408 Taiwan, ROC. The properties of the ACF fabric are as listed in Table |
beclow.

e KoTHmex AM 1132/1131: Activated carbon felt manufactured by Taiwan
Carbon Technology Co., Ltd., Nantuen Chiu, Taichung, 408 Taiwan, ROC. The
properties of the activated carbon felt are as listed in Table 1 below.



Table 1. Propertics of activated carbon fabric and activated carbon felt.

Materia! AW 1101 AW 1103 AM1131 |AM1132
Material Form Plain Weave Fabric Plain Weave Fabric Felt Felt
Surface Area, m?/g 1100 1050 1100 1100
Total Pore Volume, mL/g 0.5-0.6 0.5-0.6 0.5-0.6 0.5-0.6
Avg. Pore Diameter, A 19-20 19-20 19-20 19-20
Fabric Weight, g/m? 95-105 115 150 250
Fabric Thickness, mm 0.40-0.50 04 20 275
Fabric Width, cm 98-102 120 117 117
Decomposition Temp. °C >500 >500 >500 >500

3M Scotch-Brite™ 2011 High Performance Cloth: Scotch-Brite™ 2011 1s a
commercial high performance microfiber cleaning cloth manufactured by the 3M
Company. Typical properties of the cloth are listed in Table 2.

3M Scotch-Brite™ 2021/2021N High Performance Cloth: Scotch-Brite™ 2021
and 2021N (N=Natural) arc white knitted cloths, ecach composed of a bi-
component microfiber with serging on all sides. Scotch-Brite™ 2021IN is a
“natural” off-white unbleached cloth. Scotch-Brite™ 2021 is a blcached 2021IN
cloth with a white color. Typical propertics of the cloths are listed in Table 2.

Table 2. Properties of Scotch-Brite™ high performance cloth.

Material 2011 2021/2021N
Property Typical Value Typical Value
Dimensions, cm 32 x 36 43.1 x49.5
Thickness, mm 1.57 1.57
Weight, g 30.8 50
Fiber Type Polyester and nylon 80% polyester/20% nylon
Tuft Density, number/cm* 37 37
Water Absorption, g water/g wipe 7.2 4.3
Qil Absorption, g oil/g wipe 7.1 4.4
Drag — glass (dry, kinetic coefficient) 0.85 0.85
Drag — formica (dry, kinetic coefficient) 0.41 0.41
Tear Resistance (6400 g pendulum)
Machine Direction, g force 5570 5570
Cross Direction, g force 4290 4290
Linting Minimal -

Teri® Reinforeed Wipers: Dry commercial four-ply, nylon-reinforeed, 95%-
recycled-paper wipes manufactured by Kimberly-Clark®.  Obtained from
Southern Rescarch Institute stockroom.

Lever 2000® Antibacterial Wipes:  Commereial pre-moistened antibacterial
wipes manufactured by the Lever Brothers Company and purchased locally. The
wipes are moistened with a 0.15% aqueous solution of benzalkonium chloride,
with less than 1% cach of unspecified preservatives and fragrances/perfumes.

Scotch-Brite™ is a registered trademark of 3M Corporation, St. Paul, MN.
Ten® is a registered trademark of Kimberly-Clark, Dallas, TX.
Lever 2000® is a registered trademark of Lever Brothers Company. New York, NY.



s  Swiffer®  Wipes: Dry commecrcial Swiffer Disposablc Refill Cloths,
manufacturcd by Proctor and Gamble and purchased locally.

e Pledge® Grab-1t Wipes: Dry wipes cut from commercial Pledge® Grab-It
disposable mitts, manufacturcd by S.C. Johnson & Son, Inc., and purchascd
locally.

e Cutex® Simple Pad (non-acctone): Cutex® Simple Pads (non-acctone) are
comimercial pre-moistened felt pads in individual sealed packages. The listed
ingredients of cach pad arc cthyl acctate, isopropyl alcohol, water, CDP
conditioncr, and fragrance.

¢ Clorox® Disinfeeting Wipes — Lemon: Pre-moistecned commercial non-woven
wipes. The listed active ingredients arc 0.145% n-alkyl dimethyl benzyl
ammonium chloride and 0.145% n-alkyl dimcthyl ethyl benzyl ammonium
chloride. The solvent not specified, but is assumed to be primarily 1-5%
aqueous isopropyl alcohol.

o Clorox® Disinfecting Wipes — Fresh: Pre-moistened comimercial non-woven
wipes. The listed active ingredients are 0.145% n-alkyl dimethyl benzyl
ammonium chloride, 0.145% n-alkyl dimethyl ethyl benzyl ammonium chloride,
and 1 to 5% isopropyl alecohol. The solvent not specified, but is assumed to be
watcr.

s Bounty® Papcr Towels: Bounty Big Roll.

e U.S. Safcty Respirator Wipes (Alcohol Free): Commercial alcohol-free foil-
packaged, pre-moistencd towelettes, manufactured by U.S. Safety. The active
ingredient in the wipe is a 0.4% aqucous benzalkonium chloride solution.

e Non-Woven Polyester Felt:  Non-woven polyester felt—Southern Research
Institute toxic Agent Facility stock roll manufactured by Fiber Taxis, Inc., and
used for the fabrication of V-G conversion pads for DAAMS. ACAMS, and
MINICAMS sampling and analysis.

e Profcssional Wypall® X70 Workhorse® Manufactured Rags: Kimberly-Clark®
Professional Wypall® X70 Workhorse® Manufactured Rags are cloth-like
Hydroknit non-woven composite wipes, which are manufactured using jets of
water to bond soft absorbent paper fibers to polypropylenc non-woven fabric.

Swiffer® is a registered trademark of Proctor and Gamble, Cincinnati, OH.

Pledge® is a registered trademark of S.C. Johnson & Son, Racine, W1

Cutex® is a registered trademark of MedTech Laboratories, Inc. Irvington, NY.
Clorox® is a registered trademark of The Clorox Company, Oakland, CA.

Bounty® is a registered trademark of Proetor and Gamble, Cineinnati, OH.

Wypall® and Workhorse® are registered trademarks of Kimberly-Clark, Dallas, TX.




| Activated Carbon Fabric, Scotch-Brite™, and 2021 Activated Carbon Felt. |

Figure 3. Photograph of swatches of the three most effective wipe materials evaluated in the study.

5.3 Test Surfaces/Substrates

The test surfaces/substrates, deseribed in this section (Figure 4 and Figure 5). were
among those tested with the wiping technology.

Aluminum: The majority of the tests were conducted with 1.5 x 1.5 in. square,
0.25 in. thick aluminum coupons cut from stock material of the AL 2026, Type 2.
sheets. The surfaces of the aluminum coupons were machined smooth, but were
not polished.

Stainless Steel: The preliminary manual rotary tests were conducted with a set of
machined stainless steel disks. Each stainless steel coupon was a 7 em diameter
x 3 mm thick cylindrical disk, with flat machined (but not polished) surfaces that
were cut from stock of a type 304 grade sheet.

CARC: CARC-painted stainless steel panels were prepared and furnished for use
in the wiping tests by ECBC. Each panel was 2 x 2 in. square, 0.125 in. thick
and was treated with zine phosphate. One surface of the pancl was covered with
1.0 mil of cpoxy primer conforming to MIL-P-52192, and 2.0 mils of
polyurcthane topeoat conforming to MIL-C-53039A.

Alkyd: Alkyd-painted stainless steel panels were prepared and furnished for use
in the wiping tests by ECBC. Each pancl was 2 x 2 in. square, 0.125 in. thick.
Onc surface of the panel was painted with alkyd topcoat per MIL-E-52798A
(olive green).

Nylon Webbing: A sheet of red nylon duck cloth (MIL-C-7219F) was furnished
for usc in the tests by ECBC. Information on the type and class of the cloth is
not known. The sheet of nylon webbing was cut into 2 x 2 in. squares for testing.



e Polyethylene: Sorbent-powder scratch tests and a limited set of wipe tests were
conducted on a set of high-density polyethylene coupons purchased from AAA
Plastics of Birmingham, AL. Each coupon/panel was purchased pre-cut to
dimensions of 2 x 2 in. square x 0.125 in thick.

e Polycarbonate: Sorbent-powder scratch tests and a limited set of wipe tests were
conducted on a sct of polycarbonate coupons purchased from AAA Plastics of
Birmingham, Alabama, as clear polycarbonate, 0.125 in thick.  Each
coupon/panel was purchased pre-cut to dimensions of 2 x 2 x 0.125 n.

e First Surface Mirror: Sorbent-powder scratch tests were conducted on a set of
first surface mirrors purchased from Edmond Scientifics, Tonawanda, NY (part #
68-1289). The dimensions of cach mirror were 38 x 38 mm square x 3.2 mm
thick.

Figure 4. Photograph of test surfaces/pancls evaluated.
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Figure 5. Closc-up photograph of aluminum test surfacc.

5.4 Solvents/Decontaminants

The solvents/decontaminants described in this scetion were among those used with the

wiping technology.

HFE-7200: HFE-7200 is cthyl nonafluorobutyl cther (C,F,OC-Hq), a
hydrofluorocther (HFE) manufactured by the 3M™ Company as a non-ozonc-
depleting solvent under the trade name Novee™ Engineered Fluid HFE-7200.
HFE-7200 is a clcar, colorless, low-odor. volatile liquid that is nonflammable,
cssentially nontoxie, generally non-hazardous to personnel. and compatible with
a wide range of metals, plastics, and clastomers. HFE-7200 has a low
cnvironmental impact, and, while it is highly volatile, HFE-7200 cvaporatcs
slowly enough to be useful as a solvent in an adsorptive wipe.

HFE-711PA:  HFE-71IPA is an azcotropic mixturc consisting of 95.5% (by
weight) HFE-7100 (mecthyl nonafluorobutyl cther) and 4.5% (by weight)
isopropanol. It is manufactured by the 3M™ Company as a non-ozone-depleting
cleaning solvent under the trade name Novee™ Engincered Fluid HFE-711PA.
HFE-711IPA has physical, toxicity, and environmental propertics similar to those
of HFE-7200, but has the potential for enhanced HD solubility because of the
IPA component of the azcotrope.

Isopropanol: lIsopropyl alcohol (IPA) has been a common solvent with good
solubility propertics for CA agents.



arc listed in Table 3.

Hexane: n-Hexane is an excellent HD solvent.

M295/M100 Sorbent Powder: The M295/M100 sorbent powder is a surface-
modificd, activated alumina-reactive sorbent powder (A-200-SiC-1005S), used
as the adsorbent resin in the M295 Individual Equipment Decontamination Kit,
and in the M100 Sorbent Decontamination System. The powder was supplied by
ECBC. The powder was used in decontamination-cfficacy control tests as a
reference decontaminant to enable comparison of the cfficacies of the candidate
wipc materials.

MgO Nanoparticle Powder: NanoActive" Magnesium Oxidc Plus is a high,
specific surface arca, nanoparticle powder (> 600 m’/g) manufactured by
NanoScale Materials, Inc., 1310 Rescarch Park Dr., Manhattan, KS 66502. The
MgO Plus has small crystallite size, high porosity, and high chemical reactivity at
room and clevated temperatures. The powder was supplied by ECBC.

Chemical Agents (CA): The neat agents used in the wipe tests to contaminate the
test surfaces and to prepare agent standard solutions in isopropyl alcohol for usc
in instrument calibration, werc provided and authorized for use by ECBC under
the terms of Bailment Agreement DAAD13-00-H-0009.

The lot numbers and Government-reported puritics of the neat agents used in the study

Table 3. Chemical agents used in study.

Agent | Lot Number | Purity
HD 010503-1 97.5%
HD 010503-2 97.5%
HD 010503-3 97.5%
HD 011003-1 97.5%
VX 0206054 96.0%
TGD 000705-1 99.0%
TGD 012401-3 99.0%
TGD 011003-1 99.0%

6.

6.1

The necat agents were adjusted for purity in the preparation of standard solutions for
instrument calibration. The weight of ncat agent deposited on the test surfaces in the wipe tests was not
adjusted for agent purity.

WIPE TEST PROCEDURES

Manual Rotary Wiping for Dry and Solvent-Moistened Wipes

Initially, manual rotary-wiping tests were conducted while the automated rotary- and
lincar-wiping test apparatuses were being fabricated. The manual wiping procedures used in the tests
were designed to simulate the rotary-wiping procedurcs that would subsequently be used in tests with the
automated rotary-wiping test apparatus.

12



Each test was conducted at room temperature and ambicent relative humidity. In a given
test a flat, cylindrical stainless steel substrate was contaminated with 10 mg of ncat HD. The agent-
contaminated surfacc was then manually wiped with a dry wipe, with a wipe moistened (but not
saturated) with HFE-7200, or with a commercial wipe that was alrcady moistened with a solvent (as
received).

Each stainless steel substrate was a 7 em diameter x 3 mm thick, cylindrical disk with a
flat machined surface. Either five 2 uL droplets or eight 1.25 uL (approximate) droplets of neat HD (a
total of 10.0 mg) were placed in a uniform pattern in the center of a 1 in. diameter arca of the stainless
steel surface, using a micropipettor.

In cach test, a square swatch of the candidate wiping material (typically 4.5 x 4.5 in.) was
fastened tautly with plastic cable ties to one end of a 1 Ib aluminum cylinder (2-1/2 in. diameter and
2-1/16 in. long).

In cach test with a dry wipe or with a pre-moistened wipe, the eylinder with the attached
wipe was placed gently down on the stainless steel substrate, with the wipe contacting the contaminated
surface. The cylinder was then rotated clockwise by hand one revolution over a 10 s period. The cylinder
was then rotated counterclockwise one revolution over a 10 s period. The wipe remained in contact with
the surface at all times during the wiping procedure. Care was taken not to impart any manual downward
foree on the eylinder during its rotation.

In each test with HFE-7200, the dry wipe mounted on the aluminum cylinder was
uniformly sprayed with HFE-7200 from a pressurized aerosol can of the solvent until the wipe was moist,
but not saturated, with HFE-7200. (The HFE-7200 was uniformly sprayed onto the surface of the wipe
for approximately 2 s from a distance of about 1 in.) The eylinder was then placed gently down on the
stainless steel substrate with the HFE-7200-moistened wipe contacting the contaminated surface. The
clapsed time between the spraying of the wipe with HFE-7200 and the contacting of the wipe with the
contaminated surface was just a second or two to minimize solvent evaporation. The cylinder was then
rotated clockwise by hand one revolution over a 10-s period. The cylinder was then rotated
counterclockwise one revolution over a 10 s period. The wipe remained in contact with the surface at all
times during the wiping procedure. Care was taken not to impart any manual downward force on the
cylinder during its rotation.

After the completion of cach set of wipe sequences, cach contaminated wipe was
removed from the aluminum eylinder and placed in a sodium hypochlorite decontaminant solution. Each
stainless steel disk was placed in sample jar containing 25 mL of isopropyl aleohol (IPA) to extract any
residual agent from the disk. After a 60 min extraction period, the IPA extract was analyzed for residual
HD by Gas Chromatography- Flame Photometric Detector (GC-FPD). The GC parameters used in the
analyses are summarized in Section 6.5.5. The minimum quantifiable amount of HD remaining on a
given panclt was 12 ug (out of the 10,000 pg initially deposited on cach panel).

6.2 Automated Rotary-Wiping Procedures for Dry and Solvent-Moistened Wipes

The automated rotary-wiping tests were conducted with the automated rotary-wiping
system described in Section 5.1 “Computer-Controlled Lincar- and Rotary-Wiping Devices™ and in
Attachment A, Volume 11 of this report.

All of the tests were run at room temperature and ambient relative humidity. Prior to the
start of a test, the identification number, material type, and dimensions of the test coupon to be used as a
substrate in the test were recorded. Then the connection of the control Personal Computer (PC) to the
stepper motor driver of the rotary-wiping system was visually confirmed. The HyperTerminal terminal
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emulation/serial communications program on the control PC was then opened, and the appropriate rotary-
wiping program command was sclected. The operation of the rotary-wiping system (hardware and
software) was then verified by running a test program.

(1) Attaching the wipe.

e The rotary-wiping mandrel (Figurc 6) was removed from the rotary-wiping test
apparatus.

e A pre-cut 4.5 x 4.5 in. swatch of the wiping material to be evaluated was fastened
tautly across the bottom surface of the rotary-wiping mandrel and fastened to the
mandrel with a stainless steel hose clamp, as shown in Figure 7

Figure 6. Photograph of rotary-wiping mandrel.

Figure 7. Photographs of activated carbon fabric mounted on rotary-wiping mandrel.




(2) Mounting the coupons.

e The test coupon/pancl, with any nccessary spacers, was then mounted in the
appropriate baseplate template for the chosen test, as shown in Figure 8.

Figure 8. Photograph of CARC-painted panel, mounted in baseplate of rotary-wiping test apparatus.

e As discussed in Scetion 5.1 “Computer-Controlled Lincar- and Rotary-Wiping
Devices™, two different bascplates were used in the automated rotary-wiping
tests.  One baseplate had a 1.5 in. square cutout for mounting a 1.5 x 1.5 in.
square, 0.25 in. thick aluminum coupon. One baseplate had a 2.0 in. square
cutout for mounting a 2 x 2 in. squarc, 0.125 in. thick, CARC-painted stainless
stcel pancl, alkyd-painted stainless steel pancls, polycarbonate coupon, or
polyethylene coupon.

e Because of minor thickness differences in the 2 x 2 in. square, 0.125 1n. thick test
coupons, custom-fabricated 2 x 2 in. square, 3/32 in. thick aluminum shims,
augmented with clectrical tape for added thickness as needed, were used in these
tests to make the surface of cach test sample flush with the wiping surface of the
bascplate of the wiping apparatus.

e In the tests with the nylon webbing, a 2 in. squarc swatch of the webbing was
mounted on an aluminum test coupon, with the edges of the nylon swatch
cxtending beyond cach of the four edges of the aluminum test coupon. The
cxtended edges of the nylon webbing were folded down around the cdges of the
aluminum test coupon. The aluminum coupon was pushed up through the
underside of the template opening of the bascplate until the surface of the nylon
webbing was flush with the upper (wiping) surface of the aluminum bascplate.



(3) Applying the contaminant.

All of the work with chemical agents under this test program was conducted in U.S.

Army-approved chemical fume hoods in SRI’s Toxic Agent Facility, in full compliance with all of the
safety, sccunty, surety, and personnel reliability requirements of SRI's Bailment Agreement DAADI13-
00-H-0009 with the U.S. Army.

e After the test coupon was mounted in the baseplate of the rotary-wiping test
apparatus, a | dram vial, containing approximately 1 mL of the agent to be used
in the tests, was retricved from the agent storage vault of the Toxic Agent
Facility and transported to the chemical fume hood in which the wipe tests were
being conducted.

e The upper surface of the test panel mounted in the rotary-wiping test apparatus
was then uniformly contaminated with CA droplets using a microliter syringe or
a micropipettor.

e In the imtial HD tests with aluminum test panels, cach aluminum panel was
contaminated with 10 mg of ncat HD, corresponding to a HD contamination
density of about 7 g/m’. In all of the remaining tests with aluminum and the
other test surfaces, the agent contamination density was cither 10 g/m® (the
standard outdoor threat contamination density) or 1 g/m’ (the standard indoor
threat contamination density).

e The amount of cach agent deposited on cach type of coupon and the
corresponding contamination density 1s summarized in the Table 4.

Table 4. Amount of agent deposited on test pancls.

Test Surface Dimensions

Agent Contamination Density

10 g/m® | 7g/m* | 1g/m’

1.5. x 1.5-in

14.5mg | 10.0mg | 1.45mg

2.0 x 2.0-in.

26.1mg | - 261mg

e The necat agents were deposited as approximately 0.25 plL. droplets from a 10 pL
syringe to generate the indoor (low) threat agent contamination density, or as
approximately 1.0 pL droplets from a 25 pL syringe to generate the outdoor
(high) threat agent contamination density. Thickened GD was deposited as
approximately 2 pL droplets from a micropipettor. The agent was generally
deposited over the center 1 in. square of cach test coupon.

(4) Initiating the wiping sequence.

e At this point in the test procedure, rotary wiping could be initiated with the dry
wipe that had been attached to the rotary-wiping mandrel, or the wipe could be
moistened with a solvent just prior to the initiation of the rotary wiping.

In the tests in which solvent-moistened wipes were used, the wipe that had been

preattached to the rotary-wiping mandrel was moistened with solvent (either HFE-7200, HFE-711PA, or
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IPA). The solvent was sprayed initially from a pressurized acrosol can of HFE-7200 (Microcare HFE-
7200) and then, after the small supply of acrosol cans were exhausted, it was sprayed from a manual
hand-pump pressurized cylinder of HFE-7200, HFE-71IPA, or IPA (Misto® Olive Oil Sprayer).

The spraying procedure with the acrosol can of HFE-7200 (shown in Figure 9.) consisted
of spraying the exposed bottom surface of the mandrel-mounted wipe 1n a single clockwise rotation, over
a period of about 2 s, and from a distance of about 3 in., until all of the exposed wipe surface was
moistened (“wet”) with solvent (but not dripping), as determined by visual observation.

With this spraying procedure, as deseribed in Appendix A, the measured weight of HFE-
7200 on a mandrel-mounted, HFE-7200 moistened, 4.5 x 4.5 in. swatch of cach of three wipe materials
cvaluated in this study, is shown in Table 5.

Table 5. Three wipe materials evaluated.

Material Weight
Scotch-Brite™ 2001 7.1:2.0:8/g
KoTHmex AW 101 Aclivated Carbon Fabric 46+04g
KoTHmex AM 1132-aclivated Carbon Felt 69+05¢g

The retained weight of HFE-7200 on the activated carbon fabric is lower than the
retained weight on cach of the other two materials, because of the weight and open weave of the fabric.

Before the start of a test, 85 mL of solvent was added to the the Misto® Olive Oil
Sprayer (shown in Figure 10) from a graduated cylinder. The sprayer was then pressurized with 10 hand
pumps. In the rotary-wiping tests, the mounted wipe swatch was sprayed from a distance of about 2 in. in
two scquential clockwise rotations, over a period of about 5 5. Each wipe was moistened to the point of
observing a visual coloration difference (as in the spraying from the Mierocare pressurized acrosol can),
but not enough for the wipes to drip. The measured weight of HFE-7200 that was retained by the sprayed
wipes was not determined.

In the lincar-wiping tests, the mounted wipe swatch was sprayed twice in a clockwise
manner, from a distance of about 2 in., following the rectangular shape of the surface of the lincar wipe
mandrel.



Figure 9. Photograph of 3M Microcare HFE-7200 acrosol can.

Figure 10. Photographs of assembled and disassembled Misto® olive oil sprayer.

After the test coupon was mounted in the baseplate of the rotary-wiping test apparatus,
and the surface of the coupon was contaminated with agent, the wiping mandrel with a preattached wipe
(dry in somec tests or solvent moistened in other tests) was placed on top of the agent-contaminated
surface so that the turning pin on the shaft of the stepper motor was positioned in the slotted shaft of the
wiping mandrel. The sclected rotary-wiping command was then entered into the HyperTerminal™ serial
communications program on the control PC, initiating the rotary-wiping procedure.

18



In many tests, multiple iterations of a given wiping command were used (e.g., three
iterations of the G330 command, designated as 3 x G330). In these tests, the given wiping command was
re-entered through the PC immediately after cach wiping iteration was completed.

Both single and multiple wipe sequences were used in various tests during the study:
e Dry: Incach dry-wipe test, a single wipe sequence with a dry wipe was used.

o Wet: In cach wet-wipe test, a wipe moistened with HFE-7200 or other solvent
was used for each wipe sequence.

o Dry/Dry: In each dry/dry test, two wipe sequences were used, cach with a dry
wipe.

e Wet/Dry:  In ecach wet/dry test, two wipe sequences were cmployed—one
sequence using a wipe moistened with a solvent (either HFE-7200 or HFE-71
IPA), followed immediately by a second wipe sequence using a dry wipe.

e  Wet/Wet: In cach wet/wet test, two wipe sequences were employed—the first
sequence using a wipe moistened with HFE-7200, followed immediatcly by a
second wipe sequence using a wipe moistened with HFE-7200.

o Wecet/Wet/Dry:  In each wet/wet/dry sequence, three wipe sequences were
employed—the first sequence using a wipe moistened with HFE-7200. followed
immediately by a second wipe sequence using a wipe moistened with HFE-7200,
followed immediately by a third wipe sequence using a dry wipe.

In the tests with multiple wipe sequences, after the completion of each wipe sequence, the
wiping mandrel was immediately replaced with a new wiping mandrel with a preattached dry or wet wipe
and another wipe test sequence was initiated from the control PC.

In three rotary HD tests on CARC-painted stainless steel panels, the agent contaminated
test surface was sprayed with HFE-7200 from a Misto® Olive Oil Sprayer to lightly wet the agent-
contaminated surface with solvent before the initiation of a single wipe sequence with a dry wipe or a
wipe moistened with HFE-7200.

After the wiping procedure was complete, the wiped test coupon was removed from the
rotary-wiping test apparatus and analyzed for residual agent. The sampling and analysis procedures for
determining the post-test amount of residual agent on the test surface are deseribed in Section 6.5.

6.3 Automated Rotary-Wiping Procedures for Sorbent Powder Decontaminant

The procedures for the automated rotary-wiping tests with M295/M100 sorbent powder
and with MgO nanoparticle particle powder were ncarly identical to the procedures used in the automated
rotary-wiping tests with dry or solvent-moistened wipe materials described in Section 6.2. The difference
between the procedures was the step involving decontaminant powder deposited onto the upper surface of
the test panel after the contamination of the surface with CA agent, and the subsequent removal of the
powder from the decontaminated surface after the test.

Prior to the start of a test, a predetermied amount of sorbent powder or nanoparticle
powder was weighed out on an analytical balance direetly into a glass screw top vial.



The test substrate/panel was then mounted in the automated rotary wipe test apparatus, an
appropriate wiping material was attached to the rotary wiping mandrel, the PC eonneetion to the rotary-
wiping stepper motor was checked and verified, and the upper surface of the test eoupon was
eontaminated with CA agent.

Immediately after the agent contamination of the exposed surface of the test panel, the
decontaminant powder was uniformly deposited over the contaminated surface. This was initially
accomplished by positioning a stainless steel sercen holder over the test coupon so that the screen was
direetly above the coupon. The powder from the glass vial was then poured onto the surface of the
screen, being careful to distribute the powder as evenly as possible over the arca of the sereen directly
above the coupon. Then a flux brush, with bristles trimmed to approximately 3/16 in., was used to brush
any residual powder through the screen. The sereen was then removed and the rotary wiping proeedure
was initiated.

The screen assembly, however, was found to be too cumbersome and time-consuming for
the deposition of the decontaminant powder. Thercfore, in most of the tests, the decontaminant powder
was manually deposited onto the eontaminated surface of the test panel direetly from the vial of powder.
The same technician (the SR1 Agent Handler) deposited the powder on the eontaminated test surfaee in a
carcful, uniform, and reproducible manner in all of the tests.

After the wiping sequenee was completed, and the wiping apparatus was disassembled and
removed, a glass pipette connected to a vacuum (with filter trap) was used in conjunction with a trimmed flux
brush to remove the residual eontaminated powder from the surfaee of the test coupon.

6.4 Automated Linear Wiping for Dry and Solvent Moistened Wipes

The automated linear-wiping tests were conducted with the automated lincar-wiping
system, deseribed in Seetion 5.1 and in Attachment A, Volume II of this report. Lincar-wiping tests were
conducted with HD on aluminum, CARC, alkyd, polycthylene, and polycarbonate test panels/substrates.
Lincar-wiping tests were not eonducted on nylon webbing.

All of the tests were run at room temperature and ambient relative humidity. The
identification number, material type, and dimensions of the test coupon to be used as a substrate in the test
were recorded before the test was started. Then the connection of the control PC to the stepper motor
driver of the lincar-wiping system was visually confirmed. The appropriate rotary-wiping program
command was scleeted using the HyperTerminal terminal emulation/serial communications program on
the control PC. The operation of the linear wiping system (hardware and software) verified by running a
test program, for example, GO.

A photograph of the lincar-wiping test apparatus eonfigured as initially received, with
three aluminum test coupons for the preliminary lincar-wiping tests, is shown below in Figure 11.

(1) Mounting the coupons.

e Three 1.5 x 1.5 in. square aluminum coupons were placed in the cut-out slots in
the aluminum baseplate of the linear-wiping deviee, as shown in Figure 11.

e A 2.0 x 2.0 in. test coupon, the test coupon/pancl, with any necessary spacers,

was mounted in the cutout slot in the appropriate bascplate template for the
chosen test, as shown in Figure 12.
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e As diseussed in Section 5.1, two different baseplates were used in the automated
rotary-wiping tests—one baseplate with three 1.5 in. square eutouts for mounting
1.5 x 1.5 x 0.25 in square aluminum coupons, and one baseplate with a single
2.0 in. square eutout for mounting a 2 x 2 x 0.125 in. CARC-painted stainless
steel panel, alkyd-painted stainless stcel pancls, polycarbonate coupon, or
polyethylene eoupon.

Figure 11. Photograph of linear-wiping test apparatus using original baseplate with three aluminum test coupons.

Figure 12. Photograph of linecar-wiping test apparatus with single CARC -painted test coupon.

e Because of minor thickness variabilitics in the 2 x 2 in. squarc x 0.125 n. thick
test coupons, thin eustom-fabricated 2 x 2 in. square x 3/32 in. thiek aluminum
shims, augmented with cleetrical tape for added thickness as needed, were used
in these tests. The shims were needed to make the surface of each test sample
flush with the wiping surface of the baseplate of the wiping apparatus.



(2) Attaching the wipe.

The lincar wiping block was then removed from the linear wipe test apparatus
and a pre-cut 8 x 5 in. swatch of wiping material was fastened tautly across the
bottom surface of the rotary-wiping mandrel. The wipe was then attached to the
block by loosening the four wing nuts on the block, placing the ends of the wipe
swatch under the metal bar on the block, and tightening the wing nuts. A
photograph of an activated carbon fiber wipe material mounted on the linear
wiping block is shown in Figure 13 below.

Figure 13. Photograph of activated carbon fabric mounted on lincar wiping mandrel.

(3) Applying the contaminant.

After the test coupon was mounted in the bascplate of the lincar wipe test
apparatus, and the wiping material was attached to the wiping block, a | dram
vial containing approximately 1 mL of the CA agent to be used in the tests was
retrieved and transported to the chemical fume hood.

The upper surface of the designated test coupon was then uniformly
contaminated with HD droplets using a microliter syringe (cither a 10 uL syringe
ora 25 uL syringe). The HD contamination density was either 10 g/m” or I g/m”
(1.45 mg on the 1.5 x 1.4 in. aluminum test coupons and 2.61 mg on the 2.0 x 2.0
n. test coupons).

(4) Initiating the wiping sequence.

Dry Wipes: After agent contamination, the wiping mandrel was then positioned
at the far left side of the aluminum bascplate or just to the left of the lefimost
aluminum test coupon (in the tests with three coupons). The wiping sequence,
with dry wipes, was initiated.

Wet Wipes: In the tests using solvent-moistened wipes, the surface of the block-

mounted wipe swatch was sprayed with solvent from a Misto® Olive Oil
Sprayer. The spraying procedure consisted of adding 85 mL of solvent to the
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sprayer from a graduated cylinder (conducted prior to the start of a test). The
sprayer was pressurized with 10 hand pumps. The mounted wipe swatch was
then sprayed twice from a distance of about 2 in., in a clockwise manner,
following the rectangular surface of the lincar wipe mandrel (a total spraying
time of about 5 or 6 s). Each wipe was moistencd to the point of observing a
visual coloration difference, but not enough for the wipes to drip.

e The linear wipe block with attached wiping material (cither solvent-moistened or
dry) was then placed down on the far left side of the aluminum baseplate. The
nylon fishing linc was then attached to the two eyelets on the opposite sides of
the wiping mandrel, routed through the pulley, wrapped around the motor shaft
three times, and tensioned by loosening the wing nut on the pulley, moving the
pulley away from the motor until the line is taut, and tightening the wing nut.

e The sclected rotary-wiping command was then entered into the HyperTerminal™
serial communications program, and the lincar wipe procedure was initiated.

e In a few tests, multiple iterations of a given wiping command were used (c.g.,
four iterations of the G240 command, designated as 4 x G240). In these tests, the
given wiping command was repeated immediately after cach wiping iteration.

Onc iteration of the G240 lincar-wiping program consisted of six scquential linear wipe
passes over the test coupons: (1) a left to right pass, (2) a right to left return pass, (3) a second Ieft to right
pass, (4) a sccond right to left return pass, (5) a third left to right pass, and (6) a third right to left return
pass. The duration of cach pass was 2.0 s, so the total wiping time was 12.0 s.

In several HD lincar-wiping tests, the agent-contaminated test surface was sprayed with
HFE-7200 from a Misto® Olive Oil Sprayer to lightly wet the agent-contaminated surface with solvent
before the initiation of a single wipe sequenece with a dry wipe or a wipe moistened with HFE-7200.

After the wiping procedure was complete, the wiped test coupon was removed from the
rotary-wiping test apparatus and analyzed for residual agent. The samphing and analysis procedures for
determining the post-test amount of residual agent on the test surface are described in Section 6.5.

6.5 Procedures for Determination of Residual Agent on Post-Test Coupons

Several different sampling and analysis procedures were used throughout the
experimental test program for determining the amount of agent remaining following the decontamination
process on and in a test surface after the wiping procedures:

e Static vapor off-gassing
e Necar Real Time Vapor Off-Gas Monitoring with MINICAMS and ACAMS
e DAAMS Sampling and Analysis

e Solvent Extraction and GC Analysis
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6.5.1 Static Vapor Off-Gas Monitoring

Only a single preliminary test using static vapor off-gas monitoring (bag sampling) was
conducted during the study. It was used in the first wiping test, involving HD contamination, and the
wiping of an aluminum control surface, followed by vapor off-gas monitoring. It is described briefly here
for completeness.

The decontaminated (wiped) stainless steel disk was placed in a polycthylene bag with a
total volume of about 30 L of air, at ambient temperature and relative humidity. The bag was scaled and
allowed to sit undisturbed for 2 h. The headspace in the bag was sampled with a MINICAMS, configured
and calibrated to detect HD vapor at a concentration of less than 0.5 TWA, at roughly 1 h intervals over
about a 3 h time frame.

Seleet MINICAMS parameters are summarized in the Table 6 below:

Table 6. HD MINICAMS-FPD method parameters for static vapor off-gas monitoring.

Parameter HD
Column 15 meter DB-1
PCT Sorbent Tenax-TA
FPD Filter Sulfur
Low Column Temp, °C 50
High Column Temp, °C 250
Ramping Rate, °C/min 334
Column Time, s 101
Low PCT Temp, °C 40
High PCT Temp, °C 250
FPD Temperature, °C 150
Sample Rate, mL/min 250
Sample Time, min 4
Purge Time, s 130
Total Cycle Time, s 370
Retention Time, s 112
H2 Pressure, psig 35
Air Pressure, psig 35
Carrier Gas Nitrogen
N2 Pressure, psig 40
PMT Voltage, v 950

6.5.2 Time-Resolved Near Real Time (NRT) Vapor Off-Gas Monitoring with

MINICAMS

Time-resolved MINICAMS NRT monitoring of post-wipe test coupons was conducted
primarily in wiping tests with HD-contaminated and wiped aluminum test coupons. In the MINICAMS
time-resolved NRT sampling and analysis, the wiped test coupon was placed in a 16 oz. glass sampling
jar. The jar was fitted with stainless steel air inlet and outlet tube fittings in the Teflon-lined cap of the
jar. Room air was sampled at timed intervals into and through the jar into a MINICAMS through
approximately 6 ft of unheated 0.125 in. OD Teflon TFE tubing. Photographs of a glass sampling jar
containing an aluminum test coupon and of the MINICAMS used to sample the effluent air from the jar

are shown in Figurc 14. The collected samples were analyzed directly by the MINICAMS. The air
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flowing across the wiped aluminum test coupon in cach jar was sampled and analyzed for residual agent
vapor forup to 2 h.

In cach test, the concentration of off-gassing HD (in units of TWA) and the HD oft-
gassing rate (in units of ng/min) were plotted as a function of time. Typical HD vapor off-gas curves are
shown in Figure 15. The sampling and analysis data from a typical MINICAMS vapor off-gassing test,
from which the vapor off-gas curves were generated, are shown in Table 7.

Figure 14. Photograph of MINICAMS (left) and sampling jar (right).

In Table 7, the MINICAMS HD response (peak height in nA) is tabulated for cach
MINICAMS cyele, along with the MINICAMS time of day output and the calculated elapsed time from
the start of sampling. The total cyele time of each MINICAMS cyele was 430 s, or approximately
7.2 min. Thus, the clapsed time interval in cach linc item entry was incremented by 430 s from the
previous entry.

Prior to the start of a test or series of tests, a multipoint calibration of the MINICAMS
was performed using standard solutions of HD in IPA. A linear regression analysis of the calibration data
was conducted to correlate the HD peak response in cach MINICAMS cyele to a known amount of HD.
From the calculated amount of HD determined in cach MINICAMS cyele, the sample volume. and the
TWA value for HD (3 ng/L), the concentration of HD in each MINICAMS cyele was calculated and
listed. From the calculated amount of HD detected in each cycle and the MINICAMS sample time
(5 min), the off-gassing rate of HD (in units of ng/min) was calculated and listed. Two vapor off-gas
curves were generated in each test—a plot of HD concentration (TWA) vs. time and a plot of HD off-
gassing rate (ng/min) vs. time.

The cumulative amount of HD as a function of clapsed time was then caleulated through
cach sampling interval by numerical integration (Simpson’s Rule) and was tabulated in the rightmost
column of cach line of the tabulated data. The calculated cumulative amount of HD at the end of the total
sampling period (typically 120 min) was reported as the amount of residual HD recovered from the wiped
test surface.
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The decontamination cfficacy (DE) of the wiping procedure was then calculated from the
following equation:

{Amount of Agent Initially Deposited - Amount of Residual Agent)
DE = X 100% Equation 1
{Amount of Agent Initially Deposited)

HD Off-Gassing Curve
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Figure 15. Typical HD vapor off-gas curves from Test J978-026 (B).

(NOTE: Y-axis in upper curve in units of ng/L; y-axis in lower curve in units of TWA.)
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Table 7. Sampling and analysis data from a typical MINICAMS vapor off-gas test.

Test Number—[J973-026(B) [ | | |
| EIapsedI Peak ~ Sample | Off-Gassing = Cumulative
. Time | Height Calc'd Volume | Conc'n  Calc'd Rate Off-Gassing
Tlme; min i nA ng L _L ngik  TWA = ng/min ng
14141 72 1366.2] 50 66+ _2.001 2533 8.44 10.13 ]
1422 14.3 381.4/ 25.00 2.00 12.50 4. 17 5. 00 54.22
1429* 21.5| 117.9] 13.06 2.00| 6.53 2.18 261 81.50
1436)  28. 7 52.6| 8.35 200, 4418 139 167 96.84
1443 358 281 590 200/ 2.5 0.98 1.18, 107.06.
1450 430, 0‘ 17.5] 4.54 2.00| 2.27 0.76 091 114.55
1458] 502 135] 394/ 200 197 066 079 12062
1505 ~ 67.3] 11.3] 31 57 200 1.78, 0.59 0.71 ~126.00
1512 64.5 8.8 3! 11 2.00 1.55| 0.52 0.62 130. 78
= 1519 71.7)_ 82 2. 99 2.00| 1.49 0.50 0.60, 135.15
1526 78.8 8.3 301 200 150 050  0.60 139.44
1533 86.0| 6.1 2.54 2.00 1.27 0.42 0.51 14341
1541 [ 93. .34‘ 6.4 2. 60 200 1.30 0.43 0. 52 147.10'
15481 100.3] 59 2 49‘ 2 00| 1.24 0.41 0. 50 150.75
1555 107.5] 45 214 2.00‘ 1.07 0.36 0.43 154.06
160_Jr 114, 7+ 52| 128 32 2,00 1.16 0.39, 0.46_ 157.26
1609, 121.84 56 6*- 2} 42 2.00 1.21 0.40 0.48 160.66
[ | ! ] |
e o S - - — —_— -
MINICAMS Callbratlon Data | l |
Linearization | I - ] ] | -
Factor: 1.807 i |
Amount Peak Curve Fit ) : il - :
HD Area Linearized LinReg Deviation |
ng nA  Area Peak Area % il | = |
0.00 0 0 0.00 1 | |
1.580 3.04 1.85 170 9.1% 1 Il -
2.95 5.74 2.63 317 16.9%
5.91 20.90 5.38 634 152%
11.80 83.00 11.54 12.66 8.9% 2 B e - .
2360  365.00 26.18 2532  -34%
| — _ - +
s e e + I o5 i I
Linear Regres‘smn Analysis | |
[SUMMARY OUTPUT | I ’T“ ] T
3 + - ~R———
Regression Statistics f i _ | | i
Multiple R 0.995988| 1 |
R Square 0991992 i ) I | | |
AdJusted R Sq_ﬂti_@@Z 1| 1 1
Standard Errof 0.900573 1 |
Observations 5‘ Il i i I il 1
ANOVA ; ] [ | '
b agr_ I iSS MS_____F__ Jgnificance F T T I
Regression | 1| 401. 8526#}01 85265‘|i 495.483 0.000199 il |
Residual 4] 3. 244126] 0.8110315 | i 1 |
Total | 5, 405.0968| | I b B 1
| ! 1 I
Coefficientsfandard Errd  t Stat | P-value Lower 95%Upper 95% Lower 95.0% Upper 95.0%
Intercept O #N/A | #N/A | #N/A | #NIA | #NA | #NA | #NA
X Variable 1 | 1.072901 0.033054  32.459234| 5.4E-06| 0.981128 1.164673 0.981128424 1.164672858
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In the agent tests discussed in this volume of the report, decontamination cfficacy and
wipe cfficiency arc identical for the tests with non-absorptive test surfaces, i.c., stainless steel and
aluminum. However, in the tests with agent-absorptive test surfaces (CARC- and alkyd-painted panels,
nylon webbing, polycarbonate, and high-density polycthylene), the agent vapor off-gas monitoring and
solvent extraction techniques used in the tests determine the amount of residual agent remaining “in™ (at
lcast to some extent) as well as “on” the contaminated and wiped surface of cach test coupon. Thus, for
the agent-absorptive surfaces, decontamination cfficacy may not be identical to wipe efficiency,
depending on the extent of agent absorption into the surface. All of the agent-wipe test results in this
volume of the report are reported in terms of decontamination efficacy.

The MINICAMS-FPD instrument and HD method parameters are summarized in Table 8
below.

Table 8. HD MINICAMS-FPD mcthod parameters.

Parameter HD

Column 15 meter DB-1

PCT Sorbent Tenax-TA

FPD Filter Sulfur

Low Column Temp, °C 50

High Column Temp, °C 200

Ramping Rate, “C/min 334

Column Time, s 101

Low PCT Temp, °C 40

High PCT Temp, °C 250

FPD Temperature, °C 150

Sample Rate, mL/min 400

Sample Time, min 5

Purge Time, s 130

Total Cycle Time, s 430

Retention Time, s 112

H, Pressure, psig 35

Air Pressure, psig 35

Carrier Gas Helium

He Pressure, psig 40

PMT Voltage, v 900
6.5.3 Near Real-Time Vapor Off-Gas Monitoring Using ACAMS

Time-resolved  Automatic  Continuous  Air-Monitoring  System  (ACAMS) NRT
monitoring of post-wipe test coupons was conducted in preliminary tests with TGD-contaminated and
wiped aluminum test coupons. In the ACAMS time-resolved NRT sampling and analysis, the wiped test
coupon was placed in a glass sampling jar with air inlet and outlet fittings in the cap of the jar. Room air
was sampled at timed intervals into and through the jar into an ACAMS. Refer to Table 9 for the method
parameters. The collected samples were analyzed direetly by the ACAMS. Each jar was sampled and
analyzed for residual agent vapor for up to 2 h. In cach test, the concentration of off-gassing GD (in units
of ng/min and in units of TWA) was plotted as a function time.
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Table 9. HD ACAMS-FPD mcthod parameters.

Parameter GD
Column 15 meter DB-1
PCT Sorbent Tenax-TA
FPD Filter Sulfur
Sample Rate, ml/min 200
Sample Time, min 3:5)
Total Cycle Time, s 330
Sample Volume, mL 700
6.5.4 Depot Area Air-Monitoring System (DAAMS) Sampling and Analysis

DAAMS sampling and analysis were used in HD-wiping tests only, primarily with
aluminum and CARC test coupons. Refer to Table 10 for method parameters. In the DAAMS sampling
and analysis, after the completion of the wiping procedure, the wiped test coupon was placed in a 16 oz.
glass sampling jar that was fitted with stainless steel air inlet and outlet Swagelok fittings in the Teflon-
lined cap of the jar. Room air was pumped into and through the jar and then through a 3 mm OD Tenax
TA DAAMS transfer tube. In about one-third of the tests, a DAAMS sample flow rate of 50 mL/min, and
a sample time of 120 min (for a total sample volume of 6.0 L) was used to determine the total amount of
residual agent that could be recovered from the wiped test surface by vapor off-gas analysis.

In the remainder of the tests with DAAMS sampling and analysis, room air was pumped
into and through the jar then through a 3 mm OD Tenax TA DAAMS transfer tube at a flow rate of
200 mL/min for 15 min. Then the DAAMS tube was replaced with a second tube that sampled at the
same flow rate for another 15 min, then by a third tube that sampled for another 30 min, a fourth tube that
sampled for another 30 min, and a fifth tube that sampled for a final 30 min. A total of five DAAMS
tubes were used to sample scquentially, at 200 mL/min for a total of 120 min (a total sample volume of
24 L). In a few of the tests, the DAAMS sample flow rate was deereased from 200 to 50 mL/min, and the
DAAMS sample times were deereased from 15 and 30 min to 15 and 30 s, respectively, beecause of large
amounts of off-gassed HD collected in carlier tests.

The DAAMS transfer tubes were then thermally desorbed into an HP 5890 Series 11 GC
cquipped with a DAAMS injection port, a flame ionization detector, and an HP 3396A Series I
integrator.

Prior to the tests, the GC was ealibrated over a range of 8 to 984 ng HD. The calibration
curve was lincar over the ealibration range with a correlation coefficient of 0.999. The total amount of
HD collected on, and desorbed from the DAAMS tube (in ng). was determined direetly from GC response
of the desorbed DAAMS sample and the HD calibration curve. This value is a measure of the residual
amount of HD that remained on the test surface after the completion of the wiping cyeles. The
decontamination cfficacy of the wiping protocol is calculated from the residual amount of HD remaining
on the test surface and the known amount of HD (10 mg) initially deposited on the test surface.
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Table 10. HD DAAMS-GC/FPD method parameters.

Parameter HD-DAAMS-GC/FID
Sorbent Tenax-TA
Sample Rate, mL/min 50 - 200 mlL/min
Sample Time, min 15 - 120 (varied) *'
Sample Volume (L) X - 6 varied **
Column 15-m DB-210
Carrier Gas Helium
Carrier Pressure, psig 75
Injection Port Temp. °C 225
Init. Column Temp., °C 80
Initial Hold Time (min) 0.5
Ramping Rate, °C/min 40
Final Column Temp, °C 140
Final Hold Time (min) 2
Detector FID
Detector Temperature, °C 300
H; Pressure, psig 55
Air Pressure, psig 85
HD Retention Time, min ~1.30
GD Retention Time, min NA
VX Retention time, min NA
FPD Filter N/A
6.5.5 Solvent Extraction and GC Analysis

In the majority of the agent-wiping tests conducted, the amount of post-wipe residual
agent remaining on the surface of a test coupon was determined by solvent extraction and GC analysis.

After the completion of the wiping procedure, cach wiped test coupon was removed from
the wipe test apparatus and placed into a glass sampling jar containing a pre-mcasured volume of
extraction solvent—isopropyl alcohol (IPA) in most of the tests, hexane in a couple of HD tests. The
1.5 x 1.5 in. square aluminum and nylon tcst coupons were placed into a 4 oz. sampling jar containing
25 mL of extraction solvent. The 2 x 2 in. square CARC, alkyl, polyethylene, or polycarbonate test
coupons were placed 1n an 8 oz. sampling jar containing 50 mL of extraction solvent. Beforc the start of a
test, the appropriate volume of extraction solvent was added to cach sampling jar using a variable-volume
Brinkmann Digital Dispensctte connected to a bottle of reagent or pesticide grade solvent.

Each test coupon was allowed to sit immersed in the extraction solvent at room
temperature, with occasional swirling, for a minimum of 2 h. At the end of the extraction period, an
aliquot of the extraction solvent was removed from the sample jar, volumetrically diluted if required,
transferred to a glass autosampler vial, and analyzed for agent on an HP 5890 Series 11 GC equipped with
an autosamplcr, a flamc photometric dctector, and an HP 3396A Scrics 11 intcgrator. HD analyscs were
conducted with a sulfur interference filter in the FPD; GD and VX analyses were conducted with a
phosphorus interference filter.
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The GC was calibrated over a nominal range of 0.5-20 ng for HD, 0.9-14 ng for VX, and
0.9-14 ng for GD. The GC/FPD parameters used in the analyses of the HD, TGD, and VX solvent

extracts are shown in the Table 11 below.,

Table 11. GC/FPD parameters used in the analyses of the HD. TGD, and VX solvent extracts.

Parameter HD/TGD/VX-GC/FPD

Column 15-m DB-210

Carner Gas Helium

Carner Pressure, psig 75

Injection Port Temp. °C 215

Init. Column Temp., °C 80

Initia! Hold Time (min) 0.5

Ramping Rate, *C/min 40

Final Column Temp, °C 140

Final Hold Time (min) 0.5

HD Injection Volume, pL 2 to 5 (variable)

VX Injection Volume, pL )

TGD Injection Volume, pL 3

Detector FPD

Detector Temperature, °C 250

H. Pressure, psig 45

Air Pressure, psig 80

HD Retention Time, min ~1.230

GD Retention Time, min ~1.3

VX Retention time, min ~3.0

FPD Filter e
6.5.6 Wipe Contact Times

The total wiping contact times used in the various rotary and lincar wiping tests arc

summarized in Table 12 below.

Table 12. Wiping contact times of rotary and lincar wiping programs.

Contact Time Linear Wipe Sequence Contact Time
Rotary-Wiping Sequence (s) (s) {s)
1 x G300 8 1xGO 0.5
1x G330 16 1x G180 2
2 x G330 32 1 x G240 12
3 x G330 48 4 x G240 48
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6.6 Temperature and Relative Humidity Measurement

All of the chemical-agent wipe tests in this study were conducted in a chemical fume
hood at ambient temperature and relative humidity. The ambient temperature and relative humidity (RH)
in the fume hood were measured with a small Fisherbrand Model 11-661-13 digital
hygrometer/thermometer. The digital temperature/RH meter was located in the front corner of a Pyrex

baking dish located on the floor of the hood. The Pyrex dish served as the agent spill tray and as the
holding tray for the microliter syringes and other agent-related items that were used in the wipe tests.

With a few exceptions, the ambient temperature and relative humidity was noted and

recorded once during cach test. The measured temperature and relative humidity of each test are listed in
the next section of this report.

7 TEST RESULTS AND DISCUSSIONS

A comprehensive listing of the entire wipe tests, with the associated test parameters for
cach test that were conducted with agents during the study, is given in Table 13 and Table 14.

The wiping tests in Table 13 and Table 14 are listed in chronological order. Each line
item entry in the table includes the following information:

e Test number (keyed to SRI notebook and page number)

e  Wiping material

e Test panel/surface

e Agent (HD, TGD, or VX)

e Agent Lot

e Amount of agent deposited on test surface

e Solvent or decontaminant powder applied to contaminated surface

e Mecthod of dispensing solvent (typically MieroCare acrosol can or Misto® Olive
Oil Sprayer

e Type of wipe test (manual rotary, automated rotary, automated linear)

e  Weight of wiping mandrel (rotary-wiping tests) or wiping block (linear-wiping
tests)

e  Wiping program used in automated tests
e Number of iterations of wiping program
e  Type of wipe used in cach wipe iteration [dry, wet (= solvent moistened)]

e Solvent sprayed onto contaminated test coupon or decontaminant powder applied
to contaminated surface
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Sampling method for determination of residual agent
Extraction solvent, if applicable

Analysis method for determination of residual agent (GC/FPD, GC/FID,
MINICAMS/FPD, ACAMS/FPD)

Surface temperature of test pancl

Ambient relative humidity

The various agent-wiping tests that were conducted during the study are grouped into the

following catcgorics:

HD Rotary Screening Tests of Potential Wiping Materials

Developmental HD Wipe Tests with Vapor Monitoring

HD Automated Rotary-Wiping Tests on Non-Absorptive Aluminum Surfaces
TGD Automated Rotary-Wiping Tests on Non-Absorptive Aluminum Surfaces
HD Automated Lincar-Wiping tests on Non-Absorptive Aluminum Surfaces
HD Automated Rotary-Wiping Tests on Absorptive Surfaces

HD Automated Lincar-Wiping tests on Absorptive Surfaces

HD, VX, and TGD Comparative Automated Rotary-Wiping Tests

In the following scctions of this report, cach category of tests is deseribed. and the test
results are presented and discussed.
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Table 13. Comprehensive list of wipe tests and test parameters.
Test ID Solvent Solvent
(& No. of Test Agent Agent or or Decon
Replicates) Wipe Material [SubstratelAgent] Lot Deposited Decon Dispenser |Type of Test
J906-008a-c | 3M Scotch Brite 2011 | ss disks | HD [010503-1| 10mg | HFE-7200 |Micro-Care "f;’;‘:;'
J906-008d-f | 3M Scotch Brite 2011 | ss disks | HD [010503-1| 10mg | HFE-7200 |Micro-Care "f;’;‘:;'
J906-014a-c | 3M Scotch Brite 2011 | ss disks | HD |010503-1| 10mg | HFE-7200 |Micro-Care "f;’;‘:;"
J906-014d-f | 3M Scotch Brite 2011 | ss disks | HD |010503-1| 10mg | HFE-7200 |Micro-Care ":';’;‘:;'
J906-026a-c | A/C Felt AM1131 | ssdisks | HD |010503-1| 10mg | HFE-7200 |Micro-Care "f;’;‘:;"
J906-026d-f | A/CFelt AM1131 | ssdisks | HD [010503-1| 10mg | HFE-7200 |Micro-Care "f;’;‘:;'
J906-030a-c | A/C Fabric AW 1501 | ss disks | HD |010503-1| 10mg | HFE-7200 |Micro-Care "f;’;‘:;'
J906-030d-f | A/C Fabric AW 1501 | ssdisks [ HD |010503-1| 10mg | HFE-7200 |Micro-Care '\f;’;‘r‘;'
J906-034a-c | P&G Swiffer wipes | ss disks | HD [010503-1| 10mg | HFE-7200 |Micro-Care "f;’;‘:;'
J906-034d-f | P&G Swiffer wipes | ss disks | HD |010503-1| 10mg | HFE-7200 |Micro-Care "f;’;‘:;"
J906-038a-c [Polyester felt nonwoven| ss disks | HD | 010503-1 10 mg HFE-7200 | Micro-Care '\fg{::;l
J906-038d-f |Polyester felt nonwoven| ss disks | HD | 010503-1 10 mg HFE-7200 | Micro-Care '\fg{::;’l
J906-042a-c |Pledge "Grab-It" wipes | ss disks | HD |010503-1 10mg HFE-7200 |Micro-Care '\fg{::;l
J906-0424-f | Pledge "Grab-It" wipes | ss disks | HD |010503-1] 10mg | HFE-7200 |Micro-Care "f;’;‘:;'
J906-046a-c |Teri Reinforced Wipers| ss disks | HD |010503-1 10 mg HFE-7200 | Micro-Care '\fg{;‘:;l
J906-0464-f |Teri Reinforced Wipers| ss disks | HD |010503-1| 10mg | HFE-7200 |Micro-Care "f;’;‘:;"
J906-050a-c |3M Scotch Brite 2021N| ss disks | HD |010503-1 10mg HFE-7200 |Micro-Care l\fg{r::;l
J906-050d-f |3M Scotch Brite 2021N| ss disks | HD |010503-1| 10mg | HFE-7200 |Micro-Care "f;’;‘:s'
1 Ethyl Acetate Manual
J906.054ac | CutexSimplePad | 0| 1p |010503-1| 10 mg IPA . rotary
(non-acetone) W
ater
Clorox Disinfecting
J906-059a-b Wipes ss disks | HD [010503-1| 10mg |AGUSous IPA s
(Lemon Scent) ° b
Clorox Disinfecting
J906-059d-f Wipes ssdisks | HD [010503-1| 1omg |AMS%sIPAl b
(Fresh Scent) = Y
J906-070a-c | Bounty Paper Towels | ss disks | HD |010503-1 10 mg HFE-7200 | Micro-Care I\:I;r::;l
JO06-070d-f | Bounty Paper Towels | ss disks | HD |010503-1| 10mg | HFE-7200 |Micro-Care "f;’;‘:;'
J906-078a-c | Lever 2000 Wipes | ss disks | HD |010503-1| 10mg [70-99% water] - "f;’;‘:;'
Jo06-078g-f | Safety Baupment | o ool Hp [010503-1] 10mg | >99% water - i
Cleaning Pads rotary
J906-085a | 3M Scotch Brite 2021 |aluminum| HD |010503-1 10 mg None - Rotary
J906-085b | 3M Scotch Brite 2021 |aluminum| HD |010503-1 10 mg HFE-7200 |Micro-Care Rotary
J906-090a | 3M Scotch Brite 2021 |aluminum| HD | 010503-1 10 mg None - Rotary
J906-090b | 3M Scotch Brite 2021 |aluminum| HD | 010503-1 10 mg HFE-7200 |Micro-Care Rotary
J906-094a | A/C Fabric AW 1101 |aluminum| HD [010503-1{ 10 mg None . Rotary
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Table 13. Comprchensive list of wipe tests and test parameters (continued).

Test ID Solvent | Solvent
(& No. of Test Agent Agent or or Decon
Replicates) Wipe Material Substrate | t Lot |[Deposited| Decon penser] Type of Test
J906-084b | A/C Fabnc AW 1101 | aluminum | HD |010503-11 10mg | HFE-7200 [Micro-Care Rotary
J906-100a | A/C Fabnc AW 1101 | aluminum | HD |010503-1] 10 mg None - Rotary
J906-100b | A/C Fabric AW 1101 | aluminum | HD [010503-1] 10 mg |HFE-7200Micro-Care| Rotary
J906-104 (3) | A/C Fabric AW 1101 | aluminum | HD [010503-1| 10mg [HFE-7200 Micro-Care| Rotary
J906-106 (3) | 3M Scotch Brite 2021 | aluminum | HD [010503-1( 10mg (HFE-7200 Micro-Care[ Rotary
J906-110 (3) [Teri Reinforced Wipers| aluminum | HD [010503-1| 10mg |HFE-7200|Micro-Care| Rotary
J906-112 (3)| A/C Felt AM 1132 | aluminum | HD [010503-1] 10mg |HFE-7200 Micro-Care Rotary
J906-130 | A/C Fabric AW 1101 | aluminum |TGD|012401-3] 10mg |HFE-7200|Micro-Care Rotary
J906-134 (2) | A/C Fabrnic AW 1101 | aluminum [TGD|[012401-3] 10mg |HFE-7200Micro-Care| Rotary
J906-138 (3)| A/C Felt AM 1132 | aluminum |[TGD|012401-3] 10mg |HFE-7200 Micro-Care] Rotary
J906-142 (3) | 3M Scotch Brite 2021 | aluminum [TGD[012401-3] 10mg |HFE-7200 Micro-Carel Rotary
J973-008 (3) | A/C Fabric AW 1101 | aluminum | HD j011003-1 10mg |HFE-7200 [Micro-Care| Rotary
J973-012 (3) | A/C Fabric AW 1101 | aluminum { HD [011003-1] 10mg |HFE-7200 Micro-Care Rotary
J973-014 (3) | A/C Fabric AW 1101 | aluminum | HD [011003-1] 10mg |HFE-7200Micro-Care Rotary
J973-016 (3) | A/C Fabric AW 1101 | aluminum | HD [011003-1] 10mg |HFE-7200 Micro-Care Rotary
J973-022 (3) | A/C Fabric AW 1101 | aluminum | HD [011003-1| 10mg |HFE-7200 [Micro-Care Rotary
J973-026 (3) | A/C Fabric AW 1101 | aluminum | HD {011003-1| 10mg |HFE-7200|Micro-Care| Rotary
J973-030 (3) | A/C Fabric AW 1101 | aluminum | HD [011003-1] 10mg |HFE-7200 [Micro-Care| Rotary
J973-046 (3) | A/C Fabric AW 1101 | aluminum | HD [011003-1] 10mg |HFE-7200 |Micro-Care Rotary
J973-048 (3)| A/C Felt AM 1132 aluminum | HD [011003-1] 10 mg HFE-7200 [Micro-Care Rotary
J973-050 (3) | 3M Scotch Brite 2021 | aluminum | HD j011003-1] 10mg |HFE-7200 [Micro-Care| Rotary
J973-052 (3) | A/C Fabric AW 1101 | aluminum | HD [011003-1] 10mg |HFE-7200 Micro-Care Rotary
J973-054 (3)| AJ/C Felt AM 1132 | aluminum | HD [011003-1] 10mg |HFE-7200|Micro-Care Rotary
J973-056 (3) | 3M Scotch Brite 2021 | aluminum | HD [011003-1] 10mg |HFE-7200|Micro-Care| Rotary
J973-058 (3)| A/CFelt AM 1132 | aluminum | HD [011003-1| 10mg |HFE-7200|Micro-Care Rotary
J973-060 (3) | 3M Scotch Brite 2021 | aluminum | HD [011003-1| 10mg [HFE-7200 [Micro-Care Rotary
J973-062 (3) | A/C Fabric AW 1101 | aluminum | HD [011003-1] 10mg |[HFE-7200( Misto Rotary
J973-066 (3) Wypall X70 aluminum | HD j011003-1] 10mg |HFE-7200| Misto Rotary
J973-070 (3) | A/C Fabric AW 1101 | aluminum | HD |011003-1| 10mg |HFE-71IPA| Misto Rotary
J973-074 (3)| A/CFelt AM 1132 | aluminum | HD |011003-1| 10mg [HFE-71IPA Misto Rotary
J973-078 (3) | 3M Scotch Brite 2021 | aluminum | HD |011003-1| 10mg [HFE-71IPA Misto Rotary
J973-082 (3) | A/C Fabric AW 1101 | aluminum | HD {011003-1] 10mg |[HFE-7200| Misto Rotary
J973-088 (3) | A/C Fabric AW 1101 | aluminum | HD j011003-1| 14.5mg [HFE-7200| Misto Rotary
J973-096 (3) | A/C Felt AM 1132 aluminum | HD 1011003-1| 14.5mg |HFE-7200| Misto Rotary
J973-104 (3) | 3M Scotch Brite 2021 | aluminum | HD [011003-1] 145mg [HFE-7200( Misto Rotary
J973-114 | A/C Fabric AW 1101 | aluminum | HD [011003-1| 14.5mg |HFE-7200| Misto Linear
J973-116 A/C Felt AM 1132 | aluminum | HD [011003-1] 14.5mg [HFE-7200| Misto Linear
J973-118 | 3M Scotch Brite 2021 | aluminum | HD |011003-1| 14.5mg [HFE-7200| Misto Linear
J973-120 | A/C Fabric AW 1101 | aluminum | HD [011003-1| 14.5mg None - Linear
J973-122 A/C Felt AM 1132 | aluminum | HD [011003-1] 14.5mg None - Linear
J973-124 [ 3M Scotch Brite 2021 | aluminum | HD [011003-1] 14.5mg None - Linear
J973-126 | A/C Fabric AW 1101 | aluminum | HD [011003-1] 14.5mg [HFE-7200| Misto Linear
J973-128 A/C Felt AM 1132 | aluminum | HD [011003-1| 14.5mg |HFE-7200| Misto Linear
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Table 13. Comprehensive list

of wipe tests and test parameters (continued).

Replicates) Wipe Material | ; | Lot | ) _|Disp _Type of Test_
J973-130 | 3M Scotch Brite 2021 | aluminum |HD [011003-1| 14.5mg |HFE-7200( Misto Linear
J973-132 | A/C Fabric AW 1101 | aluminum | HD |011003-1| 14.5 mg None - Linear
J973-134 A/C Felt AM 1132 | aluminum |HD |011003-1| 14.5mg None - Linear
J973-136 | 3M Scotch Brite 2021 | aluminum | HD [011003-1| 14.5mg None - Linear
J973-140 | A/C Fabric AW 1101 | aluminum |[HD [011003-1| 14.5mg None - Linear
J973-142 A/C Felt AM 1132 | aluminum |HD [011003-1| 14.5mg None - Linear
J973-144 | 3M Scotch Brite 2021 | aluminum |HD |011003-1] 14.5mg None - Linear
J973-146 | A/C Fabric AW 1101 | aluminum | HD j011003-1] 14.5mg None - Linear
J973-148 | A/C Fabric AW 1101 | aluminum |HD [011003-1| 14.5mg [HFE-7200( Misto Linear
J973-150 | 3M Scotch Brite 2021 | aluminum |[HD [011003-1| 14.5mg |HFE-7200( Misto Linear
J973-1562 A/C Felt AM 1132 | aluminum |HD [011003-1| 14.5mg |[HFE-7200( Misto Linear
J973-156 | A/C Fabnc AW 1101 | aluminum | HD [011003-1| 14.5mg |HFE-7200| Misto Linear
J1073-004 | A/C Fabric AW 1101 | aluminum | HD [011003-1| 14.5mg None - Linear
J1073-006 | 3M Scotch Bnte 2021 | aluminum | HD [011003-1| 14.5mg None - Linear
J1073-008 A/C Felt AM 1132 aluminum [ HD |011003-1| 14.5 mg None - Linear
J1073-014 | A/C Fabric AW 1101 | aluminum |HD [011003-1| 14.5mg |HFE-7200( Misto Linear
J1073-016 | 3M Scotch Brite 2021 | aluminum | HD [011003-1| 14.5mg |HFE-7200( Misto Linear
J1073-018 A/C Felt AM 1132 aluminum | HD |011003-1| 14.5mg |HFE-7200| Misto Linear
J1073-022 | A/C Fabric AW 1101 | aluminum |HD |011003-1| 1.45mg None - Linear
J1073-026 | A/C Fabric AW 1101 | aluminum |[HD [011003-1| 1.45 mg None - Linear

J1073-028 | A/C Fabric AW 1101 | aluminum |HD [011003-1| 1.45mg |HFE-7200| Misto Linear

J1073-032 | 3M Scotch Bnte 2021 | aluminum | HD [011003-1| 1.45 mg None - Linear

J1073-034 | 3M Scotch Bnte 2021 | aluminum | HD [011003-1| 1.45mg |HFE-7200( Misto Linear

J1073-038 A/C Felt AM 1132 | aluminum | HD |011003-1| 1.45 mg None - Linear

J1073-040 A/C Felt AM 1132 | aluminum | HD |011003-1| 1.45mg |HFE-7200| Misto Linear
J1073-042 | A/C Fabric AW 1101 | aluminum | HD |011003-1| 14.5mg None - Linear

J1073-044 | 3M Scotch Brite 2021 | aluminum [ HD [011003-1| 14.5mg None - Linear

J1073-046 A/C Felt AM 1132 | aluminum |HD |011003-1| 14.5mg |HFE-7200| Misto Linear
J1073-048 | A/C Fabnc AW 1101 | aluminum | HD |011003-1| 1.45mg |HFE-7200( Misto Linear
J1073-050 | A/C Fabric AW 1101 | aluminum [HD [011003-1| 1.45mg None - Linear
J1073-054 | 3M Scotch Brite 2021 | aluminum | HD [011003-1| 1.45mg None - Linear
J1073-056 | 3M Scotch Bnte 2021 | aluminum | HD |[011003-1| 1.45mg |HFE-7200| Misto Linear
J1073-068 A/C Felt AM 1132 aluminum | HD [011003-1| 1.45mg None - Linear
J1073-060 A/C Felt AM 1132 | aluminum |HD |011003-1| 1.45mg |HFE-7200| Misto Linear

J1073-064 | A/C Fabric AW 1101 | aluminum | HD [011003-1| 14.5mg 1PA Misto Linear

J1073-066 | A/C Fabric AW 1101 | aluminum [HD [011003-1| 14.5mg IPA Misto Linear

J1073-068 A/C Felt AM 1132 aluminum | HD |010503-3| 14.5 mg IPA Misto Linear

J1073-070 A/C Felt AM 1132 aluminum | HD |010503-3| 14.5mg IPA Misto Linear

J1073-074 | A/C Fabric AW 1101 | aluminum | HD |010503-3| 14.5mg Hexane Misto Linear
J1073-076 | A/C Fabnc AW 1101 | aluminum | HD [010503-3| 14.5mg Hexane Misto Linear

J1073-078 A/C Felt AM 1132 aluminum | HD |010503-3| 14.5mg Hexane Misto Linear

J1073-080 A/C Felt AM 1132 aluminum | HD [010503-3] 14.5mg Hexane Misto Linear
J1073-084 | A/C Fabric AW 1101 | aluminum | HD |010503-3| 1.45mg |[HFE-7200| Misto Rotary
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J1073-086 | A/C Fabric AW 1101 | aluminum | HD [010503-3] 1.45mg None - Rotary
J1073-088 | A/C Fabric AW 1101 | aluminum | HD [010503-3] 1.45mg |HFE-7200| Misto Rotary
J1073-090 | A/C Fabric AW 1101 aluminum HD [010503-3| 14.5mg |HFE-7200| Misto Rotary
J1073-092 | A/C Fabric AW 1101 | aluminum | HD [010503-3| 14.5mg |HFE-7200| Misto Rotary
J1073-096 | A/C Fabric AW 1101 CARC HD [010503-3| 26.1mg |[HFE-7200{ Misto Rotary
J1073-098 | A/C Fabric AW 1101 CARC none [010503-3| control |HFE-7200| Misto Rotary
J1073-100 | A/C Fabric AW 1101 Alkyd none |010503-3| control |HFE-7200| Misto Rotary
J1073-102 | A/C Fabric AW 1101 Alkyd HD [010503-3| 26.1mg [HFE-7200| Misto Rotary
J1073-104 | A/C Fabric AW 1101 | aluminum | HD [010503-3| 14.5mg |HFE-7200| Misto Rotary
J1073-108 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61mg |[HFE-7200| Misto Rotary
J1073-110 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61 mg |HFE-7200| Misto Rotary
J1073-114 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61 mg [HFE-7200| Misto Rotary
J1073-120 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61mg |[HFE-7200| Misto Rotary
J1073-122 | A/C Fabric AW 1101 CARC HD (010503-3| 2.61mg |[HFE-7200( Misto Rotary
J1073-124 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61mg [HFE-7200] Misto Rotary
J1073-126 | A/C Fabric AW 1101 CARC HD |010503-3| 2.61 mg None - Rotary
J1190-004 | A/C Fabric AW 1101 Alkyd HD |010503-3| 2.61 mg None - Rotary
J1190-005 | A/C Fabric AW 1101 Alkyd HD [010503-3| 2.61 mg |HFE-7200| Misto Rotary
J1190-010 A/C Felt AM 1132 CARC HD |010503-3| 2.61 mg None - Rotary
J1190-011 A/C Felt AM 1132 CARC HD [010503-3| 2.61 mg [HFE-7200| Misto Rotary
J1190-016 | A/C Fabric AW 1101 CARC HD |010503-3| 2.61 mg None Misto Linear
J1190-017 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61 mg |HFE-7200| Misto Linear
J1190-022 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61 mg |HFE-7200| Misto Linear
J1190-023 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61 mg |HFE-7200] Misto Linear
J1190-026 A/C Felt AM 1132 CARC HD [010503-3| 2.61 mg None - Linear
J1190-027 A/C Felt AM 1132 CARC HD [010503-3| 2.61 mg [HFE-7200| Misto Linear
J1190-030 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61 mg |HFE-7200| Misto Linear
J1190-031 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61 mg None - Linear
J1190-034 | A/C Fabric AW 1101 Alkyd HD [010503-3| 2.61 mg |[HFE-7200| Misto Linear
J1190-035 | A/C Fabric AW 1101 Alkyd HD [010503-3| 2.61mg [HFE-7200| Misto Linear
J1190-038 | A/C Fabric AW 1101 Alkyd HD |010503-3| 2.61 mg None - Linear
J1190-039 | A/C Fabric AW 1101 Alkyd HD [010503-3] 2.61mg |HFE-7200| Misto Linear
J1190-042 A/C Felt AM 1132 aluminum | HD |010503-3| 14.5mg [HFE-7200| Misto Linear
J1190-043 A/C Felt AM 1132 aluminum HD |010503-3| 14.5mg |HFE-7200| Misto Linear
J1190-044 | A/C Fabric AW 1101 | aluminum HD [010503-3| 14.5mg |HFE-7200| Misto Linear
J1190-045 | A/C Fabric AW 1101 | aluminum HD |010503-3| 14.5mg |HFE-7200| Misto Linear
J1190-062 | A/C Fabric AW 1101 [Polycarbonatel HD [010503-3| 2.61 mg None - Linear
J1190-063 | A/C Fabric AW 1101 [Polycarbonate| HD |010503-3| 2.61 mg |HFE-7200| Misto Linear
J1190-072 | A/C Fabric AW 1101 | Polyethylene | HD |010503-3| 2.61 mg None - Linear
J1190-073 | A/C Fabric AW 1101 | Polyethylene | HD |010503-3| 2.61 mg |HFE-7200 - Linear
J1190-074 r':ggjerfggsfr; Polycarbonate| HD [010503-3| 2.61mg | None s G
J1190-075 | None-Surface 1o o iene | HD [010503-3| 2.61mg | None . Hane

recovery control Control
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TestiD | ' e | Solvent [ :

(&8No.of | _ Test | | Agent | Agent s

J1190-096 | 3M Scotch Brite 2021 Polycarbonate| none [010503-3| scratch test Bowdar manual Rotary
J1190-097 | 3M Scotch Brite 2021 [Polycarbonate( none [010503-3|scratch test p:\)ﬁ&%r manual Rotary
J1190-098 | 3M Scotch Brite 2021 [Polycarbonatel none [010503-3{ scratch test| None - Rotary
J1190-100 | 3 Scotch Brite 2021 | Polyethylene | HD [010503-3 261mg | puzoo | manual |  Rotary
J1190-101 | 3M Scotch Brite 2021 | Polyethylene | HD [010503-3] 2.61 mg P?)Av?/doer manual Rotary
J1190-102 | 3M Scotch Brite 2021 | Polyethylene | HD [010503-3{ 2.61 mg None - Rotary
J1190-103 | 3M Scotch Brite 2021 [Polycarbonatel HD [010503-3| 2.61 mg None - Rotary
J1190-104 | 3M Scotch Brite 2021 [Polycarbonatel HD [010503-3| 2.61 mg p"gigzr manual Rotary
J1190-105 | 3M Scotch Brite 2021 [Polycarbonatel HD [010503-3| 2.61mg P?)Av?/doer manual Rotary
J1190-108 | 3M Scotch Brite 2021 Mirror none [010503-3|scratch test| None - Rotary
J1190-109 | 3M Scotch Brite 2021 Mirror none |010503-3| scratch test Phgigzr manual Rotary
J1190-110 | 3M Scotch Brite 2021 Mirror none [010503-3| scratch test P:\)/Edoer manual Rotary
J1190-111 | A/C Fabric AW 1101 |Polycarbonate{ none [010503-3|scratch test| None - Rotary
J1190-112 | A/C Fabric AW 1101 | Polyethylene | none [010503-3|scratch test| None - Rotary
J1190-113 | A/C Fabric AW 1101 Mirror none |010503-3|scratch test] None - Rotary
J1190-114 | 3M Scotch Brite 2021 | aluminum | HD |010503-3| 1.45mg p"gi?jzr manual Rotary
J1190-115 | A/C Fabric AW 1101 aluminum HD |[010503-3| 1.45mg Pzﬁm%doer manual Rotary
J1190-116 | A/C Fabric AW 1101 | aluminum HD |[010503-3| 1.45mg P%&r?jir manual Rotary
J1190-117 | 3M Scotch Brite 2021 | aluminum HD |010503-3| 1.45mg P'c\)ﬁﬁdoer manual Rotary
J1190-118 | 3M Scotch Brite 2021 | aluminum HD |010503-3] 1.45mg None - Rotary
J1190-124 | 3M Scotch Brite 2021 | CARC | HD [010503-3| 2.61mg p"gizzr manual Rotary
J1190-125 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61 mg P';A\Sdoer manual Rotary
J1190-126 | A/C Fabric AW 1101 | CARC | HD [010503:3| 261mg | pazoo | manual Rotary
J1190-127 | 3M Scotch Brite 2021 CARC HD |010503-3] 2.61 mg PZA\Ag/doer manual Rotary
J1190-128 | 3M Scotch Brite 2021 CARC HD [010503-3] 2.61 mg None - Rotary
J1190-129 | A/C Fabric AW 1101 CARC HD ]010503-3] 2.61mg None - Rotary
J1190-130 | A/C Fabric AW 1101 CARC HD |010503-3] 2.61mg |HFE-7200| Misto Rotary
J1190-131 | A/C Fabric AW 1101 CARC HD [010503-3| 2.61 mg [HFE-7200| Misto Rotary
J1190-132 | Chamois Cloth CARC | HD 010503-3| 2.61 mg p"é'i?jzr manual Rotary
J1190-133 | 3M Scotch Brite 2021 | Alkyd | HD [010503-3( 261mg | peoo | manual Rotary
J1190-134 | A/C Fabric AW 1101 Alkyd HD |010503-3] 2.61mg Pt\)ﬁsdoer manual Rotary
J1190-135 | AIC Fabric AW 1101 | Alkyd | HD [010503-3 261mg | pozoo | manual Rotary
J1190-136 | 3M Scotch Brite 2021 |  Alkyd | HD [010503-3] 2.61mg pm?er manual Rotary
J1190-137 | 3M Scotch Brite 2021 Alkyd HD }010503-3] 2.61 mg None - Rotary
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11190-138 | AIC Fabric AW 1101 | Alkyd | 010503-3| 261mg | None | - |  Rotary
J1190-139 | A/C Fabric AW 1101 Alkyd HD [010503-3| 2.61 mg |HFE-7200{ Misto Rotary
J1190-140 | A/C Fabric AW 1101 Alkyd HD |010503-3| 2.61mg |[HFE-7200| Misto Rotary
J1190-141 | Chamois Cloth Alkyd | HD[010503-3] 2.61mg P"c")fvzzr manual Rotary
K023-006 | A/C Fabric AW 1101 | aluminum |HD [010503-3] 1.45mg None - Rotary
K023-007 | A/C Fabric AW 1101 | aluminum | HD [010503-3| 1.45mg P"c")fvzzr manual Rotary
K023-008 | A/C Fabric AW 1101 | aluminum [ HD [010503-3| 1.45mg Pgﬁv%c?er manual Rotary
K023-009 | A/C Fabric AW 1101 | aluminum |HD |010503-3] 1.45mg |[HFE-7200( Misto Rotary
K023-010 | AJC Fabric AW 1101 | aluminum | HD [010503-3| 1.45mg None - Rotary
K023-011 | 3M Scotch Brite 2021 | aluminum | HD |010503-3| 1.45mg None - Rotary
K023-012 | 3M Scotch Brite 2021 | aluminum | HD [010503-3| 1.45 mg P“c")fvgzr manual Rotary
K023-013 | 3M Scotch Brite 2021 | aluminum |HD |010503-3] 1.45mg P’Zlv?/ciar manual Rotary
K023-014 | 3M Scotch Brite 2021 | aluminum |HD |010503-3] 1.45mg |HFE-7200} Misto Rotary
K023-015 | 3M Scotch Brite 2021 | aluminum | HD |010503-3| 1.45mg IPA Misto Rotary
K023-022 (2) | A/C Fabric AW 1101 CARC | HD |010503-3| 2.61mg None - Rotary
K023-023 (2) | A/C Fabric AW 1101 CARC HD [010503-3| 2.61mg |[HFE-7200| Misto Rotary
K023-024 (2) | A/C Fabric AW 1101 CARC | HD [010503-3| 2.61mg IPA Misto Rotary
K023-025 (2)| A/C Fabric AW 1101 | CARC | HD [010503-3| 2.61 mg P"c’)‘fvzgr manual Rotary
K023-026 (2)| A/C Fabric AW 1101 | CARC | HD [010503-3| 2.61 mg P’c‘)"ﬁ(?er manual Rotary
K023-027 (2)| A/C Fabric AW 1101 Alkyd HD [010503-3| 2.61 mg None - Rotary
K023-028 (2)| A/C Fabric AW 1101 Alkyd HD [010503-3f 2.61mg |HFE-7200( Misto Rotary
K023-029 (2)| A/C Fabric AW 1101 Alkyd HD [010503-3| 2.61 mg IPA Misto Rotary
K023-030 (2)| A/C Fabric AW 1101 | Alkyd | HD |010503-3| 2.61 mg P"c")fvzzr manual Rotary
K023-031 (2) | A/C Fabric AW 1101 Alkyd HD [010503-3| 2.61 mg P’Zlv%doer manual Rotary
K023-032 (2) | 3M Scotch Brite 2021 CARC HD [010503-3| 2.61 mg None - Rotary
K023-033 (2)[ 3M Scotch Bnte 2021 | CARC | HD {010503-3| 2.61mg |HFE-7200( Misto Rotary
K023-034 (2) | 3M Scotch Brite 2021 CARC HD {010503-3| 2.61 mg IPA Misto Rotary
K023-035 (2) | 3M Scotch Brite 2021 | CARC | HD [010503-3| 2.61 mg P"c")fvzzr manual Rotary
K023-036 (2) | 3M Scotch Brite 2021 CARC HD 1010503-3| 2.61 mg P’c\fvgdoer manual Rotary
K023-037 (2)| 3M Scotch Brite 2021 Alkyd HD [010503-3| 2.61 mg None - Rotary
K023-038 (2) | 3M Scotch Brite 2021 Alkyd HD |010503-3| 2.61 mg |HFE-7200| Misto Rotary
K023-039 (2) | 3M Scotch Bnte 2021 Alkyd HD {010503-3| 2.61 mg IPA Misto Rotary
K023-040 (2) | 3M Scotch Brite 2021 Alkyd HD [010503-3| 2.61 mg P’\gfvzzr manual Rotary
K023-041 (2)| 3M Scotch Brite 2021 | Alkyd | HD [010503-3| 2.61mg P?ﬁger manual Rotary
K023-056 (2)| A/C Fabnc AW 1101 | Nylon Web | HD [010503-3| 1.45mg None - Rotary
K023-057 (2){ A/C Fabric AW 1101 | Nylon Web | HD [010503-3| 1.45mg |HFE-7200| Misto Rotary
K023-058 (2)| A/C Fabric AW 1101 | Nylon Web | HD |010503-3| 1.45 mg IPA Misto Rotary
K023-059 (2)| A/C Fabric AW 1101 | Nylon Web | HD [010503-3| 1.45mg P"c")fvzzr manual Rotary
K023-060 (2) | A/C Fabric AW 1101 | Nylon Web | HD |[010503-3| 1.45 mg P’Zlv%c?er manual Rotary
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K023-662 (2)| A/C Fabric AW 1101 | aluminum . 0206054 ‘

K023-063 (2)| A/C Fabric AW 1101 | aluminum | VX (0206054 1.45mg |HFE-7200| Misto Rotary
K023-064 (2)| A/C Fabric AW 1101 | aluminum | VX |020605-4| 1.45mg IPA Misto Rotary
K023-065 (2)| A/C Fabric AW 1101 | aluminum [ VX (0206054 1.45mg Phg\?vazr manual Rotary
K023-066 (2) | A/C Fabric AW 1101 | aluminum | VX |020605-4| 1.45mg P:\)Av%((!)er manual Rotary
K023-068 (2)| A/C Fabnc AW 1101 | Nylon Web [ VX (0206054 1.45mg None - Rotary
K023-069 (2)| A/C Fabric AW 1101 | Nylon Web | VX [020605-4| 1.45mg |HFE-7200| Misto Rotary
K023-070 (2) | A/C Fabnc AW 1101 | Nylon Web [ VX (0206054 1.45mg IPA Misto Rotary
K023-071 (20| AIC Fabric AW 1101 | Nylon Web | VX [0206054| 1.45mg | pnc® | manual Rotary
K023-072 (2) | A/C Fabric AW 1101 | Nylon Web | VX [020605-4| 1.45mg | MO0 | manual Rotary
K023-074 (2)| A/C Fabric AW 1101 CARC VX |020605-4| 2.60 mg None - Rotary
K023-075 (2)| A/C Fabric AW 1101 CARC | VX |0206054| 2.60mg |HFE-7200| Misto Rotary
K023-076 (2) | A/C Fabric AW 1101 CARC VX |020605-4| 2.60 mg IPA Misto Rotary
K023-077 (2)| A/C Fabric AW 1101 | CARC | vx |020605-4| 2.60mg P"(’)'fvgzr manual Rotary
K023-078 (2)| A/C Fabric AW 1101 | CARC | VX [020605-4| 2.60 mg P:‘)"Vg(?er manual Rotary
K023-080 (2)| A/C Fabric AW 1101 Alkyd VX |020605-4| 2.60 mg None - Rotary
K023-081 (2)| A/C Fabric AW 1101 Alkyd VX 1020605-4| 2.60mg |HFE-7200{ Misto Rotary
K023-082 (2)| A/C Fabric AW 1101 | Alkyd | VX [020605-4| 2.60 mg IPA Misto Rotary
K023-083 (2)| A/C Fabric AW 1101 |  Alkyd | VX |020605-4| 2.60mg P"giggr manual Rotary
K023-084 (2)| A/C Fabric AW 1101 |  Alkyd | VX |020605-4| 2.60 mg P’(‘)"V%Ser manual Rotary
K023-086 (2) | V/C Fabrzicpf;"’ 1101 -1 siuminum | v [020605-4| 1.45mg | None . Rotary
K023-088 (2)| A/C Fabric AW 1101 | aluminum [TGD|011003-1] 1.45mg None - Rotary
K023-089 (2)| A/C Fabric AW 1101 | aluminum [TGD{011003-1| 1.45mg |HFE-7200{ Misto Rotary
K023-090 (2)| A/C Fabric AW 1101 | aluminum [TGD[011003-1| 1.45mg 1PA Misto Rotary
K023-091 (2)| A/C Fabric AW 1101 | aluminum [TGD{011003-1| 1.45 mg P"gfvgzr manual Rotary
K023-092 (2)| A/C Fabric AW 1101 | aluminum [TGD[011003-1| 1.45mg Pzﬂvgir manual Rotary
K023-093 (2)| VC Fabgcp’l*yw 101 -1 Sjuminum (TGD|011003-1| 145mg | None : Rotary
K023-095 (2)| A/C Fabric AW 1101 | Nylon Web [TGD|011003-1| 1.45 mg None - Rotary
K023-096 (2) | A/C Fabric AW 1101 | Nylon Web [TGD[011003-1] 1.45mg [HFE-7200| Misto Rotary
K023-097 (2)| A/C Fabric AW 1101 | Nylon Web [TGD}011003-1| 1.45mg IPA Misto Rotary
K023-098 (2)| A/C Fabric AW 1101 | Nylon Web [TGD[011003-1| 1.45mg Phg\;?ngr manual Rotary
K023-099 (2)| A/C Fabnc AW 1101 | Nylon Web [TGD|011003-1] 1.45mg Pzﬂv?/c(j)er manual Rotary
K023-101 (2)| A/C Fabric AW 1101 CARC [TGD|011003-1| 2.60mg None - Rotary
K023-102 (2)| A/C Fabric AW 1101 CARC [TGD|011003-1| 2.60mg |HFE-7200{ Misto Rotary
K023-103 (2)| A/C Fabric AW 1101 | CARC [TGD|011003-1| 2.60 mg IPA Misto Rotary
K023-104 (2) | A/C Fabric AW 1101 | CARC  [TGD|011003-1| 260mg | gaago, | manual Rotary
K023-105 (2)| A/C Fabric AW 1101 | CARC  [TGD[011003-1| 2.60 mg P’(‘)"V?K?er manual Rotary
K023-107 (2)| A/C Fabric AW 1101 Alkyd [TGD|011003-1| 2.60 mg None - Rotary
K023-108 (2)| A/C Fabric AW 1101 Alkyd [TGD[011003-1] 2.60 mg [HFE-7200| Misto Rotary
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K023-109 (2)| A/C Fabric AW 1101 | Alkyd [TGD|011003-1] 2.60mg | IPA | Misto Retary
K023-110 (2)| AIC Fabric AW 1101 | Alkyd  [TGD011003-1| 2.60mg | poooe | manual Rotary
K023-111 (2)| A/C Fabric AW 1101 Alkyd  [TGD|011003-1| 2.60 mg P'rrv%é)er manual Rotary

Table 14. Addmonal comprchcmlvc list of wipe tests and test parameters.

J906 008a -C n - . 0 . - . Dry ” - I. None Sovent Extratio 10 mL IPA GC-FD 25 ‘ 2
J906-008d-f - - - Wet - - | None [Solvent Extraction10 mL IPA|GC-FPD| 25 22
J906-014a-c - - - Dry - - None [Solvent Extraction|10 mL IPA|GC-FPD| 27 33
J906-014d-f - - - Wet - - | None [Solvent Extraction10 mL IPA|GC-FPD| 27 33
J906-026a-c - - - Dry - - None [Solvent Extraction(10 mL IPA[{GC-FPD| 26 28
J906-026d-f - - - Wet - - | None [Solvent Extraction10 mL IPA{GC-FPD| 26 28
J906-030a-c - - - Dry - - | None [Solvent Extractionf10 mL IPA|GC-FPD| 25 53
J906-030d-f - - - Wet - - None [Solvent Extractionf10 mL IPA{GC-FPD| 25 53
J906-034a-c - - - Dry - - | None [Solvent Extractionf10 mL IPA[{GC-FPD| 26 64
J906-034d-f - - - Wet - - | None [Solvent Extraction/10 mL IPA|GC-FPD| 26 64
J906-038a-c - - - Dry - - | None [Solvent Extraction(10 mL IPA|GC-FPD| 27 60
J906-038d-f - - - Wet | - - | None [Solvent Extraction10 mL IPA|GC-FPD| 27 60
J906-042a-c - - - Dry - - None [Solvent Extraction10 mL IPA|{GC-FPD| 26 60
J906-042d-f - - - Wet | - - | None [Solvent Extraction|10 mL IPA|GC-FPD| 26 60
J906-046a-c - - - Dry - - | None [Solvent Extraction10 mL IPA|GC-FPD| 30 47
J906-046d-f - - - Wet - - | None [Solvent Extraction10 mL IPA|GC-FPD| 30 47
J906-050a-c - - - Dry - - | None [Solvent Extractionj10 mL IPA|GC-FPD| 28 48
J906-050d-f - - - Wet - - | None Solvent Extractionf10 mL IPA|GC-FPD| 28 48
J906-054a-c - - - Pre-wef| - - | None [Solvent Extraction10 mL IPA|GC-FPD| 27 30
J906-059a-b - - - Pre-wet| - - | None [Solvent Extraction10 mL IPA|GC-FPD| 27 59
J906-059d-f - - - Pre-wet| - - | None [Solvent Extraction10 mL IPA|GC-FPD| 27 59
J906-070a-c - - - Dry - - None [Solvent Extraction10 mL IPA|GC-FPD| 30 32
J906-070d-f - - - Wet - - | None [Solvent Extraction10 mL IPA|GC-FPD| 30 32
J906-078a-c - - - Pre-wet| - - | None [Solvent Extraction10 mL IPA|GC-FPD| 26 52
J906-078d-f - - - Pre-wet| - - | None [Solvent Extraction10 mL IPA|GC-FPD| 26 52
J906-085a | 350g | G330 1 Dry - - | None DAAMS - - 23 51
J906-085b | 350g | G330 1 Wet | - - | None DAAMS - - 23 53
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Table 14. Additional comprchensive list of wipe tests and test parameters (continued).
L O O L o R |
J906-090a | 350g | G330 | 1 by | - | - -
J906-090b | 350¢g G330 1 Wet - - | None DAAMS - - 23 53
J906-094a | 3509 | G330 | 1 Oy | - | - | None | MiNICAMS : B 23 | 58
J906-094b | 3509 | G330 | 1 | wet | - | - | Nore | MINICAMS : : 23 | 58
J906-100a | 3509 | G330 | 1 Dy |Dry| - | Nome | MINICAMS . . 23 | 59
J906-100b | 3509 | G330 [ 1 | Wet [Dry| - | Nore | MINICAMS : B 23 | 59
J906-104 (3)| 3509 | G330 | 3 | wet |Dry| - | Nome | MINICAMS - , 2 |60
906-106 (3)| 3509 | G330 | 3 | wet |ory| - [ Nome | MiNICAMS . : 2 | 56
J906-110(3)| 3509 | G330 | 3 | wet |Dry| - | Nome | MiNICAMS B : 2 | 55
J906-112(3)| 350g | G330 | 3 | Wet |Dry| - | Nome | MINICAMS : . 2 |66
J906-130 | 350 | G330 | 3 | Wet |Dry| - | Nome | ACAMS : - 23 | 58
J906-134 (2)] 35049 G330 3 Wet |Dry| - | None ACAMS - - - -
906138 (3)| 3509 | G330 | 3 | wet [pry| - [ Nome |  AcAms - - 2 | 54
J906-142 (3)| 3509 | G330 | 3 | Wet |Dry| - | Nome | ACAMS : . 2 |87
J973-008 (3)| 3509 | G330 | 3 | wet |Dry| - | Nore | MiNICAMS : - 23 | 28
0973012 (3)| 3509 [ G330 | 2 | wet [Dry| - | Nore | MiNICAMS : : 24 | 26
J973-014 (3)] 11009 | G330 | 2 | Wet |Dry| - | None | MINICAMS g : 21 |33
J973-016 (3)| 11009 | G330 | 2 | wet |Dry| - [ None | MINICAMS : - 2 |47
973-022(3)| 11009 | G330 | 3 | wet [Dry| - [ Nome [ MINICAMS - . 21 | 33
973026 (3)] 3509 | G300 | 3 | Wet |Dry| - | Nome | MINICAMS - : 2 |20
J973-030 (3)1 350g | G330 3 Wet |Dry| - | None MINICAMS - - 21 38
J973-046 (3)| 3509 | G330 | 3 | Wet [Dry| - | None | DAAMSH s : 21 | 62
J973-048 (3)| 350g | G330 3 Wet |Dry| - | None DAAMS1 - - 21 49
J973-050(3)| 3509 | G330 | 3 | wet |Dry| - | None | DAAMSH - 5 21 | 39
4973-052 (3)] 3509 | G330 | 3 | Wet |Dry| - | None | MINICAMS . : 2 |30
973054 (3)| 3509 | G330 | 3 | Wet |Dry| - | None | MINICAMS : : 2 | @i
J973-056 (3)] 3509 | G330 | 3 | Wet |Dry| - | Nome [ MiNICAMS : . 23 | 26
4973058 (3)| 3509 | G330 | 3 | wet [Wet|Dry| None | MINICAMS s ; 21 | 65
973060 (3)| 3509 | G330 | 3 | wet |Wet|Dry| None | MINICAMS E ; 21 | 68
J973-062 (3)| 3509 | G330 | 3 | wet |wet|Dry| None | MINICAMS : . 2 | 2
J973-066 (3)] 3509 | G330 | 3 | Wet |Wet|Dry| None | MINICAMS : : 23 | 22
973070 (3)| 3509 | G330 | 3 | wet |ory| - | None | MiNICAMS . . 21 | 23
4973074 (3)| 3509 | G330 | 3 | Wet |Dry| - | None | MINICAMS : : 23 | 22
973078 (3)] 3509 | G330 | 3 | Wet |Dry| - | None | MINICAMS : : 21 | 27
973082 (3)| 3509 | G330 | 3 | wet [Dry| - [ None | MINICAMS - - 21 | 48
4973088 (3)| 350g | G330 | 3 | wet [Dry| - | None C°\‘/’§’i‘;2;"_"SCEAM 25’|5|’,OA"‘L GC-FPD| 21 | 33
J973-096 (3)| 3509 | G330 | 3 | wet [Dry| - | None Co\l/J\Zgz-sMsCEAM 2B L | oERD) 22 | 21
4973-104(3)| 3509 | G330 | 3 | wet |Dry| - | None C°\‘;\5’ig’;;“_"SCEAM 25’5’,3\“ Ge-FPD| 22 | 19
Jo73-114 | 6319 | G240 | 1 | Wet [ - | - [None | JONeM losmiipalocFPD| 21 | st
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J973-116 Wet None Solvent 1,5 11 IPAlGC-FPD
Extraction
Solvent
J973-118 | 6319 | G240 Wet None . 25mL IPA|GC-FPD| 21 | 57
Extraction
Solvent
J973-120 | 6319 | G240 Dry None Extraction |25 MLIPAIGC-FPD| 20 | 27
J973-122 | 6319 | G240 Dry None =olusnt 25 mL IPA|GC-FPD| 20 | 27
Extraction
J973-124 | 6319 | G240 Dry None Solvent — or L IPAlGC-FPD| 20 | 27
Extraction
Solvent
J973-126 | 6319 | G240 Wet None Extracton |25 MLIPA|GC-FPD| 21 | 60
J973-128 | 6319 | G240 Wet None Solvent 1,5 1 iPAlGC-FPD| 21 | 60
Extraction
J973-130 | 631g | G240 Wet None Solvent 25 mL IPA|GC-FPD| 21 | 60
Extraction
J973-132 | 6319 | G240 Dry None elep! 25 mL IPA{GC-FPD| 21 | 60
Extraction
J973-134 | 6319 | G240 Dry None Solvent 15 i Ipalce-FPD| 21 | 60
Extraction
J973-136 | 6319 | G240 Dry None Selvan 25mL IPA|GC-FPD| 21 | 60
Extraction
Solvent
J973-140 | 6319 | GO Dry None Extacton |25 MLIPAIGCFPD| 22 | 51
J973-142 | 6319 | GO Dry None el 25mL IPA|GC-FPD| 22 | 51
Extraction
Solvent
J973-144 | 631g | GO Dry None Extioction |25 ML IPA|GC-FPD| 22 | 51
J973-146 | 6319 | G240 Dry None DAAMS 1 s GC-FID| 21 | 49
J973-148 | 6319 | GO Wet None Es°"’e'.“ 25mL IPA|GC-FPD| 21 | 49
xtraction
J973-150 | 6319 | GO Wet None Sl 25 mL IPA|GC-FPD| 21 | 49
Extraction
Solvent
J973-152 | 6319 GO Wet None Extraction 25 mL IPAIGC-FPD| 21 49
J973-156 | 631g | G240 Wet None DAAMS 1 g GC-FID| 21 | 50
HFE- Solvent
J1073-004 | 6319 | GO Dry Fosl Extraction |25 ML IPA|GC-FPD| 22 | 67
HFE- Solvent
J1073-006 | 6319 | GO Dry b Extadtion |25 MLIPAIGCFPD| 22 | 67
HFE- Solvent
J1073-008 | 6319 | GO Dry o Extraction |25 ML IPAIGC-FPD| 22 | 67
Solvent
J1073-014 | 6319 | G240 Wet None Extraction |25 MLIPA|GC-FPD| 22 | 66
Solvent
J1073-016 | 631g | G240 Wet None Extoction |25 MLIPA|GC-FPD| 22 | 66
J1073-018 | 6319 | G240 Wet None Es°"’ef“ 25mL IPA|GC-FPD| 22 | 66
xtraction
J1073-022 | 6319 | GO Dry None DAAMS 1 . GC-FID| 21 | 52
J1073-026 | 631g | GO Dry None | DAAMS1-283: |o5 1 ipalceFiD| 21 | 38
Solvext-1
J1073028 | 6319 | GO Wet None | PAAMST-283: 155 ) ipalGeFiD| 21 | 36
Solvext-1
Solvent
J1073-032 | 6319 GO Dry None Exiraetion 25 mL IPAIGC-FPD| 21 58
J1073034 | 6319 | GO Wet None ES°"’ef“ 25 mL IPA|GC-FPD| 21 | 58
xtraction
Solvent
J1073-038 | 6319 | GO Dry None Extraction |25 ML IPAIGC-FPD| 21 | 32
J1073-040 | 6319 | GO Wel None S 25mL IPA|GC-FPD| 21 | 32
E xtraction
Solvent
J1073-042 | 6319 | G240 Dry None Extraction |25 ML IPAIGC-FPD| 21 | 36
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Table 14. Additional comprehensive list of wipe tests and test parameters (continued).

Testip | | Number]| | [ [Placed| S TR
(& No. of |Mandrel|Wiping| of | Wipe WipeWipe On | € ety
Replic: Welght Programiiterationsy 1 | 2 | 3 |Coupon C Solver . s :
Solvent
J1073-044 | 631g | G240 4 Dry | - | - | None Exiaction |25 MLIPA|GC-FPD| 21 | 36
Solvent
J1073-046 | 631g | G240 4 Dry | - | - | None Extraction |25 ML IPAIGC-FPD| 21 | 36
J1073-048 [ 6319 | G180 1 Wet | - | - | None Solvent o5 1 IPAlGCFPD| 21 | 36
Extraction
Solvent
J1073-050 | 631g | G180 1 Dry | - | - | None Extraction |25 MLIPAIGC-FPD| 21 | 36
Solvent
J1073-054 | 631g | G180 1 Dy | - | - | None Extacton |25 ML IPAIGC-FPD| 22 | 58
Solvent
J1073-056 | 631g | G180 1 Wet | - | - | None Extaction  |25MLIPAIGC-FPD| 22 | 58
J1073-058 | 6319 | G180 1 Dry | - | - | None Solvent o5 ) ipAlGeFPD| 22 | 58
Extraction
J1073-060 | 631g | G180 1 Wet | - | - | None ES°"’e’.“ 25mL IPA|GC-FPD| 22 | 58
xtraction
Solvent
J1073-064 | 6319 | G180 1 Wet | - | - [ None Extraction |25 MLIPA/GC-FPD| 24 | 69
Solvent
J1073-066 | 631g | G180 1 Wet | - | - [ None Extaction |25 MLIPAIGCFPD| 24 | 69
J1073-068 | 6319 | G180 1 Wet [ - | - | None Solvent o5 ) 1palGCFPD| 24 | 65
Extraction
Solvent
J1073-070 | 6319 | G180 1 Wet | - | - | None Extraction |25 ML IPAIGC-FPD| 24 | 65
J1073-074 | 6319 | G180 1 Wet | - | - | None Solvent o5 ) ipAlGC-FPD| 24 | 68
Extraction
Solvent
J1073-076 | 631g | G180 1 Wet | - | - | None Extaction |25 ML IPA|JGC-FPD| 27 | 68
J1073078 | 631g | G180 1 Wet | - | - | None Solvent o5 1 IPAlGC-FPD| 24 | 68
Extraction
Solvent
J1073-080 | 631g | G180 1 Wet | - | - | None Extraction |25 MLIPA|GC-FPD| 25 | 68
J1073-084 | 350g | G330 1 Wet | - | - | None DAAMS 1 - GC-FID| 25 | 65
J1073-086 | 350g | G330 1 Dry | - | - | None DAAMS 1 - GC-FID| 25 | 66
J1073-088 | 350g | G330 3 Wet |Dry| - | None DAAMS!1 = GC-FID| 24 | 62
J1073-090 | 350g | G330 3 Wet [ - | - [ None | MINICAMS - |ccFPD| 20 | 34
J1073-092 | 350g | G330 3 Wet | - | - | None | MINICAMS - |ccFpD| 22 | 35
Solvent
J1073-096 | 350g | G330 3 wet | - | - | None Extraction |50 ML IPA|GC-FPD| 22 | 35
Solvent
J1073-098 | 3509 | G330 3 Wet | - | - | None Extvocton |0 mLIPA|GCFPDI 22 | 35
Solvent
J1073-100 | 350g | G330 3 Wet | - [ - | None Extroction |0 MLIPAIGC-FPD| 22 | 35
J1073-102 | 350g | G330 3 Wet | - | - | None Solvent 155 11 palGe-FPD| 22 | 35
Extraction
J1073-104 | 3509 | G330 3 Wet | - | - | None Es°"’ef“ 25mL IPA|GC-FPD| 22 | 35
xtraction
Solvent
J1073-108 | 3509 | G330 3 Wet | - | - | None Extraction |20 M IPAJGC-FPD| 21 .
J1073-110 | 3509 | G330 3 Wet [ - | - | None | MINICAMS - |ccFPD| 22 | -
J1073-114 | 350g | G330 3 Wet | - | - | None | MINICAMS - |cc-FPD| 22 | -
J1073120 | 350g | G330 | 3 | wet | - | - ’7";56 DAAMS2 - |ecrp| 22 | -
J1073-122 | 3509 | G330 3 Wet | - | - | None DAAMS?2 . GCFID| 22 | -
J1073-124 | 350g | G330 3 Dry | - | - ’;;OE(; DAAMS2 = GC-FID| 22 2
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Table 14 Addmonal comrehensnvc llst ofvwe lcsts and test aramctcrs (contmucd)

J1073-126 | 3509 | G330 3 None | DAAMS2 3 GGFIp | 22 5
J1190-004 | 3509 | G330 3 Oy | - . None | DAAMS2 - GC-FID| 24 =
J1190-005 | 350g | G330 3 Wet | - . None | DAAMS2 . GC-FID| 24 .
J1190-010 | 350g | G330 3 Oy | - . None | DAAMS2 z GC-FID| 23 -
J1190-011 | 3509 | G330 3 Wet | - . None | DAAMS2 . GC-FID| 23 .
J1190-016 | 631g | G240 1 Dry | - d None | DAAMS2 . GC-FID| 22 .
J1190-017 | 631g | G240 1 Wet | - s None | DAAMS2 2 GC-FID| 22 .
J1190-022 | 631g | G240 1 Oy | - - |HFE-7200| DAAMS2 : GC-FID| 24 >
J1190-023 | 631g | G240 1 Wet | - - |HFE-7200| DAAMS2 - GC-FID| 24 =
J1190-026 | 631g | G240 1 Oy | - = None | DAAMS2 < GC-FID| 22 3
J1190-027 | 6319 | G240 1 Wet | - 4 None | DAAMS2 . GCFID| 22 .
J1190-030 | 631g | G240 1 wet | - . None | DAAMS2 . GC-FID| 24 -
J1190-031 | 631g | G240 1 Oy | - . None | DAAMS2 . GCFID| 24 -
J1190-034 | 631g | G240 1 Wet | - - |HFE-7200| DAAMS2 - GCFID| 22 =
J1190-035 | 631g | G240 1 Oy | - - |HFE-7200| DAAMS2 ‘ GC-FID| 22 -
J1190-038 | 6319 | G240 1 Dy | - 2 None | DAAMS2 s GGFD| 22 -
J1190-039 | 631g | G240 1 Wet | - i None | DAAMS2 - GC-FID| 22 .
Solvent
J1190-042 | 631g | G180 1 wet | - : None | >CV&T 125 mL IPA|GC-FPD| 23 .
J1190-043 | 631g | G180 1 Wet | - - None | SoMent o5 i 1PA|GC-FPD| 23 =
Extraction
Solvent
J1190-044 | 631g | G180 1 Wet | - : None | oo o [25mLIPA|GC-FPD| 23 .
J1190-045 | 631g | G180 1 wet | - : None | ooWeM o5 mi IPA|GC-FPD| 23 | -
xtraction
Solvent
J1190-062 | 6319 | G180 1 Dy | - . None | o Ovel 150 mLIPA|GC-FPD| 24 .
Solvent
J1190-063 | 631g | G180 1 wet | - 5 None | oo or 50 mLIPA(GC-FPD| 24 -
Solvent
J1190-072 | 6319 | G180 1 oy | - y None | o0 St |50 mLIPAIGC-FPD| 25 i
Solvent
J1190-073 | 6319 | G180 1 Wet | - = None | co~oh . 150 mLIPA|GC-FPD| 25 2
J1190-074 . . . . . . ; Solvent 5o L iPA{Ge-FPD| 25 | -
Extraction
J1190-075 - - - - - - - Solvent |5 1pA|GC-FPD| 25 -
Extraction
J1190-006 | 3509 | G330 3 - . - M295 z : - = =
J1190-097 | 3509 | G330 3 i - N MgO - = : R =
J1190-098 | 3509 | G330 3 5 : < None - 2 2 3 .
Solvent
J1190-100 | 3509 | G330 3 i R - M295 " 150 mL IPA|GC-FPD| 22 | 40
Extraction
Solvent
J1190-101 | 3509 | G330 ] s ¢ = MO | rpacinr [OMLIPAIGC-FPD| 22 | 40
J1190-102 | 3509 | G330 3 Ory | - - None | SoMent 15q i ipAlGe-FPD| 22 | 40
Extraction
J1190-103 | 3509 | G330 3 ory | - ; None ES°"’e’.“ 50 mL IPA|GC-FPD| 22 | 40
xtraction
J1190-104 | 3509 | G330 3 ; | - | mees | SOV somiipalGeFPD| 22 | 40
xtraction
Solvent
J1190-105 | 3509 | G330 3 ’ 5 . MO | oo [FOmLIPAIGC-FPD| 22 | 40
J1190-108 3509 G330 3 Dry - - None - - - - -
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Table 14. Additional comprehensive list of wipe tests and test parameters (continued).

Test ID Number Placed Surface
(& No. of |Mandrel| Wiping of Wipe |Wipe|Wipe] On Sampling [Extraction Temp | RH
Replicates) | Weight | Program | iterations | 1 2 3 |Coupon| Method | Solvent |Analysis| C %
J1190-109 | 350g | G330 3 L - | - | m205 E . : g z
J1190-110 | 350g | G330 3 = - | - | mgo = = = 21 57
J1190-111 | 350g | G330 3 Dy | - | - | None i . - 21 57
J1190-112 | 350g | G330 3 Dry | - | - | None - § . 21 57
J1190-113 | 350g | G330 3 Dry | - | - | None & 2 2 21 57
J1190-114 | 3509 | G330 3 oy | - | - | M205 ES°'VeT“ 25mLIPA| Ge-FPD| 22 | 62
xtraction
Solvent
J1190-115 | 350g | G330 3 Dy | - | - | MIO | grvaction |[25MLIPA|GC-FPD| 22 62
Solvent
J1190-116 | 350g | G330 3 Dy | - | - | M295 | oo 0 [25mLIPA| GC-FPD| 22 62
Solvent
J1190-117 | 350g | G330 3 Dy | - | - | MgO | oot [25mLIPAIGCFPD| 22 62
Solvent
J1190-118 | 3509 | G330 3 Dy | - | - | None | o0 Son [25mLIPA|GC-FPD| 22 62
Solvent
J1190-124 | 350g | G330 3 Oy | - | - | M295 | oo, [50mLIPA| GC-FPD| 22 63
Solvent
J1190-125 | 350g | G330 3 Oy | - | - | MgO | oot [50mLIPA GC-FPD| 22 63
J1190-126 | 350g | G330 3 Dry | - | - | Mm205 ES°"’eT“ 50 mL IPA| GC-FPD | 22 63
xtraction
J1190-127 | 350g | G330 3 oy | - | - | Mgo ES°"’eT“ 50 mL IPA| GC-FPD| 22 | 63
xtraction
J1190-128 | 350¢g | G330 3 Ory | - | - | None ES°'VeT“ 50 mLIPA| GC-FPD| 22 | 63
xtraction
Solvent
J1190-129 | 350g | G330 3 Oy | - | - | Nome | cor oy [50mLIPA| GC-FPD | 22 63
J1190-130 | 3509 | G330 3 wet | - | - | None ES°"’eT“ 50 mLIPA| GC-FPD| 22 | 63
xtraction
J1190-131 | 3509 | G330 3 Wet | - | - | None ES°"’eT“ 50 mLIPA| GC-FPD| 22 | 63
xtraction
Solvent
J1190-132 | 350g | G330 3 Oy | - | - | M295 [ v, |50 mLIPAlGC-FPD| 22 63
J1190-133 | 350g | G330 3 ory | - | - | m2os | Sovent lgh ) ipa| coFPD| 22 63
Extraction
Solvent
J1190-134 | 350g | G330 3 Dy | - | - | MgO | govacton [50MLIPA| GC-FPD| 22 63
Solvent
J1190-135 | 350g | G330 3 Dy | - | - | M295 | s [50mLIPAlGC-FPD | 22 63
Solvent
J1190-136 | 350g | G330 3 Dy | - | = | MIO | grvaction |50MLIPA|GCFPD| 22 63
J1190-137 | 3509 | G330 3 Oy | - | - | None | ooV lsomiipal GC-FPD| 22 | 63
xtraction
Solvent
J1190-138 | 350g | G330 3 Dy | - | - | None | oo s |[50mLIPA| GCFPD | 22 63
Solvent
J1190-139 | 350g | G330 3 Wet | - | - | Nome | M |50 mLIPA| GC-FPD | 22 63
Solvent
J1190-140 | 350g | G330 3 Wet | - | - | None | 2 0 " (50 mLIPA| GC-FPD| 22 63
J1190-141 | 3509 | G330 3 Ory | - | - | m295 ES°'VeT“ 50 mLIPA| GC-FPD| 22 | 63
xtraction
Solvent
K023-006 | 3509 | G300 1 Oy | - | - | None | g oo o, [25mLIPAlGC-FPD| 23 55
Solvent
K023-007 | 350g | G300 1 Oy | - | - | M295 | o i [25mLIPA| GC-FPD| 23 55
Solvent
K023-008 | 350g | G300 1 Oy | - | - | MIO | liocion |[25MLIPAIGC-FPD| 23 55
K023-000 | 350g | G300 1 wet | - | - | None | SoMent s ipalGeFPD| 23 | 55
Extraction
Solvent
K023-010 | 350g | G300 1 Dy | - | - | Nome | g 0 [25mLIPA| GCFPD| 23 55
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Table 14. Additional comprehensive list of wipe tests and test parameters (continued).

Test ID Number Surfacel
(& No. of |Mandrei| Wiping | of Wipe |[Wipe|Wipe| On Sampling | Extraction Temp | RH
Repiicates) | Weight |Program jteration 1 2 3 | Coupon Method Solvent | Analysis C %
Solvent
K023-011 350¢g G300 1 Dry - - None Extraction 25 mL IPA | GC-FPD 23 55
Solvent
K023-012 3509 G300 1 Dry - - M295 Extraction 25 mL IPA | GC-FPD 23 55
Solvent
K023-013 | 350g | G300 1 Dry . . MO | o on | 25MLIPA | GC-FPD | 23 | 55
Solvent
K023-014 350 g G300 1 Wet - - None = AN 25 mL IPA | GC-FPD 23 55
K023-015 | 3509 | G300 1 Wet | - - | None ES°"’eT“ 25mLIPA | GC-FPD | 23 | 55
xtraction
Solvent
K023-022(2)| 3509 G300 1 Dry - - None Exiraction 50 mL IPA | GC-FPD 23 53
Solvent
K023-023 (2) | 350¢ G300 1 Wet - - None Extiaction 50 mL IPA | GC-FPD 23 51
Solvent
K023-024 (2) | 350g G300 1 Wet - - None Extraction 50 mL IPA | GC-FPD 23 51
Solvent
K023-025 (2)| 350g | G300 1 Dry - . M205 | o0 o |SOMLIPA | GC-FPD | 23 | 51
Solvent
K023-026 (2) | 350¢g G300 1 Dry - - MgO v 50 mL IPA | GC-FPD 23 51
Solvent
K023-027 (2)| 350g | G300 1 Dry . . None | o tion |S0MLIPA | GCFPD | 23 | 51
Solvent
K023-028 (2) | 350¢g G300 1 Wet - - None Ediatlion 50 mL IPA | GC-FPD 23 3
Solvent
K023-029 (2) | 350¢g G300 1 Wet - - None Extraction 50 mL IPA | GC-FPD 23 3!
Solvent
K023-030 (2) | 350g | G300 1 Dry = 2 M295 Extraction | S0 MLIPA | GCFPD | 23 | 51
Solvent
K023-031(2)| 350g | G300 1 Dry . . MgO Extraction | 50 MLIPA | GC-FPD | 23 | 51
Solvent
K023-032(2)| 350g | G300 1 Dry . - None Extraction | 50MLIPA | GC-FPD | 24 | 52
K023-033 (2)| 350g | G300 1 Wet | - - | None ES°"’ef“ 50mLIPA | GC-FPD | 24 | 52
xtraction
K023-034 2)| 3509 | G300 1 Wet | - | - | None ES°"’eT“ 50mLIPA | GC-FPD | 24 | 52
xtraction
Solvent
K023-035(2) | 350¢ G300 1 Dry - - M295 Extraction 50 mL IPA | GC-FPD 24 52
Solvent
K023-036 (2) | 350g | G300 1 Dry g - MgO | grraction | 50 MLIPA | GC-FPD | 24 | 52
K023-037 (2)| 3509 | G300 1 Oy | - | - | Nome | SOV | somiipa|GCFPD | 24 | 52
xtraction
Solvent
K023-038 (2) | 350¢g G300 1 Wet - - None Extraniion 50 mL IPA | GC-FPD 24 52
K023-039 (2)| 3509 | G300 1 Wet | - - | None ES°"’ef“ 50mLIPA | GCFPD | 24 | 52
xtraction
Solvent
K023-040 {2) | 350¢ G300 1 Dry - - M295 Extraction 50 mL IPA | GC-FPD 24 52
Solvent
K023-041(2)| 350g | G300 1 Dry - - MgO | oraction | SOMLIPA | GC-FPD | 24 | 52
Solvent
K023-056 (2) | 350¢g G300 1 Dry - - None Extraction 25 mL IPA | GC-FPD 23 61
Solvent
K023-057 (2) | 350¢g G300 1 Wet - - None Exttaction 25 mL IPA | GC-FPD 28 61
Solvent
K023-058 (2)| 350g | G300 1 Wet . = None | o ion |25MLIPA|GCFPD | 23 | 61
Solvent
K023-059(2) | 350¢g G300 1 Dry - - M295 Extradtion 25 mLIPA | GC-FPD 23 61
Solvent
K023-060(2) | 350g G300 1 Dry - - MgO Extraction 25 mL IPA | GC-FPD 24 59
Solvent
K023-062(2)| 3509 G300 1 Dry - - None Extraction 25 mL IPA | GC-FPD 23 61
K023-063 (2)| 350g | G300 1 Wet | - | - | None Eff"’ef“ 25mLIPA | GC-FPD | 23 | 61
raction
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Table 14. Additional comprehensive list of wipe tests and test parameters (continued).

Test ID Number Placed [Surface]

(& No. of |Mandrel| Wiping of Wipe | Wipe | Wipe On Sampling [Extraction Temp | RH
Replicates)| Weight | Program | iterations | 1 2 3 | Coupon | Method | Solvent | Analysis | C %
K023-064 Solvent

) 35049 G300 1 Wet - - None Exiaction 25 mL IPA| GC-FPD 23 61
K023-065 Solvent

2) 3509 G300 1 Dry - - M295 Exiraction 25 mL IPA| GC-FPD 23 61
K023-066 Solvent

) 350g | G300 1 Dry | - 2 MgO | o tion [25 MLIPA| GC-FPD | 23 61
K023-068 Solvent

) 350g | G300 1 Dry | - s None | gl ction [25MLIPA| GC-FPD | 23 59
ROZE968- ey | 15300 1 wet | - | - | None | SoMent losmiipAl GeFPD | 23 | 59

(2) Extraction
K023-070 Solvent

2) 35049 G300 1 Wet - - None Extrastion 25 mL IPA| GC-FPD 23 59
K023-071 Solvent

(20 350¢g G300 1 Dry - - M295 E e 25 mL IPA| GC-FPD 23 59
K023-072 Solvent

2) 3509 G300 1 Dry - - MgO Edradicn 25 mL IPA| GC-FPD 23 59
K023-074 Solvent

2) 35049 G300 1 Dry - - None Estoachioh 50 mL IPA| GC-FPD 22 62
K023-075 Solvent

2) 3509 G300 1 Wet - - None £ araciln 50 mL IPA| GC-FPD 22 62
K023-076 Solvent

2) 3509 G300 1 Wet - - None Eliasion 50 mL IPA| GC-FPD 22 62
K023-077 Solvent

) 35049 G300 1 Dry - - M295 Exttaciion 50 mL IPA| GC-FPD 22 62
K023-078 Solvent

2) 3509 G300 1 Dry - - MgO B netiat 50 mL IPA| GC-FPD 22 62
K023-080 Solvent

) 3509 G300 3 Dry - - None Eteastinh 50 mL IPA| GC-FPD 22 62
K023-081 Solvent

2) 350 g G300 1 Wet - - None Extraction 50 mL IPA| GC-FPD 22 62
K023-082 Solvent

2) 3509 G300 1 Wet - - None Extraction 50 mL IPA| GC-FPD 22 62
K023-083 Solvent

2) 350¢g G300 b Dry - - M295 Extraction 50 mL IPA{ GC-FPD 22 62
K023-084 Solvent

2) 3509 G300 1 Dry - - MgO Exaraction 50 mL IPA| GC-FPD 22 62
K023-086 Solvent

2) 3509 G300 1 Dry - - None £t iaction 25 mL IPA| GC-FPD 23 59
K023-088 Solvent

2) 3509 | G300 1 Dry | - = None | o' ion 25 MLIPA[ GC-FPD | 22 61
K023-089 | 3504 | G300 1 wet | - | - | Nome | Sovent boiLipal ceFPD | 22 | 61

(2) Extraction
RUZS00 | sems, || 2308 1 wet | - | - | None | SOMent s iipal oD | 22 | 61

(2) Extraction
K023-091 Solvent

@) 3509 G300 1 Dry - - M295 Extraciion 25 mL IPA| GC-FPD 22 61
K023-092 Solvent

2) 350g | G300 1 Dry | - < MGO | grrction |25 ML IPA| GC-FPD | 22 61
K023-093 Solvent

2) 3509 G300 1 Dry - - None Extraction 25 mL IPA| GC-FPD 22 61
K023-095 Solvent

2) 3509 G300 1 Dry - - None Exiractioh 25 mL IPA| GC-FPD 22 61
K023-096 | 3504 | G300 1 wet | - | - | Nome | SOMent bLoriipal GeFPD | 22 | 61

(2) Extraction
K023-097 Solvent

) 3509 G300 1 Wet - - None Estencibn 25 mL IPA| GC-FPD 22 61
K023-098 Solvent

2) 3509 G300 1 Dry - - M295 Earsction 25mL IPA| GC-FPD 22 61
K023-099 Solvent

2) 3509 G300 1 Dry - - MgO Extraction 25 mL IPA| GC-FPD 22 61
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" K023-101

Dry

Solvent

50 mL IPA

GC-FPD

23

61

) 35049 i Extraction
Kozé‘; 921 3509 | G300 Wet - | None | SoVeM lsomLiPAlGCFPD| 23 | 61
020 | 3s0q | e300 Wet - | Nome | oMM lsomiiPalGC-FPD| 23 | 61
O | 309 | e300 Dry - | maes | SOVeM lsomiiPAlGCFPD| 23 | 61
075 % | 3s0g | G300 Dry - | mgo | oMt lsomLipalGC-FPD| 23 | 61
Oy | 3509 | G300 Dry - | Nome | oMM o miipalGC-FPD| 23 | 61
K023-108 | 350 - | caoo Wet - | None | oVeM lsomi ipalGe-FPD| 23 | 61
) Extraction
075, | 3s0q | G300 Wet - | None | ooV lsomLipalGCFPD| 23 | 61
Kozé'; 101 3509 | G300 Dry - | m2e5 | SOMeM 5o mLiPalGC-FPD| 23 | 61
O | 3509 | G300 Dry - | Mgo | oM lsomLiPalGC-FPD| 23 | 61
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7.1 HD Rotary-Wiping Screening Tests of Potential Wiping Materials

Based on prior work conducted at Entropic Systems, Inc., the agent-wiping studies under
the JSSED Block III program focused on three wiping materials—activated carbon fiber (KoTHmex AW
1101), activated carbon felt (KoTHmex AM 1132), and a non-adsorptive microfiber cloth (3M Scotch-
Brite 2021). Howevcer, during the coursc of the program, scveral additional commercial and
developmental wipes were tested for comparison with the activated carbon and microfiber wipes.

The bulk of the screening tests of potential wiping matcrials were conducted at the start
of the test program whilc the automated rotary and lincar wipe test apparatuscs were being fabricated. A
preliminary sct of manual decontamination cfficacy screening tests on flat stainless stecl surfaces was
conducted with ncat sulfur mustard (HD) and 14 different wiping matcrials. The wiping procedurcs used

in the tests were designed to simulate the rotary-wiping procedures that would subscquently be used in
tests with the automated rotary wipe test apparatus and are described in Section 6.2.

The manual rotary-wiping tests were conducted with:
e 3M Scotch-Brite 2011
e 3M Scotch-Brite 2021N
e Activated Carbon Fclt
e Activated Carbon Fiber
e Procter and Gamble Swiffer
e Polycster Fclt
e Pledge Grab-It wipes
e Teri Reinforced Wipcers
e (utex Non-alcohol Pad
e Clorox Disinfecting Wipes — Fresh Scent
e Clorox Disinfecting Wipes — Lemon Scent
e Bounty Paper towcls
e Lcver 2000 Wipes
e Safety Equipment Clcaning Pads

Subscquent screcning tests were conducted with HD on aluminum control surfaccs, using
the automated rotary-wiping apparatus with the following wipcs:

e Teri Reinforeed Wiper

e Wypall® X70 Workhorse® Manufactured Rags
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The results of the manual-wiping tests are summarized in Table 15. Table 16 lists a
summary of the automated rotary-wiping tests. Table 15 lists the wiping material, solvent (if used), test
number, test date, the amount of HD recovered from the test coupon, and the caleulated mass of HD per
volume per time for each test. The tests conducted with wipes that were moistened with HFE-7200 are
shaded 1n the table for clarity. The results presented have not been corrected for extraction efficiency.

Decontamination Efficacy (DE) is calculated from the following equation:
(Amount of Agent Initially Deposited - Amount of Residual Agent)

DE = X 100% Equation 2
(Amount of Agent Initially Deposited)

Table 15. Summary of HD manual rotary-wiping sereening tests of potential wiping matenals.

Wipe Method — Manual Rotary: One clockwise revolution at 0.1 rev/s followed by one counterclockwise revolution at 0.1
rev/s
HD Contamination Amount—10 mg Weight of Aluminum Wipe Cylinder—1 Ib. Sampling and
Analysis Method—Solvent Extraction (IPA)}-GC/FPD
HD Recovered Decon
From Coupon Efficacy
Wiping Materiai Soivent Test No. Date Hg %
3M Scotch-Brite 2011 None J906-008a 05/23/01 56.0 99.5
3M Scotch-Brite 2011 None J906-008b 05/23/01 140 98.6
3M Scotch-Brite 2011 None J906-008c 05/23/01 92.7 99.1
3M Scotch-Brite 2011 HFE-7200 J906-008d 05/23/01 186 98.2
3M Scotch-Brite 2011 HFE-7200 J906-008e 05/23/01 359 96.4
3M Scotch-Brite 2011 HFE-7200 J906-008f 05/23/01 69 99.3
3M Scotch-Brite 2011 None J906-014a 05/29/01 41.8 99.6
3M Scotch-Brite 2011 None J906-014b 05/29/01 944 99.1
3M Scotch-Brite 2011 None J906-014c 05/29/01 117 98.8
3M Scotch-Brite 2011 HFE-7200 J906-014d 05/29/01 125 98.8
3M Scotch-Brite 2011 HFE-7200 J906-014e 05/29/01 314 96.9
3M Scotch-Brite 2011 HFE-7200 J906-014f 05/29/01 245 97.6
Activated Carbon Felt None J906-026a 05/30/01 49.6 99.5
Activated Carbon Felt None J906-026b 05/30/01 56.0 99.4
Activated Carbon Felt None J906-026¢ 05/30/01 - =
Activated Carbon Felt HFE-7200 J906-026d 05/30/01 68.1 99.3
Activated Carbon Felt HFE-7200 J906-026e 05/30/01 40.9 99.6
Activated Carbon Felt HFE-7200 J906-026f 05/30/01 931 99.1
Activated Carbon Fiber None J906-030a 05/31/01 7.70 99.9
Activated Carbon Fiber None J906-030b 05/31/01 6.78 99.9
Activated Carbon Fiber None J906-030c 05/31/01 7.26 99.9
Activated Carbon Fiber HFE-7200 J906-030d 05/31/01 9.60 99.9
Activated Carbon Fiber HFE-7200 J906-030e 05/31/01 235 99.8
Activated Carbon Fiber HFE-7200 J906-030f 05/31/01 23.5 99.8
Practor and Gamble None J906-034a 06/01/01 a157 58.4
Swiffer
Praglonand/Cotnble None J906-034b 06/01/01 4343 56.6
Swiffer
el e CRaRLE None J906-034c 06/01/01 4312 56.9
Swiffer
FILECIaRan: Babls HFE-7200 J906-034d 06/01/01 961 90.4
wiffer
PUGe S Ll HFE-7200 J906-034e 06/01/01 1514 84.9
wiffer
RICSICE S e HFE-7200 J906-034f 06/01/01 1181 88.2
Polyester Felt None J906-038a 06/07/01 1074 89.3
Polyester Felt None J906-038b 06/07/01 1897 81.1
Polyester Felt None J906-038¢ 06/07/01 872 91.3
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Table 15. Summary of HD manual rotary-wiping screening tests of potential wiping materials (continued).

HD Contamination Amount—10 mg

Wipe Method — Manual Rotary: One clockwise revolution at 0.1 rev/s followed by one counterclockwise revolution at 0.1 rev/s
Weight of Aluminum Wipe Cylinder—1 Ib.

Sampling and Analysis

Method—Solvent Extraction (IPA)-GC/FPD
Polyester Felt HFE-7200 06/07/01 983 90.2
Polyester Felt HFE-7200 J906-038e 06/07/01 557 94.4
Polyester Felt HFE-7200 J906-038f 06/07/01 234 97.7
Pledge "Grab-It" Wipes None J906-042a 06/11/01 3883 61.2
Pledge “Grab-it” Wipes None J906-042b 06/11/01 4321 56.8
Pledge “Grab-it” Wipes None J906-042c 06/11/01 4954 50.5
Pledge “Grab-It” Wipes HFE-7200 J906-042d 06/11/01 1708 829
Pledge “Grab-It” Wipes HFE-7200 J906-042e 06/11/01 2583 74.4
Pledge “Grab-it" Wipes HFE-7200 J906-042f 06/11/01 1624 83.8
Teri Reinforced Wipers None J906-046a 06/13/01 13.0 99.9
Teri Reinforced Wipers None J906-046b 06/13/01 133 98.7
Teri Reinforced Wipers None J906-046¢ 06/13/01 24.2 99.8
Ter Reinforced Wipers HFE-7200 J906-046d 06/13/01 31.0 99.7
Ten Reinforced Wipers HFE-7200 J906-046e 06/13/01 157 98.4
Teri Reinforced Wipers HFE-7200 J906-046f 06/13/01 53.5 99.5
3M Scotch-Brite 2021N None J906-050a 06/14/01 259 99.7
3M Scotch-Brite 2021N None J906-050b 06/14/01 54.5 99.5
3M Scotch-Brite 2021N None J906-050c 06/14/01 58.1 99.4
3M Scotch-Brite 2021N HFE-7200 J906-050d 06/14/01 269 97.3
3M Scotch-Brite 2021N HFE-7200 J906-050e 06/14/01 <5 >99.9
3M Scotch-Brite 2021N HFE-7200 J906-050f 06/14/01 10.4 99.9
Cutex Simple Pad (non- Ethyl v
acetone)* acetate/IPA/Water J906-054a 06/19/01 168 98.3
Cutex Simple Pad (non- Ethyl 7
acetone)® acetate/IPA/Water 2060550 SHD s =Ll
Cutex Simple Pad (non- Ethyl .
acetone)” acetate/IPA/Water SEgB-UsTs DEAD e 26
Clorox Disinfecting Wipes ~ | 1_gu Aqueous 1PA 1906-059a 06/20/01 495 95.1
Clorox Disinfecting Wipes ~ | 1 _ge, Aqueous IPA J906-059b 06/20/01 607 94.0
Clorox Disinfecting Wipes = | 155, Aqueous IPA J906-059d 06/20/01 396 96.1
Clorox Disigrf:g;:[‘g WIPES = | e eniasiin/| B J906-059¢ 06/20/01 737 92.7
Clorox D'S';rf:g:]'[‘g L PR — J906-059f 06/20/01 524 94.8
Bounty Paper Towels None J906-070a 06/25/01 312 96.9
Bounty Paper Towels None J906-070b 06/25/01 201 98.8
Bounty Paper Towels None J906-070c 06/25/01 145 98.5
Bounty Paper Towels HFE-7200 J906-070d 06/25/01 601 94.0
Bounty Paper Towels HFE-7200 J906-070e 06/25/01 994 90.1
Bounty Paper Towels HFE-7200 J906-070f 06/25/01 673 93.3
Lever 2000 Wipes* 70-99% Water J906-078a 06/28/01 365 96.4
Lever 2000 Wipes* 70-99% Water J906-078b 06/28/01 338 96.6
Lever 2000 Wipes* 70-99% Water J906-078¢ 06/28/01 112 98.9
Sy EauBmenl Cleanine | soppuaneer J906-078d 06/28/01 3430 65.7
BRI, S | SR J906-078e 06/28/01 4491 55.6
Safety Equipment Cleaning | >99% water J906-078f 06/28/01 5479 452

*Note: The matenals marked with an asterisk were pre-moistened with their own solvent and were evaluated as received.

** The residual HD found in Test J906-026¢ is anomalously high and is not included in the test results.
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Table 16. Summary of HD automated rotary-wiping screening tests of potential wiping materials.

- 30 8 3 € o o9 g'g ool 82 % e g Sl ed
58 38 22 |$5 |z £§ |32 |S£g 385 g§§ o$58 55,
e - Q -9 c -
=3 "a £ |25 |8 |=§ |32 |%=56|vE2 T§E VLSS &
R R d | Auminum | Rota HFE- | J906- [ \woypry | MINE | o4 350 10 0.856 | >99.99
el s I Y1 7200 110 Y| cams : ;
ipers
Ll HFE- | J906- MINI
Reinforced | Aluminum | Rotary Wet/Dry 24 350 10 0.132 >99.99
) 7200 110 CAMS
Wipers
L . Rot HEE. | J06- | e, | WNI | o 350 10 0.099 | >99.99
einforce uminum otary | 2200 110 etDry | ~ams ] :
Wipers
Wypall ] R T MINI
X70 Aluminum | Rotary 7200 066 Wet/Dry CAMS 24 350 10 0.092 >99.99
Wypall : HFE- | J973- MINI
X70 Aluminum | Rotary 7200 066 Wet/Dry CAMS 24 350 10 0.428 >99.99
Wypall : HFE- | J973- MINI
4o Auminum | Rotary [ 2s | 00 | wewry | Sabe | 24 350 10 0.155 | >99.99

* Pre-Moistened with HFE-7200

The Teri Towels did not maintain their integrity during the wiping procedure, and tended
to shred during the wipe tests.

The manual wiping tests (sce Appendix B) were conducted under identical arbitrary
wiping conditions that were assumed to be less than thorough, in order to allow for some residual agent to
remain on the stainless steel surfaces so that comparisons could be made between the various wiping
materials. The wiping materials cvaluated were the three wipe material candidates that had been pre-
selected, based on prior work by Entropic Systems, Inc. (activated carbon fiber, activated carbon felt, and
3M Scotch Brite 2001), scveral commereial wipes, and several wiping materials from the laboratory’s
stockroom. The initial screening tests were intended as preliminary tests to check the proposed wipe test
procedures. These procedures would be used in tests with the automated rotary-wiping test apparatus,
while comparing the decontamination cfficacics of several wiping materials in removing liquid HD
contamination from a non-absorptive control surface.

Under the conditions of the manual decontamination cfficacy tests, the activated carbon
cloth, activated carbon felt, 3M Scotch-Brite 2001, and Teri Reinforeced Wipers (Teri Towels) showed
roughly equivalent wiping efficacies of >99%. The cfficacies of these four materials were superior to the
corresponding decontamination cfficacies of the other wipes tested. Testing also found that using these
four “best™ wipes dry exhibited decontamination cfficacies as good as, or slightly better than, the
corresponding decontamination cfficacies of the same wipes moistened with HFE-7200.

1.2 Preliminary Tests with Rotary-Wiping Device

Eight preliminary agent wipe tests were conducted at ambient temperaturc and relative
humidity with HD with the rotary-wiping device. Each test was conducted using the 350 g aluminum
rotary-wiping mandrel, with no added weight, and a single iteration of the G330 rotary-wiping program
command. The G330 command activates cight sequential clockwise/counterclockwise cycles of the
wiping mandrel. Each rotational cyele consists of one clockwise revolution at a rate of 1.0 rev/s, followed
by one counterclockwisc revolution at 1.0 rev/s.

e Each of the first four tests were conducted with medium weight 3M Scotch-Brite
2001 wipes, using DAAMS sampling and analysis to determine the amount of
residual HD off-gassing from the wiped surface.
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e The remaining four tests were conducted with KoTHmex AW 1101-activated
carbon fabric, using MINICAMS to monitor the residual HD off-gassing from
the wiped surface.

During testing, the surface of a 1.5 x 1.5 in. square aluminum test coupon was mounted in the
rotary-wiping device and uniformly contaminated with 10 mg of ncat HD, applied as 1 pL droplets from a
microliter syringe. The wiping mandrel, with a preattached wipe (dry in some tests and wet with HFE-7200 in
other tests), was placed on top of the agent-contaminated surface so that the turning pin on the shaft of the
stepper motor was positioned in the slotted shaft of the wiping mandrel. Then the G330-wiping command was
input to the wiping device from the control PC.

After the wiping procedure was complete, the wiped test coupon was placed in a glass
sampling jar with an air inlet and outlet fitting in the cap of the jar. Room air was sampled into and
through the jar into cither a DAAMS sorbent tube or a MINICAMS. DAAMS tubes were subsequently
analyzed for collected agent by GC/FPD. The collected MINICAMS samples were analyzed directed by
the MINICAMS. Each jar was sampled and analyzed for residual agent vapor for up to 2 h.

The results of the preliminary wiping tests arc shown in Table 17. The initial goal of the
wiping tests was to decontaminate cach test coupon, resulting in an agent vapor off-gassing concentration
of no greater than a few TWA.

In the first six tests using a single wipe, whether dry or moistened with HFE-7200, the
initial HD off-gassing concentration was generally off-scale of our analytical equipment (estimated to be
cquivalent to a concentration of approximately 30 TWA of HD).

In tests seven and cight, cach contaminated surface was wiped with two wipes in
succession. In test seven a dry wipe, followed by another dry wipe with a fresh swatch of material, was
tested. In test cight, a wipe moistened with HFE-7200 followed by a dry wipe, were used. As shown in
Table 17, this dual-wipe procedure resulted in the desired agent off-gassing concentrations, with the
wet/dry wipe sequence superior to the dry/dry wipe sequence.

Plots of the measured HD off-gassing concentration, as a function of time, in the two
dual-wipe tests are shown in Figure 16 and Figure 17. The test data was also tabulated and plotted in
terms of off-gassing rate (in ng/min), as a function of time. This off-gassing curve was numerically
integrated over the monitoring duration to detcrmine the cumulative amounts of HD that off-gassed from
the wiped surfaces. The cumulative residual HD on the test coupon subjected to the dry/dry wipe
procedure was 100 ng. The cumulative residual HD on the test coupon subjected to the wet/dry wipe
procedure was 35 ng.



Table 17. Summary of preliminary HD wipe tests on aluminum surfaces with automated rotary-wiping test
apparatus.

HD
Total Contami-
No. of Mandrel | Cumulative | nation Decon

Wiping Test Wiping Sampling Wiping Weight | Off-Gassing { Amount Efficacy
Material Solvent | No. Sequence | Method Cycles | g ng mg %
Scotch- J906- ND (Note
Brite None 085 Dry DAAMS 8 350 ND {(Note 1) 10 1)
Scotch- HFE- J906- ND {Note
Brite 2200 o Wet DAAMS 8 350 ND (Note 1) | 10 1)
Scotch- J906- ND (Note
Brite None 090 Dry DAAMS 8 350 ND (Note 1) | 10 1)
Scotch- HFE- J906- ND (Note
Bt 7200 po Wet DAAMS 8 350 ND (Note 1) | 10 1)
AC Fabric | None 333& Dry MINICAMS | 8 350 ND (Note 1) | 10 :‘)D (Nats.

| HFE- J906- ND (Note
AC Fabric 7200 094 Wet MINICAMS | 8 350 ND {(Note 1) 10 1)

: J906-
AC Fabric | None 100 Dry/Dry MINICAMS | 8 350 100 10 >99.99

z HFE- J906-
AC Fabric 7200 100 Wet/Dry MINICAMS | 8 350 35 10 >99.99

Note 1: ND = Not Determined. Test Terminated after analysis of sample. Initial HD
congentration is well above calibration range.




HD Off-Gasing Curve - J906-100a
AJC Fiber -Sequential Dry/Dry Wiping
HD Concentration (TWA) vs Elapsed Time (min)
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Figure 16. HD vapor off-gas curve - test J978-026(A).
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Figure 17. HD vapor off-gas curve - test J978-026(B).
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7.3 HD Automated Rotary-Wiping Tests on Non-Absorptive Aluminum Surfaces

A series of multiple-wipe tests with HD were conducted with the rotary-wiping deviee on
aluminum substrates at ambient temperature and relative humidity to determine the effect of the number
and type of rotary-wiping cycles, the weight of the wiping mandrel, and the wiping solvent on the
cfficacy of removing HD from aluminum control surfaces. The tests were conducted with the KoTHmex
AW 1101-activated carbon fabric, KoTHmex AM 1132-activated carbon felt, and Scotch-Brite 2021.

Tests were condueted with HD on aluminum substrates, using the rotary wipe test apparatus
and dynamie vapor off-gas monitoring for residual agent on the wiped test coupons. The tests were conducted
at ambient temperature and relative humidity. Most of the tests were conducted using the 350-g aluminum
rotary-wiping mandrel, with no added weight. However, in a few of the tests, lead washers were slipped over
the shaft of the rotary-wiping mandrel to increase the total mandrel weight to 1100 g. The tests were
conducted with either two or three iterations of the G330 rotary-wiping program or three iteration of the G300
program.

e The G330 command activates eight sequential clockwise/counterclockwise cycles of
the wiping mandrel. Each rotational cyele consists of one clockwise revolution at a
rate of 1.0 rev/s, followed by one counterclockwise revolution at 1.0 rev/s. Thus, the
wiping contact time 1s 32 s for two iterations, and 48 s for three iterations.

e The G300 command activates four sequential clockwise/counterclockwise cyeles of
the wiping mandrel. Each rotational cyele consists of one clockwise revolution at a
rate of 1.0 rev/s, followed by one counterclockwise revolution at 1.0 rev/s. Thus, the
wiping contact time is 24 s for three iterations.

Both single and multiple wipe sequences were used in this series of tests:
e Dry: Incach dry-wipe test, a single wipe sequence with a dry wipe was used.

e Wet: In cach wet-wipe test, a wipe moistened with HFE-7200 was used for cach
wipe sequence.

e Dry/Dry: In cach dry/dry test, two wipe sequences were used, cach with a dry
wipe.

e Wet/Dry: In each wet/dry test, two wipe sequences were employed—one
sequence using a wipe moistened with a solvent (either HFE-7200 or HFE-71
IPA), followed immediately by a second wipe sequence using a dry wipe.

e  Wet/Wet: In cach wet/wet test, two wipe sequences were employed—the first
sequence using a wipe moistened with HFE-7200, followed immediately by a
second wipe sequence using a wipe moistened with HFE-7200.

e Wet/Wet/Dry:  In cach wet/wet/dry sequence, three wipe sequences were
employed—the first sequence using a wipe moistened with HFE-7200, followed
immediately by a second wipe sequenee using a wipe moistened with HFE-7200,
followed immediately by a third wipe sequence using a dry wipe.
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The purpose of the wet/wet and wet/wet/dry multiple-wipe tests was to determine if
increased removal of HD from the aluminum test surface (that is, increased decontamination cfficacy)
could be achieved with an additional “wet” wipe sequence, relative to the wet/dry dual wipe sequence,
with and without a final dry wipe sequence.

The wiping materials evaluated in the tests were:
¢ Activated carbon fabric - KoTHmex AW 1101
e Activated carbon felt - KoTHmex AM 1132
e Non-adsorptive wipes — 3M Scotch-Brite™ 2011 High Performance Cloth

The sampling and analysis of the wiped coupons for residual agent (HD) off-gassing
from the wiped test surface was conducted with either a MINICAMS or by the DAAMS method.

In a given test, the surface of a 1.5 x 1.5 in. square aluminum test coupon was mounted in
the rotary-wiping device. The coupon was uniformly contaminated with 10 mg of neat HD, applied as 1 pL
droplets from a microliter syringe or as five approximately 2 pL droplets from a micropipettor in a pattern
similar to the five dots found on a pair of diee, over a center 1 in. square of the test coupon.

The wiping mandrel with a preattached wipe (dry in some tests and moistened with HFE-
7200 or HFE-711PA in other tests) was placed on top of the agent-contaminated surface so that the turning
pin on the shaft of the stepper motor was positioned in the slotted shaft of the wiping mandrel. Two or three
iterations of the G330-wiping command or threc iterations of the G300 wiping command were then
sequentially input to the wiping device from the eontrol PC.

After cach wipe sequence, the mandrel was immediately replaced with a new wiping
mandrel having a preattached dry or wet wipe, and another wipe test sequence was initiated.

The results of the individual HD-wiping tests are shown in chronological order in
Table 18. In Table 18, the wiping material, wipe solvent, test number, wipe sequence, sampling method
for the determination of residual HD on the test coupon, number of wiping cycles, total mandrel weight,
cumulative residual HD on the wipe test coupon (from the nuimerical integration of the vapor off-gas
curve), the amount of HD initially deposited on the test surface, and the calculated decontamination
cfficacy of the wiping process are listed for each test.

The individual results listed in Table 18 arc summarized in Table 19. In Table 19 cach set
of tests conducted under a given set of experimental conditions and parameters is grouped together. In cach
grouped set of tests, the primary experimental variable or parameter that was changed from the previous set
of tests 1s shaded in yellow. The parameters that were varied in the tests were:

¢ Wiping matenal

e AC Fabric = KoTHmex AW 1101-activated carbon fabric
e AC Felt=KoTHmex AM 1132-activated carbon felt

e Scotch-Brite = 3M Scotch-Brite 2021

e Mandrel weight
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350 g

1100 g
Wiping solvent
HFE-7100
HFE-71IPA

Number of wiping cyeles

o 24
o 16
o 12

Wiping sequence
Wet/Dry
Wet/Wet

Wet/Wet/Dry
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Table 18. HD-wiping tests with rotary-wiping device on aluminum surface.

oS € ; 8 2 Tz |2 @ % 3
=3 3 & =3 |52 226|F35 |E°8 | T52845
AC Fiber | HFE-7200 | J906-104 | WetDry | MINICAMS 24 350 72 10 >99.99
AC Fiber | HFE-7200 | J906-104 | Wet/Dry | MINICAMS 24 350 40 10 >99.99
AC Fiber | HFE-7200 | J906-104 | Wet/Dry | MINICAMS 24 350 39 10 >99.99
Average | 5019 >99.99
S;‘r’i‘fe“' HFE-7200 | J906-106 | WetDry | MINICAMS 24 350 176 10 >99.99
SO | HFE-7200 | J906-106 | WetDry | MINICAMS | 24 350 97 10 >99.99
S;‘:i‘feh' HFE-7200 | J906-106 | WetDry | MINICAMS | 24 350 72 10 >99.99
Average | 115% 54 >99.99
AC Felt | HFE-7200 | J906-112 | WetDry | MINICAMS 24 350 93 10 >99.99
ACFelt | HFE-7200 | J906-112 | Wet/Dry | MINICAMS 24 350 168 10 >99.99
ACFelt | HFE-7200 | J906-112 | WetDry | MINICAMS 24 350 8 10 >99.99
Average | 90 +80 >99.99
AC Fiber | HFE-7200 | J973-008 | Wet/Dry | MINICAMS 24 350 49 10 >99.99
AC Fiber | HFE-7200 | J973-008 | WetDry | MINICAMS 24 350 41 10 >99.99
AC Fiber | HFE-7200 | J973-008 | Wet/Dry | MINICAMS 24 350 24 10 >99.99
Average [ 3813 >99.99
AC Fiber | HFE-7200 | J973-012 { WetDry | MINICAMS 16 350 120 10 >99.99
AC Fiber | HFE-7200 | J973-012 | WetDry | MINICAMS 16 350 7 10 >99.99
AC Fiber | HFE-7200 | J973-012 | WetDry | MINICAMS 16 350 47 10 >99.99
Average | 81%37 >89.99
AC Fiber | HFE-7200 | J973-014 | WetDry | MINICAMS 16 1100 210 10 >99.99
AC Fiber | HFE-7200 | J973-014 | WetDry | MINICAMS 16 1100 113 10 >99.99
AC Fiber | HFE-7200 | J973-014 | WetDry | MINICAMS 16 1100 79 10 >99.99
Average | 134t 68 >99.99
AC Fiber | HFE-7200 | J973-016 | WetDry | MINICAMS 16 1100 121 10 >99.99
AC Fiber | HFE-7200 | J973-016 | WetDry | MINICAMS 16 1100 131 10 >99.99
AC Fiber | HFE-7200 | J973-016 | WetDry | MINICAMS 16 1100 109 10 >99 99
Average | 120 ¢ 11 >99.99
AC Fiber | HFE-7200 | J973-022 | WetDry | MINICAMS 24 1100 140 10 >99.99
AC Fiber | HFE-7200 | J973-022 | WetDry | MINICAMS 24 1100 77 10 >99.99
AC Fiber | HFE-7200 | J973-022 | WetDry | MINICAMS 24 1100 163 10 >99.99
Average | 127 £ 44 >99.99
AC Fiber | HFE-7200 | J973-026 | Wet/Dry | MINICAMS 12 350 307 10 >99.99
AC Fiber | HFE-7200 | J973-026 | WetDry | MINICAMS 12 350 161 10 >99.99
AC Fiber | HFE-7200 | J973-026 | WetDry | MINICAMS 12 350 295 10 >99.99
Average | 255t 81 >99.99

60




S

AC Felt

HFE-7200

J973-030

3.’

MINICAMS

e).

&,

518

10

24 350
ACFelt | HFE-7200 | J973-030 | WetDry | MINICAMS | 24 350 92 10 >99.99
ACFelt | HFE-7200 | J973-030 | WetDry | MINICAMS | 24 350 198 10 >99.99
Average | 145% 75 >99.99
AC Fiber | HFE-7200 | J973-046 | wetDry | DAAMS 24 350 47 10 >99.99
AC Fiber | HFE-7200 | J973-046 | WetDry | DAAMS 24 350 37 10 >99.99
AC Fiber | HFE-7200 | J973-046 | wevDry | DAAMS 24 350 59 10 >99.99
Average | 49% 11 >99.99
AC Felt | HFE-7200 | J973-048 | WetDry | DAAMS 24 350 15 10 >99.99
AC Felt | HFE-7200 | J973-048 | WetDry | DAAMS 24 350 14 10 >99.99
ACFelt | HFE-7200 | J973-048 | WetDry | DAAMS 24 350 36 10 >99.99
Average | 22 %12 >99.99
sg‘:i‘éh' HFE-7200 | J973-050 | WetDry | DAAMS 24 350 98 10 >99.99
ngi‘t‘;h' HFE-7200 | J973-050 | WetDry | DAAMS 24 350 394 10 >99.99
sg?i‘g" HFE-7200 | J973-050 | WetDry | DAAMS 24 350 493 10 >99.99
Average | 328 £ 205 >99.99
AC Fiber | HFE-7200 | J973-052 | WetWet | MINICAMS | 24 350 an;‘,‘;’;e g 10 >99.99
AC Fiber | HFE-7200 | J973-052 | wetwet | MINICAMS | 24 350 16 10 >99.99
AC Fiber | HFE-7200 | J973-052 | wWetWet | MINICAMS | 24 350 19 10 >99.99
Average | 1712 >99.99
ACFelt | HFE-7200 | J973-054 | Wet\Wet | MINICAMS | 24 350 9 10 >99.99
ACFelt | HFE-7200 | J973-054 | WetWet | MINICAMS | 24 350 32 10 >99.99
ACFelt | HFE-7200 | J973-054 | Wet\Wet | MINICAMS | 24 350 152 10 >99.99
Average | 20 + 16* >99.99
sg‘:i‘éh' HFE-7200 | J973-056 | WetWet | MINICAMS 24 350 121 10 >99.99
sg‘;’g" HFE-7200 | J973-056 | WetWet | MINICAMS 24 350 203 10 >99.99
SCOch | HFE-7200 | J973.056 | Weuwet | MINICAMS | 24 350 60 10 >99.99
Average | 128172 >99.99
AC Fiber | HFE-7200 | J973-062 We[t)/rV;/ eVl miNnicaMs | 24 350 123 10 >99.99
AC Fiber | MFE-7200 | J973-062 Wegrvyv eV | minicAMS | 24 350 9 10 | >99.99
AC Fiber | HFE-7200 | J973-062 Wegr";’ eVl miNnicAams | 24 350 3 10 >99.99
Average 64" >99.99




ontinued).

Table 18. HD-wiping tests with rotary-wiping device on aluminum surface (c

ol P
AC Felt | HFE-7200 | J973-058 Wegr")‘,’ e | minicaMms | 24 350 15 10 >99.99
AcFet | HFE-T200 | so73-0s8 | ETIY | minicams | 24 | 350 1 10 | >99.99
ACFelt | HFE-7200 | J973-058 Wegr")‘,’ eV | vinicAams | 24 350 10 10 >99.99
Average | 12%3 >99.99
Scotch- | HFE-7200 | J973-060 Wegr")‘,’ eV | minicAMs | 24 350 52 10 >99.99
Sgoich- | HFE-7200 | J973-060 Wegr";’ e MiINIcAMS | 24 | 350 156 10 | >99.99
Scoteh- | ee 7900 | yo73-060 | WeUWeY | vinicams | 24 350 90 10 >99.99
Brite Dry
Average | 99 53 >99.99
AC Fiber | HFE-71 IPA | J973-070 | WetDry | MINICAMS | 24 350 116 10 >99.99
AC Fiber | HFE-71 IPA | J973-070 | WetDry | MINICAMS | 24 350 97 10 >99.99
AC Fiber | HFE-71 IPA | J973-070 | WetDry | MINICAMS | 24 350 67 10 >39.99
Average | 9425 >99.99
AC Felt | HFE-71IPA | J973-074 | WetDry | MINICAMS | 24 350 477 10 >99.99
AC Felt | HFE-71IPA | J973-074 | WetDry | MINICAMS | 24 350 246 10 >99.99
AC Felt | HFE-71IPA | J973-074 | WetDry | MINICAMS | 24 350 70 10 >99.99
Average | 264 £ 204 >99.99
S;‘r’i‘t‘;h' HFE-71IPA | J973-078 | WetDry | MINICAMS | 24 350 >197 10 >99.99
SLOCN | HFE-711PA | J973-078 | WetDry | MINICAMS | 24 | 350 | >290 10 | >99.99
SCB‘:i‘tfeh' HFE-71 IPA | J973-078 | WetDry | MINICAMS 24 350 >179 10 >99.99
Average >222 >99.99
AC Fiber | HFE-7200 | J973-082 | WetDry | MINICAMS | 24 350 148 10 >99.99
AC Fiber | HFE-7200 | J973-082 | WetDry | MINICAMS | 24 350 137 10 >39.99
AC Fiber | HFE-7200 | J973-082 | WetDry | MINICAMS | 24 350 121 10 >99.99
Average | 135%13 >99.99

All tests conducted in triplicate

* = Anomalous high result not included in average

AC Fiber = KoTHmex AW 1101-activated carbon fabric.
AC Felt = KoTHmex AM 1132-activated carbon feit.

Scotch-Brite = 3M Scotch-Brite 2021
Wet = wet with HFE-7200
Dry = dry wiping material

62




Table 19. Summary of HD-wiping tests with rotary-wiping device on aluminum surface.

No. of Totai Mandrel Cumuiative
Wiping Weight Off-Gassing
Wiping Material Soivent Wiping Sequence Cycles g ng
AC Fiber HFE-7200 Wet/Dry 24 350 68 £ 43
AC Fiber HFE-71iPA Wet/Dry 24 350 93+ 25
AC Fiber HFE-7200 Wet/Dry 16 350 81 £537
AC Fiber HFE-7200 Wet/Dry 12 350 254 + 81
AC Fiber HFE-7200 Wet/Dry 24 1100 127 £ 45
AC Fiber HFE-7200 Wet/Dry 16 1100 127 + 44
AC Fiber HFE-7200 Wet/Wet 24 350 18+2
AC Fiber HFE-7200 Wet/Wet/Dry 24 350 64
AC Felt HFE-7200 Wet/Dry 24 350 127 £ 162
AC Felt HFE-711PA Wet/Dry 24 350 264 + 204
AC Felt HFE-7200 Wet/Wet 24 350 21+16
AC Felt HFE-7200 Wet/Wet/Dry 24 350 1213
Scotch-Brite HFE-7200 Wet/Dry 24 350 222 +178
Scotch-Brite HFE-71iPA Wet/Dry 24 350 >222
Scotch-Brite HFE-7200 Wet/Wet 24 350 128 +:72
Scotch-Brite HFE-7200 Wet/Wet/Dry 24 350 99 + 53

Large absolute variabilitics were observed in the off-gassing results of replicate
determinations in most of the tests. However, this 1s not unexpected at the low levels of agent off-gassing
that arc being monitored, and the unavoidable uncertainty in the actual t=0 point in cach vapor off-gas
curve. This is due to the fact that the vapor off-gassing curves exhibit exponential decay. The location of
the =0 point of an off-gassing curve has a significant cffect on the determination of the cumulative
amount of agent sampled by the numerical integration of the arca under the off-gassing curve.

In three of the triplicate test scts, two of the test results showed very low residual HD
amounts on the wiped test surfaces, whercas one of the tests in cach set showed significantly higher
residual HD amounts.

The measured residual agent amounts on the aluminum control surfaces determined by
off-gas monitoring were quite variable. The tentative conclusion from the vapor off-gassing tests 1s that
the minimum residual agent that can be accurately and reproducibly detected on the wiped control surface
is about 0.1 pg.

Unaccountably high residual HD amounts were detected in several of the tests. These
results appeared to be anomalous and were not reported in the results summary in Table 18 or Table 19.

In cach of the tests the decontamination cfficacy for the removal of HD from the non-
porous aluminum test surface was >99.99%, based on a vapor sampling technique as described in
Scction 7.6.2. These results arc not neccssarily a comparison to ORD Vapor Hazard Threshold or
Objective values.  Within experimental error, there were no significant differences in measured
decontamination cfficacics attributable to changes in any of the variables or parameters listed above.
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From the recsidual amount of HD remaining on the aluminum surface in cach test,
however, cven though the limited test results have large variabilitics and mostly statistically inconclusive
differences in test results comparing various test parameters, scveral trends in the average amounts of
residual agent can be noted.

Trend 1: Adsorptive carbon wipes remove liquid HD more effectively from non-
adsorptive aluminum control surfaces than non-adsorptive wipes. KoTHmex AW 1101-activated carbon
fiber appears to be the most cffcctive wipe, followed closcly by KoTHmex AM 1132-activated carbon
fclt, and then by the 3M Scotch-Brite 2021 wipes. In the tests run under the same sct of conditions (350 g
mandrel, 24 wipe cycles, wet/dry wipc sequence, HFE-7200 wipe solvent, and MINICAMS vapor off-gas
monitoring) the average cumulative HD off-gassing with each of the wipe materials tested was as follows:

KoTHmex AW 1101-activated carbon fiber 68 ng
KoTHmex AM 1132-activated carbon felt 127 ng
3M Scotch-Brite 2021 222 ng

The tests conducted using DAAMS analysis also show that the 3M Scotch-Brite 2021
material 1s somewhat less effective at removing deposited HD from the aluminum test surfacc (using
HFE-7200) than cither of the two carbon-bascd fabrics.

In terms of the wiping materials themselves, the AC fiber and the AC felt materials were
about equivalent and showed the best decontaminant cfficacy results. The 3M Scotch-Brite 2021 material
is somewhat less cffeetive at removing deposited HD from the aluminum test surface (using HFE-7200)
than cither of the carbon-based fabrics. However, the use of Scotch-Brite 2021 still resulted in
decontamination cfficacics in excess of 99.99%.

Trend 2: Increcased mandrel weight has no significant cffeet on the removal of liquid
agent from the aluminum control surfaces.

AC Fiber/350 g mandrel/24 wiping cycles 68 ng residual HD
AC Fiber/1100 g mandrel/24 wiping cycles 127 ng residual HD
AC Fiber/350 g mandrel/16 wiping cycles 81 ng residual HD
AC Fiber/1100 g mandrel/16 wiping cycles 127 ng residual HD

Trend 3. Reducing the number of wiping cyeles in the rotary-wiping tests with a 350 g
mandrel resulted in slightly less removal of HD from the aluminum control surfaces. In the tests with a
100 g mandrel, no change in HD removal was observed. In the wet/dry rotary-wiping tests with HFE-
7200, activated carbon fiber, 350 g mandrel weight, and MINICAMS vapor off-gas monitoring, reducing
the number of wipe cycles from 24 to 16 to 12 wipe cycles resulted in an observed increase in residual
HD on the aluminum control surfaces (as determined from the cumulative HD off-gassing amounts):

For 350 g mandrel weight: For 1100-g mandrel weight:
24 wipe cycles — 68 ng residual HD 24 wipe cycles — 127 ng residual HD
16 wipe cycles — 81 ng residual HD 16 wipe cycles — 127 ng residual HD
12 wipe cycles — 254 ng residual HD
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Trend 4. HFE-71 IPA is no more effective than HFE-7200 as a wipe solvent in removing
HD from an aluminum control surface. Because of the variability in the determination of the residual
agent on the test surface by off-gas monitoring, it is difficult to statistically quantify any differences.
However, the general trend is as follows:

AC Fiber/HFE-7200 68 ng residual HD

AC Fiber/HFE-71IPA 93 ng residual HD
AC FeltVyHFE-7200 127 ng residual HD
AC Felt/HFE-71IPA 264 ng residual HD
Scotch-Brite/HFE-7200 222 ng residual HD
Scotch-Brite/HFE-71IPA >222 ng residual HD

Trend 5. The use of an additional wet wiping sequence inereases the removal of HD
from the aluminum control surface (Table 20). The use of a wet-wet wiping sequence appears to inercase
the decontamination efficacy for cach wiping material relative to the wet-dry wiping sequence. The use
of a wet-wet-dry multiple wipe sequence increases the decontamination efficacy for cach wiping matenal
somewhat morc. Within the error of the experimental method, the wet-wet-dry sequence appears to be
the maximum decontamination efficacy obtainable from rotary wiping, with a reasonable number of
wiping sequences.

Table 20. Summary of effect of additional wet wiping sequences on HD rotary wiping.

No. of Totai Mandrei Cumulative
Wiping Materiai Soivent Wiping Sequence Wiping Welght Off-Gassing
Cycles g ng
AC Fiber HFE-7200 Wet/Dry 24 350 68
AC Fiber HFE-7200 Wet/Wet 24 350 18
AC Fiber HFE-7200 Wet/Wet/Dry 24 350 6
AC Felt HFE-7200 Wet/Dry 24 350 127
AC Felt HFE-7200 Wet/Wet 24 350 21
AC Felt HFE-7200 Wet/Wet/Dry 24 350 12
Scotch-Brite HFE-7200 Wet/Dry 24 350 222
Scotch-Brite HFE-7200 Wet/Wet 24 350 128
Scotch-Brite HFE-7200 Wet/Wet/Dry 24 350 99

Trend 6. A comparison of DAAMS vs. MINICAMS sampling showed differences.
DAAMS sampling, and analysis of the of the test coupons that were wiped with the activated carbon
fabrics (fiber and felt), gave lower residual HD amounts than MINICAMS sampling and analysis,
especially in the tests with the activated carbon felt wipes. In the tests with the non-adsorptive wipes, the
opposite tend was observed. Because of the very small amounts of residual agent that are being detected,
however, the difference in the trends between the two sampling-and-analysis methods is not considered
significant. In terms of measured decontamination efficacy, within the accuracy of the tests, there is little
differenee between the sampling and analysis techniques.

Additional HD rotary-wiping tests were conducted on aluminum control surfaces with

both higher and lower HD contamination densities than were used in the previous tests discussed above,
i g . £ 4 .
The densities used were 10 g/m™ (gencrally considered the standard outdoor threat contamination density)
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and 1 g/m’ (gencrally considered the standard indoor threat contamination density). On the aluminum test
coupons these contamination densities corresponded to HD contamination amounts of 14.5 and 1.45 mg,
respectively.  All subscquent tests under the program were conducted at onc of these two agent
contamination densities.

In addition to sampling and analyzing the coupons, cach used wet or dry wipe was also
sampled and analyzed for absorbed/adsorbed HD after the completion of wiping.

In the first sct of tests, threc replicate HD automated rotary-wiping tests were conducted
on aluminum control surfaces with KoTHmex AW 1101-activated carbon fiber, KoTHmex AM 1132-
activated carbon felt, and 3M Scotch-Brite 2021. The HD contamination density in cach test was
10 g/m”. Each test was conducted with a wet/dry wiping sequence, with HFE-7200 as the wiping solvent,
a 350 g rotary mandrel weight, and 24 wiping cycles per wipe sequence. The residual HD remaining on
cach aluminum control surface after wiping was determined by MINICAMS sampling and analysis. The
amount of absorbed/adsorbed HD in cach used wipe was determined by solvent extraction and GC-FPD
analysis.

The results of the tests are given in Table 21 below.

The test results indicate that the HD decontamination efficacy with HFE 7200 and cach
of the three wiping materials remained the same when the HD contamination density was increased from
7to 10 g/m’. As shown in the table immediately below, there was no statistical difference in the amounts
of residual HD recovered from the aluminum control surfaces between the carlier tests with a HD
contamination density of 7 g/m’ and the tests in Table 22 with a HD contamination density of
10 g/m’.

Table 21. Amount of residual HD on post-wiped aluminum control surfaces.

HD Contamination Density
Wipe Material 7 gim® 10 g/m*
AC Fiber 69 + 43 ng 94 + 16 ng
AC Felt 127 + 162 ng 167 + 88 ng
Scotch-Brite 222 + 178 ng 297 +229 ng

The results of the extraction and GC-FPD analysis of cach of the dry and wet wiping
materials for absorbed/adsorbed HD, showed that approximately 100% of the initially deposited HD was
recovered from the 3M Scotch-Brite 2021 wipe, with greater than 95% of the HD recovered from the first
(wet) wipe.

In the tests with the two activated carbon fabrics, 67% of the initially deposited HD was
recovered from the KoTHmex AW 1101-activated carbon fabric wipes, and 46% of the initially deposited
HD was recovered from the KoTHmex AM 1132-activated carbon felt wipes. Almost all of the recovered
HD came from the first (wet) wipe. The lower HD recovery from the activated carbon wipes 1s a measure
of the adsorptive capacitics of the two wiping materials. In the tests with all three wipes, however, the
results clearly show that most of the initially deposited HD is removed in the first wet wipe sequence.
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Table 22. HD Rotary-wiping tests on aluminum control surfaces with wipe analysis (solvent extraction).
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AC HFE- | J973-
Fiber 7200 088 Wet/Dry MINICAMS 24 350 0.079 145 >99.99 8.15 <1
AC HFE- | J973-
Eibir 7200 088 Wet/Dry MINICAMS 24 350 0.092 14.5 >99.99 11.68 <1
AC HFE- | J973-
Fiber 7200 088 Wet/Dry | MINICAMS 24 350 0.110 14.5 >39.99 9.1 <1
0.094 ¢
Average 0.016 >99.99 | 9.7¢1.7 <1
AC HFE- | J973-
Felt 2200 096 Wet/Dry MINICAMS 24 350 0.180 14.5 >99.99 3.72 0.04
AC HFE- | J973-
Felt 7200 096 Wet/Dry MINICAMS 24 350 0.247 14.5 >99.99 10.22 0.05
AC HFE- | J973-
Felt 7200 096 Wet/Dry | MINICAMS 24 350 0.073 145 >99.99 5.04 0.03
0.167 ¢ 0.04 £
Average 0.088 >99.99 | 6.6 £3.1 0.01
Scotc | HFE- | J973-
h-Brite | 7200 104 Wet/Dry MINICAMS 24 350 0.555 14.5 >99.99 5.81 0.04
Scotc | HFE- | J973-
h-Brite | 7200 104 Wet/Dry MINICAMS 24 350 0.116 14.5 >99.99 15.20 0.01
Scotc | HFE- | J973-
h-Brite | 7200 104 Wet/Dry MINICAMS 24 350 0.221 145 >99.99 16.09 0.17
0.297 ¢ 124 ¢ 0.07 ¢
Average | ' o9g i 5.1 0.07

AC Fabric = KoTHmex AW 1101-activated carbon fabric.
AC Felt = KoTHmex AM 1132-activated carbon felt.
Scotch-Brite = 3M Scotch-Brite 2021

Wet = wet with HFE-7200

Dry = dry wiping material

In the second sct of tests, three HD automated rotary-wiping tests were conducted on
aluminum control surfaces using KoTHmex AW [10l-activated carbon fiber wipes with a HD
contamination density of | g/m” in cach test. The first test was conducted with a wipe moistened with
HFE-7200, the second test with a dry wipe, and the third test with a wet/dry wiping sequence. Each of
the first two tests was conducted with a reduced wiping sequence—ecight wiping cycles, referred to as
cursory wiping. The third test was conducted with 24 wipe cycles for cach wet and dry wiping sequence.
Each test was conducted with HFE-7200 as the wiping solvent and a 350 g rotary mandrel weight. The
residual HD remaining on cach aluminum control surface after wiping was determined by DAAMS
sampling and GC-FID analysis. The amount of absorbed/adsorbed HD in cach used wipe was also
determined by DAAMS sampling and Gas Chromatography-Flame lonization Detector (GC-FID)
analysis. The results of the tests are given in Table 23.

The decontamination cfficacy of surface HD removal from a non-absorptive aluminum
control surface was >299.96% in all three tests. As was expected on the basis of the previous HD rotary-
wiping tests results under the same set of conditions, the decontamination cfficacy in the test with
24 wiping cycles of a wet/dry wiping sequence (denoted as thorough wiping) was superior to the
decontamination cfficacies in the tests with cight wiping cycles. And, as observed nearly consistently
throughout the test program, the decontamination cfficacy with a dry AC Fiber wipe was as ¢ffective as or
slightly more cffective than the decontamination cfficacy with a solvent-moistened AC Fiber wipe.
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Only 90 ng of HD was found to have oft-gassed from the HFE-7200-moistened AC Fiber
wipe after the completion of the wipe sequence in the single wet-wipe test, 226 ng of HD from the dry
wipe 1n the single dry-wipe test, 57 ng of HD from the wet wipe in the wet/dry-wipe test, and no
detectable HD from the dry wipe in the wet/dry-wipe test. Ewen with a ten times smaller initial HD
contamination density on the aluminum control surface, the amount of HD recovered from the adsorptive
wipes by vapor off-gassing was much less than the amount recovered by solvent extraction. In terms of
the practical use of an adsorptive wipe system, these results are very positive and indicate relatively low
potential post-wipc HD contamination hazard from the used wipce before it is bagged and scaled for future

disposal.
7.4 TGD Rotary-Wiping Tests with Vapor Monitoring

A series of dual-wipe (that is wet wipe followed by dry wipe, or wet/dry) tests with TGD
were conducted on non-absorptive aluminum control surfaces at room temperature and ambient relative
humidity with the automated rotary-wiping device under the same test conditions as the HD wipe tests
discussed in Section 7.3. Each of the TGD tests was conducted using the 350 g aluminum rotary-wiping
mandrel with no added weight. In cach test, two wipe sequences were employed—one sequence with a
dry wipe, followed immediately by a second wipe sequence with a wipe moistened with HFE-7200. Each
wipe sequence consisted of three iterations of the (G330 rotary-wiping program command
(24 wipc cycles).

Three tests were conducted with KoTHmex AW 1101 -activated carbon fabric, three tests
with 3M Scotch-Brite 2021, and three tests with KoTHmex AM 1132-activated carbon felt. The residual
GD remaining on cach aluminum control surface after wiping was determined by ACAMS sampling and
analysis, as deseribed in Seetion 7.3.

Table 23. Summary of HD-wiping 1ests on aluminum control surfaccs with rotary wipe test apparalus

analysis of agent off-gassing from both the test coupons and the activated carbon fabric wipcs.
Test Conditions: Either one or three iterations of the G330 wiping program__eight clockwise/counterclockwise revolutions
to simulate either cursory or thorough wiping
Wipe Speed — 1 rev/s
Single aluminum test coupon
Low (indoor) HD contamination density — 1.0 g/m2
Comparison of the following three wiping sequences:
~-Wet wipe (HFE-7200), cursory wiping
--Dry wipe (no solvent), cursory wiping
--Wet wipe (HFE-7200) followed by dry wipe (no solvent), thorough wiping
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AC Fiber ';';(')50 J1073-084 | wet | DAAMS | 8 350 | 0574 | 145 | 99.96 | 0.090
ACFiber | None | J1073-086 | Dry | DAAMS | 8 350 | 0136 | 145 | 99.99 = 0.226
AC Fiber ';';(')50 J1073-088 | WetDry | DAAMS | 24 350 | 0014 | 145 | >99.99 | 0.057 | 0.000

AC Fabnc = KoTHmex AW 1101-activated carbon fabric.
Wet = Wipe maistened with HFE-7200
Dry = Dry wiping material
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In a given test, the surface of a 1.5 x 1.5 in. square aluminum test coupon was mounted in
the rotary-wiping device. The coupon was uniformly contaminated with 10 mg of TGD, applied as five
approximately 2 pL droplets from a micropipettor in a pattern similar to the five dots found on a pair of
dice, over a center 1 in. square of the test coupon.

The wiping mandrel, with a preattached wipe wetted with HFE-7200, was placed on top
of the agent-contaminated surface so that the turning pin on the shaft of the stepper motor was positioned
in the slotted shaft of the wiping mandrel. The three iterations of the (G330-wiping command were then
sequentially input to the wiping device from the control PC. The wiping mandrel was then replaced with
a new wiping mandrel having a preattached dry wipe, and a second wipe test sequence with three
iterations of the G330-wiping command was conducted.

After the wiping procedure was complete, the wiped test coupon was placed in a glass
sampling jar with air inlet and outlet fitting in the cap of the jar. Room air was sampled into and through
the jar into an ACAMS. The collected samples were analyzed directed by the ACAMS. Each jar was
sampled and analyzed for residual agent vapor for up to 2 h.

The results for each of the tests are given in Table 24.

Table 24. Summary of preliminary TGD wiping tests with rotary-wiping device on aluminum surface.
$2 3 K 2g | 53 |25 |-s2 58 SEE| &

AC Fiber | HFE-7200 | J906-130 Wet/Dry ACAMS 24 350 110 9.5 >99.99
AC Fiber | HFE-7200 | J906-134a | Wet/Dry ACAMS 24 350 593 9.5 >99.99
AC Fiber | HFE-7200 | J906-134b | Wet/Dry ACAMS 24 350 58 9.5 >99.99
Average 84 £ 37* >99.99
Scotch-Brite | HFE-7200 | J906-142a | Wet/Dry ACAMS 24 350 190 9.5 >99.99
Scotch-Brite | HFE-7200 | J906-142b | Wet/Dry ACAMS 24 350 55 9.5 >99.99
Scotch-Brite | HFE-7200 | J906-142c | Wet/Dry ACAMS 24 350 117 9.5 >99.99
Average 121 2 68 >99.99
AC Felt HFE-7200 | J906-138a| Wet/Dry ACAMS 24 350 325 9.5 >99.99
AC Felt HFE-7200 | J906-138b | Wet/Dry ACAMS 24 350 66 9.5 >99.99
AC Felt HFE-7200 | J906-138c | Wet/Dry ACAMS 24 350 53 9.5 >99.99
Average 148 £ 153 >99.99

Note 1. Each test was conducted with three iterations of the G330 rotary-wiping program for each of the two wipe sequences (wet
and then dry).
Note 2. Amount of TGD deposited in each tests was 10 mg. Five percent of this amount was thickener.

* Anomalous high result not included in average

Although there is significant variability from test to test in the measured cumulative GD
permeation, as in the HD tests with MINICAMS monitoring, the average residual GD found on the wiped
aluminum control surfaces in the tests with each of the wipe materials is roughly the samc as the average
residual HD found on the wiped aluminum control surfaces in the corresponding HD rotary-wiping tests
discussed above:
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Wipe Material Residual HD Residual GD
AC Fiber 68 + 83 ng 84 + 37 ng
AC Felt 127 + 162 ng 148 + 153 ng
Scotch-Brite 222+ 178 ng 121 + 68 ng
7.5 Comparison of HD and TGD Vapor Off-Gas Curves

A set of representative TGD vapor off-gassing curves is shown in Figure 18 through
Figure 20.

Figure I8 shows the GD vapor off-gas curve for Test J906-130 (conducted with AC Fiber
wipes) in terms of absolute GD concentration (in units of ng/L) as a function of clapsed time (in min) and
in terms of GD hazard level (in concentration units of TWA) as function of elapsed time (in min).

Figure 19 shows the GD vapor off-gas curve for Test J906-138¢ (conducted with AC Felt
wipes) in terms of both absolute GD concentration and GD hazard level as a function of elapsed time.
For comparison with the previous HD testing, Figure 20 shows a representative HD vapor off-gas curve
(from Test J973-026b conducted with AC Fiber wipes and discussed earlier in Section 7.2) in terms of
both absolute HD concentration and HD hazard level as a function of elapsed time.

In terms of decontamination efficacy, all three of the wipes evaluated in the TGD rotary-
wiping tests were effective in removing greater than 99.99% of the TGD deposited on the aluminum test
surfaces, essentially the identical decontamination efficacies that were determined in the HD wipe tests.

In terms of vapor off-gas monitoring, a comparison of the absolute GD concentration as a
function of elapsed time in Figure 18, Figure 19, and Figure 20 show that the absolute surface removal and
residual off-gassing concentrations of GD and HD are nearly the same in the TGD and HD rotary-wiping tests.

However, a comparison of the vapor off-gas curves in Figure 18, Figure 19, and Figure 20,
shows that the hazard level of residual GD vapor coneentrations, off-gassing from the wiped tests surfaces
after 120 min, generally ranged from 40 to greater than 200 TWA. This was far in excess of acceptable
hazard levels.

The reason for the large observed hazard levels of off-gassing GD (relative to the low HD
hazard levels observed) is that the allowable exposure level of GD is 100 times lower than the allowable
exposure level for HD (on the basis of the AELs in AR 385-61)—0.003 mg/m’ for HD and 0.00003
mg/m’ for GD. Otherwise, the wiping removal cfficiency of TGD is nearly the same as the removal
efficiency observed for HD.

Because the allowable exposure level of VX is another factor of three lower than that of
GD, the use of agent vapor off-gassing to assess the effectiveness of a Bloek Il sensitive equipment
decontamination procedure, in terms of residual agent vapor hazard will be feasible for HD contamination
only.
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TGD Off-Gassing Curve - Test J906-130
AJC Fiber - Sequential Wet/Dry Wiping
GD Concentration (ng/L) vs Elapsed Time
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Figure 18. GD vapor off-gas curves from test J906-130. Upper curve: GD concentration vs. time,
lower curve: GC off-gassing rate vs. time.

7l



TGD Off-Gassing Curve - Test J906-138¢
AJC Felt - Sequential Wet/Dry Wiping
GD Concentration ng/L vs Elapsed Time
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Figure 19. GD vapor off-gas curves from test J906-138(C). Upper curve: GD concentration vs. time,
lower curve: GC off-gassing rate vs. time.
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HD Off-Gassing Curve - Test J973-026b
AC Fiber - Sequential Wet/Dry Wiping
Concentration HD (ng/L} vs Elapsed Time
3000 -
25
20 00
3
S
g
10
5.0
20¢€ 400 600 800 1000 1200 140 0
Elapsed Time, min
HD Off-Gasing Curve - J973-026b
A/C Faber - Sequential Wet/Dry Wiping
HD Concentration (TWA) vs Elapsed Time
400
350
30
280 §
<
_E_. 200
2
150
1.00
50
; : 40 ?U 800 1000 1200 14;}(
Elapsed Time, min

Figure 20. HD vapor oft-gas curves from test J906-100(B). Upper curve: GD concentration vs. time
lower curve: GC off-gassing rate vs. time
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7.6 HD Linear-Wiping Tests on Aluminum

An 1nitial series of 26 HD-wiping tests were eondueted on non-absorptive aluminum
control surfaees, using thc automated linear-wiping test apparatus with KoTHmex AW 1101-activated
carbon fabrie (A/C Fiber), KoTHmex AM 1132-activated earbon felt (A/C Felt), and 3M Scoteh-Brite
2021 (Scotch-Brite).

e Half of the tests were eondueted with the wiping material moistened with HFE-
7200, and the other half were condueted with dry wiping material (no wiping
solvent).

e Fourteen tests were eonducted with a wiping scquence consisting of six
sequential linear wipe passes over the three test coupons in the text fixture (one
iteration of the G240 linear-wiping program).

¢ Ninc tests were conducted with a single linear wipe pass over the test coupons
(onc iteration of the GO program).

e Three tests were eonducted with four consecutive iterations of the G240 linear-
wiping program.

The tests with four iterations of the G240 linear-wiping program gencrated the same
“thorough™ wipe contact time as three iterations of the G330 rotary-wiping program (48 s).

Four additional sets of HD lincar-wiping tests were condueted, under different sets of test
conditions and wiping parameters, on aluminum control surfaces. These four sets used the three primary
candidates wipe materials—activated carbon fabric, activated carbon felt, and non-adsorptive micro-fiber
wipe. The purpose of the tests was to further compare the three primary eandidate wipe materials, and to
determine the effect of varying the wiping paramcters on the decontamination efficacy of the rotary-
wiping test system and proeedures. The test parameters that were varied in this limited set of additional
tests were:

e  Wipe speed and contact time
¢ HD contamination density
¢  Wiping solvent

7.6.1 Test Procedure

The following test procedure was followed for the lincar-wiping tests for HD on
aluminum coupons:

(1) Mounting the coupons.

e Three 1.5 x 1.5 in. square aluminum test coupons were placed in the cutout slots
in the aluminum baseplate of the linear-wiping deviee, as shown in the diagram
in Figure 21.
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Figure 21. Configuration of test coupons in lincar wipe test system.

(2) Attaching the wipe.

e An 8 x 5 in. swatch of wiping material was then cut out and attached to the
wiping mandrel. The wiping mandrel was positioned at the far left side of the
aluminum baseplate, just to the left of the leftmost aluminum test coupon.

(3) Applying the contaminant.

e The leftmost aluminum test coupon was then uniformly contaminated with
14.5 mg of neat HD, in approximately 2 pL droplets from a microliter syringe, to

. . . . . 2

give an approximate contamination density of 10 g/m".

e The other two coupons were not contaminated.  (However, the two
uncontaminated coupons were wiped, sampled, and analyzed after the
completion of the wiping sequence to measurc any agent spread from the
contaminated coupon by the left to right motion of the wiping block.)

(4) Preparing the wiping mandrel.

e After agent contamination, the wiping mandrel was cither left in place on the left
side of the aluminum baseplate (in the dry tests with no wiping solvent) or was
removed from the baseplate, sprayed with HFE-7200 from a manually air-
pressurized Misto olive oil sprayer (1o wet the wiping material with HFE-7200
without saturation), and then placed back down on the far left side of the
aluminum bascplate. The nylon fishing line was then attached to the two cyelets
on the opposite sides of the wiping mandrel, routed through the pulley, wrapped
around the motor shaft three times, and tensioned by loosening the wing nut on
the pulley, moving the pulley away from the motor until the line is taut, and
tightening the wing nut.
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In three of the tests, one test with each of the three wipe materials, after the
deposition of the HD droplets on the surface of the leftmost aluminum test
eoupon, HFE-7200 was sprayed dircetly onto the HD- contaminated aluminum
surface from a manually air-pressurized Misto olive oil sprayer rather than onto
the wiping matenal, and the sprayed, contaminated surfaee was wiped with a dry
wipe. The amount of HFE-7200 sprayed onto the HD eontaminated surface was
not quantified, but was sufficient to visually wet the eontaminated surfaee with
HFE-7200.

(5) Initiating the wiping sequence.

After completing the previous steps, cither a single G240 wiping sequence or a
single GO wiping sequence was initiated from the keyboard of the control
computer.

The (G240 linear-wiping program consisted of six sequential lincar wipe passes
over the test eoupons: (1) a left-to-right pass, (2) a right-to-left return pass, (3) a
second left-to-right pass, (4) a seeond right-to-left return pass, (5) a third left-to-
right pass, and (6) a third right-to-left return pass. The duration of cach pass was
2.0 s, and the weight of the wiping mandrel was 631g (no added weight).

The GO linear-wiping program consisted of a single left-to-right pass over the
three test coupons. The duration of the pass was 0.5 s. (Note: The weight of the
wiping block was weighed on a calibrated balance and was found to be 631 g.)

After the wiping procedure was complete, the amount of residual agent on cach test
coupon was determined cither by solvent extraction and GC-FPD analysis or by DAAMS agent vapor
sampling and GC-FID analysis:

Using the extraction procedure, after the wiping procedure, cach of the three
aluminum test coupons was removed from the aluminum baseplate and placed in
a separate jar containing 25 mL of isopropyl alcohol (1IPA). Each jar was scaled,
and the aluminum test coupon was allowed to soak in the IPA for 120 min, with
intermittent swirling, to extract any residual agent on the test coupon into the IPA
extraction solvent. After the 120 min extraction period, the IPA extraet was
analyzed for residual HD by GC-FPD.

Using the DAAMS procedure, cach of the three aluminum test coupons was
removed from the aluminum baseplate and plaeed in a separate glass sampling jar
fitted with air inlet and outlet fittings in the cap of the jar. Room air was pumped
into and through the jar then through a 3 mm OD Tenax TA DAAMS transfer
tubc at a flow rate of SO mL/min for 120 min. The DAAMS transfer tube was
then thermally desorbed into an HP 5890 Series 11 GC equipped with a DAAMS
injeetion port and a flame ionization detcetor. Prior to the tests, the GC was
calibrated. The total amount of HD colleeted on and desorbed from the DAAMS
tube (in ng) was determined directly from GC responsc of the desorbed DAAMS
sample and the HD calibration curve.
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7.6.2 Test Results

The results of the initial lincar wiping tests with HD arc summarized in Table 25. The
results of the additional four sets of HD lincar-wiping tests are summarized in Table 26 through Table 29
described as follows:

e Table 26. HD Lincar-wiping tests on Aluminum Control Surfaces — Single-Pass,
Fast Wipe Speed, Indoor (Low) Contamination Density

e Table 27. HD Lincar-wiping tests on Aluminum Control Surfaces — Multiple-
Pass, Slow Wipe Speed, Indoor (Low) Contamination Density

e Table 28. HD Lincar-wiping tests on Aluminum Control Surfaces — Single-Pass,
Slow Wipe Speed, Indoor (Low) Contamination Density

e Tablc 29. HD Lincar-wiping tests on Aluminum Control Surfaces — Single-Pass,

Slow Wipe Speed., Outdoor (High) Contamination Density — Wiping Solvent
Comparison
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Table 25. Results of HD-wiping tests with automated lincar-wiping deviee on non-absorptive aluminum
control surfaces.

Test Conditions:  Total Mandrel Weight - 631
Single and multiple pass wipes
Wiping Programs - 1 x GO, 1 x G240, 4 x G240
Three test coupons arranged left to nght
Only leftmost coupon contaminated with HD
HD contamination density — 10 g/m2
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AC J973- Extraction
Fabric HFE-7200 114 GC-FPD 14.5 12 ND (1) 8.3 ND (1) 28.3 99.94 | <99.94
AC J973- Extraction
Fabric HFE-7200 126 GC-FPD 145 12 93 72 ND (2) 2165 99.36 | <98.86
AC Jo73- DAAMS
Fabric HFE-7200 156 GC-FID 14.5 12 316 37 1.7 37 99.78 | 99.75
AC J973- Extraction
Fabric None (Dry) 132 GC-FPD 14.5 12 ND(2) | ND(2) | ND(2) 210 <99.93 | <99.93
AC J973- Extraction
Fabric | None (Ory) | “Io0 GC.FPD 14.5 12 | ND(1) | ND(1) | ND(1) 26 £99.96 | <99.96
AC J973- DAAMS
Fabric | None (Ory) | “7,2 GC.FID 14.5 12 1.5 5.3 1.0 7.8 99.99 | 99.95
AC J973- Extraction
Fabric HFE-7200 148 GC-FPD 14.5 0.5 186 169 44 399 98.72 | 97.25
AC J973- Extraction
Fabric None (Dry) 140 GC-FPD 14.5 0.5 121 77 ND (1) 2129 99.17 | <99.11
Dry Wipe; 3 :
F;";C HFE-7200 J:)%? %"gﬁ’g;‘%" 145 | 05 | 1720 75 | ND(@ | 21795 | 88.14 | s87.62
on Coupon
AC J1073- | Extraction
Eabric HFE-7200 014 GC-FPD 14.5 48 4.7 ND (3) | ND(3) 24.7 99.97 99.96
Jo73- Extraction
AC Felt | HFE-7200 116 GC.FPD 145 12 960 1030 560 2550 93.38 | 82.41
J973- Extraction
AC Felt | HFE-7200 128 GC.FPD 14.5 12 249 259 94 673 98.28 | 95.36
J973- Extraction
AC Felt | HFE-7200 152 GC.FPD 145 0.5 898 2001 883 3782 93.81 | 73.92
J973- Extraction
AC Felt | None (Dry) 122 GC-FPD 145 12 61 40 16 117 99.58 98.83
J973- Extraction
AC Felt | None (Dry) 134 GC-FPD 14.5 12 57 38 32 127 99.61 99.12
J973- Extraction
AC Felt | None (Dry) | 7,5 GC.FPD 145 0.5 463 1441 811 2715 | 96.81 | 81.28
Dry Wipe; ¢ :
ACFelt | HFE-7200 | J1073- | Extraction 1} 45 | o5 | 8ag | o930 | 756 | 2525 | 94.21 | 82.50
008 GC-FPD
on Coupon
J1073- Extraction
AC Felt | HFE-7200 018 GC-FPD 145 48 15 74 18 107 99.90 | 99.26

78




Table 25. Results of HD-wiping tests with automated linear-wiping deviee on non-absorptive aluminum
control surfaces (continued).
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Brite 7200 150 GC-FPD
Scotch-| None J973- Extraction

Brite (Dry) 124 GC-FPD 14.5 12 38 62 ND (1) | 100 | 99.74 | <99.31
Scotch-| None J973- Extraction
Brite (Dry) 136 GC-FPD
Scotch-| None J973- Extraction
Brite (Dry) 144 GC-FPD
Scotch-| Dry
Brite Wipe;
HFE-
7200
on
Coupo
n
Scotch-| HFE- | J1073- Extraction
Brite 7200 016 GC-FPD

145 | 12 | 145 [ND(2)| ND(2) | 215 | 99.90 | <99.89

14.5 0.5 150 142 16 308 | 98.97 | 97.87

J1073- Extraction

006 GC-FPD 14.5 0.5 60 14 ND(2) | 274 | 99.59 | <99.49

145 | 48 | 41 |ND(3)| ND(3) | 24.1 | 99.97 | <99.97

AC Fabric = KoTHmex AW 1101-activated carbon fabric.
AC Felt = KoTHmex AM 1132-activated carbon felt.
Scotch-Brite = 3M Scotch-Brite 2021

Wiping Program — 1 x G240 Wiping Program — 4 x G240 Wiping Program — 1 x GO
Wipe Speed - 2.0 s/pass Wipe Speed - 2.0 s/pass Wipe Speed — 0.5 s/pass
No. of Passes — 6 No. of Passes — 24 Number of Passes — 1
Wipe Contact Time — 12 s Wipe Contact Time — 48 s Wipe Contact Time —0.5s

(1) ND = None Detected (Estimated detection limit = 6 ug HD)

(2) ND = None Detected (Estimated detection limit = 10 uyg HD)
(3) ND = None Detected (Estimated detection limit = 4 ug HD)
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Table 26. Summary of HD-wiping tests on aluminum contro! surfaces with linear wipe test apparatus.

Test Conditions:
Single pass wipe from left to nght
Wiping Program — 1 x GO
Wipe Speed — 0.5 s {fast)
Three test coupons arranged left to nght
Only leftmost coupon contaminated with HD

Low (indoor) HD contamination density — 1.0 g/m2
Total Mandrel Weight - 631 g

Comparison of dry wipes with wipes wet with HFE-7200

Single-Pass, Fast Wipe Speed, Indoor (Low) Contamination Density
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AC | None | J1073 | DAAMS (optsde
. ” : 145 | 0.5 upper 0.351 0.084 | 130 | 91.05 | 91.03
Fabnc (Dry) 022 GC-FID P
limit)
Extraction
Go=
Coupon 1
AC None | J1073
Fabric (Ory) 026 D?%M-S- 145 | 0.5 199 0.348 0.128 | 199 | 86.28 | 86.28
Coupons
2&3
Extraction
e
Coupon 1
AC HFE- | J1073
Fabric 7200 028 D:__\IIBM_S- 145 | 05 96.35 0.173 0.060 97 | 93.36 93.3
Coupons
2&3
Scotch- | None | J1073 | Extraction
Brite (Ory) 032 GC-FPD 145 | 05 58.7 10.5 ND 269 | 9595 | <95.2
Scotch- | HFE- | J1073 | Extraction
Brite 7200 034 GC-FPD 145 | 05 415 30.8 4.4 77 | 9717 94.7
None | J1073 | Extraction
ACFelt | o | "033 | coFPp | 145 | 05 165 323 23 | 512 | 8862 | 64.7
HFE- | J1073 | Extraction
AC Felt 7200 -040 GC-FPD 145 | 0.5 200 345 6 552 | 86.21 61.9

AC Fabric = KoTHmex AW 1101-activated carbon fabric.

AC Felt = KoTHmex AM 1132-activated carbon felt.

Scotch-Brite = 3M Scotch-Brite 2021

ND = None Detected {(Estimated detection limit = 2 yg HD)
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Table 27. Summary of HD-wiping tests on aluminum control surfaces with linear wipc test apparatus
multiple-pass, slow wipe speed. indoor (low) contamination density.

Test Conditions:

Multiple passes to simulate thorough wiping

(linear wipe contact time same as “thorough” rotary-wiping contact time — 48 s)
24 forward-followed-by-reverse passes

Wiping Program - 4 x G240

Wipe Speed — 2 s per pass (slow)

Three test coupons arranged left to right

Only leftmost coupon contaminated with HD

High (outdoor) HD contamination density — 10 g/m2

Total Mandrel Weight — 631 g

Dry wipes only (no HFE-7200) to evaluate comparative wiping ability of the three candidate wipes
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AC None | J1073- | Extraction
Fabric (Dry) 042 GC-FPD 14.5 48 29 2.8 ND 25.7 | 99.98 | s99.96
Scotch- None | J1073- | Extraction
Brite (Dry) 044 GC-FPD 14.5 48 72 8 ND 280 99.50 | s99.45
None | J1073- | Extraction
AC Felt (Dry) 046 GC-FPD 14.5 48 24 31 121 176 9983 | 98.79

AC Fabric = KoTHmex AW 1101-activated carbon fabric.
AC Felt = KoTHmex AM 1132-activated carbon felt.
Scotch-Brite = 3M Scotch-Brite 2021

ND = None Detected (Estimated detection limit = 2 pg HD)
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Table 28. Summary of HD-wiping tests on aluminum control surfaces with linear wipe test apparatus.

Test Conditions:

Wiping Program — 1 x G180
Wipe Speed — 2.0 s (slow)

Total Mandrel Weight - 631 g

Single pass wipe from left to right

Three test coupons arranged left to right
Only leftmost coupon contaminated with HD
Low (indoor) HD contamination density — 1.0 g/m2

Single-Pass, Slow Wipe Speed, Indoor {Low) Contamination Density

Comparison of dry wipes with wipes wet with HFE-7200 at the slow wipe speed

- c
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AC HFE- J1073 Extraction
Bobe | oob | <iae | corPn: |48 2| D ND ND 22 | 299.86 | 99.86
AC None J1073 Extraction
Fabric | (Ory) | 050 | ccrpp | 145 ] 20 | 4 ND ND | 241 | 97.24 | s97.24
Scotch None J1073 Extraction
_Brite (Ory) 054 GC-FPD 145 | 20 ND 27 3 230 299.86 | <97.93
Scotch HFE- J1073 Extraction
_Brite 7200 056 GC-FPD 145 | 20 60 26 3 89 95.86 93.86
AC None J1073 Extraction
Fen | (Ory | -0s8 | ccFpp | 145 20 | 126 238 52 416 | 91.31 [ 71.31
AC HFE- J1073 Extraction
Felt 7200 -060 GC-FPD 145 | 20 172 409 52 633 88.14 56.34

AC Fabric = KoTHmex AW 1101-activated carbon fabric.
AC Felt = KoTHmex AM 1132-activated carbon felt.
Scotch-Brite = 3M Scotch-Brite 2021

ND = None Detected (Estimated detection limit = 2 yg HD)




Table 29. Summary of HD-wiping tests on aluminum control surfaces with linear wipe test apparatus.

Test Conditions:

Single pass wipe from left to right
Wiping Program — 1 x G180
Wipe Speed - 2.0 s (slow)
Wipe Contact Time - 2.0 s
Three test coupons arranged left to right
Only leftmost coupon contaminated with HD

High (outdoor) HD contamination density — 10 g/m2
Total Mandrel Weight — 631

Single-Pass, Slow Wipe Speed, Indoor (Low) Contamination Density
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AC J1073- Extraction

Eabio IPA 064 GC-FPD 145 2.0 ND ND ND 24 299.97 | <99.97
AC J1073- Extraction

Fabric IPA 066 GC-FPD 145 2.0 5 ND ND 25 99.97 | <99.97
AC J1073- | Extraction
Felt iPA 068 GC.FPD 145 2.0 11 21 49 81 99.92 99.44
AC J1073- Extraction
Felt IPA 070 GC.FPD 14.5 2.0 185 181 36 401 98.72 97.23
AC J1073- Extraction

Fabric Hexane 074 GC-FPD 145 2.0 79 35 4 118 99.46 99.19
AC J1073- Extraction

Eakis Hexane 076 GC-FPD 14.5 2.0 222 10 ND 2232 98.47 <98.40
AC J1073- Extraction
Felt Hexane 078 GC.FPD 14.5 2.0 308 89 22 419 97.88 97.11
AC J1073- Extraction
Felt Hexane 080 GC-FPD 145 2.0 174 83 15 272 98.80 98.12
AC HFE- J1190- Extraction

BaBG 7200 044 GC-FPD 145 2.0 198 112 ND 2310 98.63 <97.86
AC HFE- J1190- | Extraction

Fabric 7200 045 GC.FPD 14.5 2.0 124 ND ND 2124 | 99.15 | <99.15
AC HFE- J1190- | Extraction

Felt 7200 042 GC-FPD 145 2.0 593 1314 382 2289 | 95.91 84.21
AC HFE- J1190- | Extraction

Felt 7200 043 GC.FPD 14.5 2.0 310 766 352 1428 | 97.86 90.15

AC Fabric = KoTHmex AW 1101-activated carbon fabric.
AC Felt = KoTHmex AM 1132-activated carbon felt.

ND = None Detected (Estimated detection limit in IPA and hexane tests = 4 pg HD)

ND = None Detected (Estimated detection limit in HFE-7200 tests = 20 ug HD)
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7.6.3 Discussion of Results
7.6.3.1 Type of Wipe

As can be seen from the total residual HD recoveries and decontamination cfficacics in
Table 26 through Table 29, and in summary Table 30 below, in the tests with HFE-7200, the KoTHmex
AW 1101-activated carbon fabric was thc most cffective wipe material in removing HD from the
aluminum control coupon. This was followed by the 3M Scotch-Brite 2021 and then the KoTHmex AM
1132-activated carbon felt. The activated carbon fclt was much less cffective in the lincar wiping tests
than it was in the rotary-wiping tests. The reason for the relatively worse performance of the activated
carbon fclt wipes in the lincar wiping tests may be related to (1) the shorter contact time between the felt
and the agent-contaminated surface during the lincar tests (relative to the rotary tests), (2) the rate of HD
adsorption onto the activated carbon felt, and (3) the HD transport into the interior of the felt wipe and
away from the surface of the wipc.

The HD dccontamination efficacies with all three wiping materials were greater with the
dry wipes than with the wipes that were wet with HFE-7200.  While the differences in the wet and dry
decontamination cfficacics were gencrally not great, the trend was scen in the tests with one iteration of
the (G240 program, one iteration of the GO program, and with both DAAMS sampling and analysis and
with solvent extraction and GC analysis.

Table 30. Summary of HD Lincar-wiping tests (From Data in Tables 24, 26, and 28).

HD Contamination | Number | Wipe Contact Total Decontamination Efficacy%

Wiping Density of Wipe Time Dry HFE-7200 Spray+

Material glm? Passes s HFE-7200 | (No Solvent) Dry Wipe

AC Fabric 10 1 0.5 97.25 99.11 87.62
AC Fabric 10 1 2.0 98.50 - -
AC Fabric 10 6 12 99.52 99.95 -
AC Fabric 10 24 48 99.96 - -

AC Felt 10 1 0.5 73.92 81.28 82.59

Ac Felt 10 1 2.0 87.18 - -

AC Felt 10 6 12 88.89 98.98 -

AC Felt 10 24 48 99.03 - -
Scotch-Brite 10 1 0.5 96.67 97.87 99.49
Scotch-Brite 10 1 2.0 - - -
Scotch-Brite 10 6 12 98.17 99.60 -
Scotch-Brite 10 24 48 99.71 - -

7.6.3.2 Number of Wipe Passes/Wipe Contact Time

As shown in Table 30 above, the HD decontamination cfficacy for cach wipe matcrial
increases with the number of wipe passes and wipe contact time, whether with wipe is solvent-moistened
ordry. In very limited single-pass testing, the HD decontamination cfficacy incrcased with a decrease in
wiping speed (in going from a wipe speed of 2 to 0.5 s/pass). These observations, however, are based on
a limited number of replicate tests, and additional testing is needed.
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7.6.3.3 Wet Wipe vs. Dry Wipe vs. Spray-and-Wipe

Three tests were conducted in which HFE-7200 was sprayed directly onto the HD-
contaminated surface of the leftmost aluminum tests coupon, followed by the wiping of the surface with a
dry wipe. One test was conducted with cach wipe material. The HD decontamination cfficacy was
poorer in the spray and wipe test with activated carbon fabrie, than in the tests with cither dry or HFE-
7200-moistened AC fabric. In the tests with activated carbon felt, there was no significant difference
between the HD decontamination efficacy in the spray and wipe test and the cfficiencices in the dry or pre-
moistened wipe tests. And in the tests with Scotch-Brite wipes, the HD removal efficiency was greater in
the spray and wipe test than in either the dry-wipe or pre-moistened-wipe tests. Since only a single spray
and wipe test was conducted with ecach wipe material, however, no firm conclusions about the relative
efficiencies of spray and wipe procedure can be drawn from the test results.

7.6.3.4 Comparison of Wiping Solvents

The results of the tests detailed in Table 30 were conducted specifically to compare the
decontamination cfficacy of adsorbent wipes moistened with HFE-7200 with the removal efficiencies of
the same wipe materials moistened with the more-HD-soluble solvents hexane and isopropyl alcohol
(IPA). As summarized in Table 31, of the three wipe solvents evaluated, IPA was the most cffective
solvent in the surface removal of HD, followed by hexane, and then HFE-7200, with both the activated
carbon fabric and the activated carbon felt wipe materials.

e With the AC fabric wipes, the differences in HD surface-removal efticiencies
among the three solvents were small.

e  With the AC felt wipes, the HD-surface-removal efficiency with HFE-7200 was
significantly less than the corresponding efficiencies with IPA and hexane. The
rcason for this is not readily apparent.

Table 31. Comparison of wiping solvents.

Total HD Decontamination Efficacy
Solvent AC Fabric AC Felt
IPA 99.97 % 98.34 %
Hexane 98.80 % 97.62 %
HFE-7200 98.51 % 85.68 %

Using all three solvents, the HD surface-removal efficiencies of the AC carbon fabric
wipes were greater than those of the AC carbon felt wipes.

7.6.3.5 Agent Spreading

Although decontamination of the HD-contaminated coupon (the leftmost coupon) is the
result of primary interest, the lincar-wiping tests with HD confirmed the ESI findings with agent
simulants that the lincar-wiping procedure sprecad the agent contamination from the contammated
aluminum coupon to the other two aluminum coupons. The extent and distribution of the spreading
appeared to be highly dependent upon the wiping material and the material’s efficiency i removing HD
from a contaminated surface, especially in the single-pass tests.
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The distribution of HD spreading in the single-pass lincar-wiping tests is shown for cach
of the three wiping materials evaluated in the stacked-column bar charts in Figure . Figure a shows the
agent spreading results with activated carbon fabric wipes, Figure b the results with activated carbon felt
wipes, and Figure ¢ the results with Scotch-Brite wipes.

Each bar in the chart illustrates the fraction of residual HD found on cach of the three test
coupons in a given test.

e The blue-colored portion of the bar represents the percent of total residual HD
found on the leftmost (contaminated) coupon.

e The violet-colored portion of the bar represents the percent of total residual HD
found on the center coupon.

e The crcam-colored portion of the bar represents the percent of total residual HD
found on the rightmost coupon.

Owecrall, the least amount of agent spreading was seen in the tests with activated carbon
fabric wipes, and the greatest amount of spreading was seen in the tests with activated carbon felt.

In the tests with activated carbon fabric wipes and Scoteh-Brite wipces, greater than 50%
of the residual HD was found on the leftmost (contaminated) coupon in all but onc of the tests. In most of
the tests, much greater than 50% of the total residual HD was found on the leftmost coupon. The bulk of
the agent that had been spread from the contaminated coupon was found on the coupon immediately
adjacent to the contaminated coupon (i.c., on the center coupon).

In most of the tests with activated carbon felt wipes, the residual HD was more uniformly
distributed over the threc coupons, with the bulk of the residual agent found on the center coupon.
Greater than 50% of the total residual HD was found on the center coupon in all but the spray and wipe
test, with about 20-30% on the leftmost (contaminated) coupon and 20-30% on the rightmost coupon.
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a. Activated Carbon Fabric Wipes

HD Spreading - Single Pass Linear Wipe
Activated Carbon Fabric Wipes
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b. Activated Carbon Felt Wipes
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Figure 22. HD-spreading bar charts (a) AC fabric. (b) AC felt. and (¢) non-adsorptive fabric wipes.
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c. Non-Adsorptive Fabric Wipes

HD Spreading - Single-Pass Linear Wipe
Scotch Brite Wipes
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Figure 22. HD-spreading bar charts (a) AC fabric, (b) AC felt, and (c) non-adsorptive fabric wipes (continued).

b7 HD Rotary and Lincar-Wiping Tests on Absorptive Test Surfaces

Automated HD rotary- and lincar-wiping tests were conducted on a sct of absorptive test
surfaces—CARC-painted and alkyd-painted stainless steel test coupons provided by the Government, and
polycarbonate and high-density-polyethylenec (HDPE) coupons that were purchased commercially.

The dimensions of the CARC- and alkyd-painted pancls (2 x 2 in. square x 0.125 in.
thick) were different from the dimensions of the aluminum test coupons that had been used in all of the
previous tests (1.5. x 1.5 in. square x 0.25 in. thick). The HDPE and polycarbonate test coupons were
custom cut to the same dimensions as the CARC- and alkyd-painted pancls.

As described previously, in order to conduct the tests with the 2 x 2 in. square x 0.125 in.
thick test coupons, an additional sct of baseplates (one for the rotary-wiping test apparatus and onc for the
lincar wipe test apparatus) were designed and fabricated. The bascplates were needed to accommodate
the thinner, larger-footprint test coupons. Each of the additional baseplates was fabricated with a single
cutout (instcad of the three cutouts in the baseplate of the lincar-wiping test apparatus).

7:7:1 HD Rotary-Wiping Tests on CARC and Alkyd Test Surfaces with Activated Carbon
Fabric and Felt Wipes Using HFE-7200 Solvent

The initial tests that were conducted on CARC- and alkyd-painted test surfaces were
automated HD rotary-wiping tests with activated carbon fabric and activated carbon felt wipes. All but
two of the tests were conducted with activated carbon fabric wipes. A preliminary sct of HD rotary-
wiping tests on non-absorptive aluminum control surfaces were also conducted for comparison. Some of
the tests were conducted with a dry wipe, some with a wipe moistened with HFE-7200, and some with an
HFE-7200 spray onto the contaminated surface, followed by a dry wipe.
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The tests were conducted at room temperature and ambicnt relative humidity with the
automated rotary-wiping device using the general test procedures deseribed in Section 7.2, Each of the
HD tests was conducted using the 350 g aluminum rotary-wiping mandrel with no added weight. In cach
test a single wipe sequence was employed—three iterations of the G330 rotary-wiping program command
(24 wipe cycles), giving a total wipe contact time of 48 s.

The following test procedurc was followed for the rotary-wiping tests using HD on
CARC- and alkyd-painted test coupons:

(1) Mounting the coupons.

e A 1.5x 1.5 in. square aluminum test coupon or a 2 x 2 in. square x 0.125 in. thick
painted stainless steel pancl was mounted in the rotary-wiping device.

(2) Applying the contaminant.

e The coupon surface was then uniformly contaminated with either 14.5 mg (in the
tests with aluminum surfaces) or 2.6 mg (in the tests with painted surfaces) HD
to give a contamination density of 10 g/m’ in the tests with the aluminum
surfaces and 1.0 g/m” in the tests with the painted surfaces. (Comparison tests on
aluminum control surfaces at a HD contamination density of 1.0 g/m” were
inadvertently not conducted.) The agent was applied over the coupon surface as
approximately 1 pL droplets from a micropipettor.

(3) Attaching the wipe.

e A dry wipe or a wipe wetted with HFE-7200 was attached to the wiping mandrel.
Then the mandrel with the wipe was placed on top of the agent-contaminated
surface so that the turning pin on the shaft of the stepper motor was positioned in
the slotted shaft of the wiping mandrel.

(4) Preparing the wipe.

e In scveral of the tests, after the HD droplets were deposited on the surface of the
test coupon, HFE-7200 was sprayed direetly onto the HD- contaminated
aluminum surface from a manually air-pressurized Misto olive oil sprayer. The
sprayed, contaminated surface was then wiped with either a dry wipe or a wipe
moistened with HFE-7200. The amount of HFE-7200 sprayed onto the HD-
contaminated surface was not quantified, but was sufficient to visually wet the
contaminated surface.

(4) Initiating the wiping scquence.

e  Three 1terations of the G330-wiping command were then sequentially mput to the
wiping device from the control PC to simulate thorough wiping (48 s wipe
contact time).

After the wiping procedure was complete, the residual HD on each aluminum control surface

was determined by either MINICAMS sampling and analysis, DAAMS GC-FID sampling and analysis, or
solvent extraction and GC-FPD analysis of the solvent extract, as deseribed in Section 7.5.
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Using the extraction procedure, after completing the wiping procedure, the test coupon
was removed from the aluminum baseplate and placed in a separate jar containing 25 mL of isopropyl
alcohol (in the tests with aluminum coupons) or 50 mL of IPA (in the tests with painted coupons). The jar
was scaled, and the test coupon was allowed to soak in the 1PA for 120 min with intermittent swirling to
extract any residual agent on the test coupon into the IPA extraction solvent. After the 120 min extraction
period, the IPA extract was analyzed for residual HD by GC-FPD.

Using the DAAMS procedure, each of the three aluminum test coupons were removed from
the aluminum baseplate and placed in a separate glass sampling jar fitted with air inlet and outlet fittings in the
cap of the jar. Room air was pumped into and through the jar and then through a 3 mm OD Tenax TA
DAAMS transfer tube at a flow rate of 200 mL/min for the following time periods, replacing the DAAMS
tube after cach time period:

1. First tube 15 min sample period.

2. Second tube 15 min sample period.
3. Third tube 30 min sample period.

4. Fourth tube 30 min sample period.

5. Fifth tube final 30 min sample period.

Five DAAMS tubes were used to sample sequentially at 200 mL/min for a total of 120 min (a
total sample volume of 24 L). Prior to the tests the GC was calibrated. The total amount of HD collected on
and desorbed from cach DAAMS tube (in ng) was determined directly from GC response of the desorbed
DAAMS sample and the HD calibration curve.

Using the MINICAMS procedure after the wiping procedure was complete; the wiped
test coupon was placed in a glass sampling jar with air inlet and outlet fitting in the cap of the jar. Room
air was sampled into and through the jar into a MINICAMS unit. The collected MINICAMS samples
were analyzed directed by the MINICAMS. Each jar was sampled and analyzed for residual agent vapor
forupto2 h.

7.7.1.1 Results

The results of the HD rotary-wiping tests with CARC- and alkyl-painted surfaces are
summarized in Table 32. Notc that the decontamination efficacy results in the right-most column of the
table arc cxpressed as room-temperature decontamination efficacies.  As discussed in the next section,
there is a significant temperature dependence on the recovery of agent from absorptive surfaces by agent-
vapor off-gas monitoring tcchniques.

On the basis of the total residual HD recovered from the test surfaces at room temperature
after agent contamination and subsequent wiping, all of the tests with activated carbon fabric with cither a dry
wipe, an HFE-7200-moistened wipe, or using a spray-and-wipe technique indicated very good HD
decontamination cfficiencies from the aluminum control surfaces and CARC-painted stainless steel panels,
regardless of the type of analysis used for determining the amount of residual agent:

e >999% HD recmoval cfficiency from aluminum control surfaces (extraction,
MINICAMS, DAAMS)

e >99.9% HD removal efficieney from CARC surface (MINICAMS, DAAMS)
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e Approximately 99.4% HD removal efficiency from CARC surface (solvent
extraction)

Table 32. Summary of HD rotary-wiping tests with CARC- and alkyl-painted surfaccs.

Test Conditions:
Three iterations of the G330 wiping program — 8 clockwise/counterclockwise revolutions to simutate thorough wiping
Wipe Speed — 1 rev/s
Single coupon per test :
Both high {outdoor) and low {indoor) HD contamination densities — 10 g/m” and 1.0 g/m?
Three types of sampling and analysis methods evaluated —
MINICAMS, extraction and GC-FPD analysis, and DAAMS GC-FID
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AC Fabric s Wet Wipe J1073-
AW1101 Aluminum | Rotary (HFE-7200) 090 MINICAMS 350 10 14.5 48 1.12 99.99
AC Fabric 3 Wet Wipe J1073-
AW1101 Aluminum | Rotary (HFE-7200) 092 MINICAMS 350 10 14.5 48 1.12 | 99.99
AC Fabric 2 Wet Wipe J1073- | Extraction/GC-

AW1101 Aluminum | Rotary (HFE-7200) 104 FPD 350 10 14.5 48 3.41 99.98
AC Fabric Wet Wipe J1073- '
AW1101 CARC Rotary (HFE-7200) 110 MINICAMS 350 1 26 48 1.39 | 99.95

: : Peaks Not
AC Fabric Wet Wipe J1073- :
AW1101 CARC Rotary (HFE-7200) 114 MINICAMS 350 ! 26 48 off quarntifi

scale able

AC Fabric Wet Wipe J1073- | Extraction/GC-
AW1101 CARC Rotary (HFE-7200) 096 FPD 350 10 26 48 192 99.26
AC Fabric Wet Wipe J1073- | Extraction/GC- 0-
Aw1101 | CARC | Rotary | ek 7200y | o098 FPD 350 | controt | O 48 | 0000 | NA
AC Fabric Wet Wipe J1073- | Extraction/GC-

AW1101 CARC Rotary (HFE-7200) 108 FPD 350 1 26 48 15.3 99.42
AC Fabric Wet Wipe J1073- DAAMS/GC- N
AW1101 CARC Rotary (HFE-7200) 122 FID 350 1 26 48 2.25 | 99.91
AC Fabric 3 J1073- DAAMS/GC- .
P CARC | Rotary Dry wipe 126 s 350 1 26 48 2.09 |99.92

HFE-7200
AC Fabric spray + J1073- DAAMS/GC- 5
AW1101 CARC Rotary Wet wipe 120 FID 350 1 26 48 0.938 | 99.96
(HFE-7200)
3 HFE-7200
AC Fabnc J1073- DAAMS/GC-
CARC Rotary spray + 350 1 2.6 48 1.70 | 99.94*
AW1101 Dry wipe 124 FID
AC Fabric Wet Wipe J1073- | Extraction/GC- 0-
Aw1101 | Akyd | Rotary | ke 7500) | 100 FPD 350 | control | © 48 | 08 | A
AC Fabric Wet Wipe J1073- | Extractior/GC-
AW1101 Alkyd Rotary (HFE-7200) 102 FPD 350 10 26 48 4459 82.87
AC Fabric . J1190- | DAAMS/GC- g
AW1101 Alkyd Rotary Dry wipe 004 FID 350 1.0 26 48 112 | 95.68
AC Fabric Wet Wipe J1190- DAAMS/GC- i
AW1101 Alkyd Rotary (HFE-7200) 005 FID 350 1.0 26 48 133 94 .89
AC Felt § J1190- DAAMS/GC- -
AM1132 CARC Rotary Dry wipe 010 FID 350 1.0 26 48 202 | 9992
AC Felt Wet Wipe J1190- | DAAMS/GC- .
AM1132 CARC Rotary (HFE-7200) 011 FID 350 1.0 26 48 123 95.26

AC Fabric = KoTHmex AW 1101 or AW 1103 activated carbon fabric.
AC Felt = KoTHmex AM1132-activated carbon felt
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As expected, in the tests with alkyl-painted stainless stcel coupons, the room-tcmperature
HD decontamination efficacics were lower than in the tests with CARC-painted coupons becausce of the
greater absorption of agent into the alkyd paint. The amount of recovercd HD, and the corresponding
room-temperature dccontamination efficacy, was dependent on the sampling and analysis method used to
determine the residual amount of agent on and in the alkyd paint:

e Approximately 95% HD removal efficicney from alkyd surface, as determined
by DAAMS GC-FPD sampling and analysis (Test J1190-005)

e Approximately 83% HD removal cfficiency from alkyd surface, as determined
by solvent extraction and GC-FPD analysis (Test J1073-102).

The DAAMS-FID room tempcrature vapor off-gas monitoring dctermined that 133 pg of
post-wipe residual HD was rccovered from the alkyd-painted test coupon in test number J1190-005.
Nearly 4500 pg of residual HD was recovered in test number J1073-102, conducted under the same set of
conditions as test J1073-102, cxcept for the use of solvent extraction and GC-FPD analysis to detcrmine
the residual HD on the alkyd-paintcd test coupon. The extraction solvent was able to cxtract a large
amount of HD that was absorbed in the alkyd paint, resulting in lower total room-temperature
decontamination efficacics.

In the tests with CARC-painted coupons, in which HD absorption is rclatively small, the
relative difference in post-wipe HD rccovery between vapor off-gas monitoring and solvent
extraction/GC-FPD analysis is less significant than in the tests with alkyd-painted coupons, but is still
cvident from a comparison of the total HD recoveries.

In the limited tests conducted, the activated carbon fabrie, whether dry or HFE-7200-
moistened, was morc gencrally more cffective in removing HD from contaminated CARC-painted
stainless steel coupons than the activated carbon felt.

Consistently throughout this set of tests, dry wipes, whether fabric or felt, were as
effcctive as or more cffective than HFE-7200-moistened wipcs.

T2 Temperature Dependence of Off-Gas Monitoring

When MINICAMS sampling and analysis were used to determine the amount of residual
HD on the wiped test coupons, test results showed a significant temperaturc dependence on the receovery
of agent from absorptive surfaces by agent-vapor off-gas monitoring techniques.

At room temperature, the HD off-gassing curve from CARC (as shown below in Figure 24
for Test J1073-110 and in Figurc 25 for Test J1073-114) 1s almost is almost identical to the HD off-gassing
curve from aluminum (as shown in Figure 23 for Test J1073-092) run under identical conditions. However,
as shown in Figure 25, when the off-gassing temperature was increased from ambient (approximately
25 °C) to 50 °C after off-gas monitoring at room temperature for 250 min, a large, but unquantifiable
amount of additional HD desorbed and off-gassed from the CARC panel.

Because of time and schedule constraints in the test program, further evaluation and
development of a quantitative MINICAMS sampling-and-analysis method for the determination of
residual agent off-gassing at elevated temperatures was not able to be condueted.
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Figure 23. HD vapor off-gas curve from test J1073-092.
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Figure 24. HD vapor oft-gas curve from test J1073-110.
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Figure 25. HD vapor off-gas curves from test J1073-114.

With the mtroduction of absorptive test surfaces into the test matrix, the decision was
made at this point to suspend MINICAMS vapor sampling and analysis for the reasons discussed in the
following paragraphs.

At the start of this program, vapor off-gas monitoring was the method of choice for the
determination of residual agent on wiped surfaces. The goal was to determine the remaining agent vapor
hazard present in an enclosed environment, such as the interior of an aireraft, after the decontamination
procedure. This information could be used to determine the level of protection that must be used by the
crew. ldeally, the sensitive-equipment decontamination procedure would be able to reduce the agent vapor
concentration in an enclosed environment to less than | TWA.

MINICAMS vapor off-gas monitoring met this goal for HD contamination on non-
absorptive aluminum control surfaces. However, as discussed in Seetion 7.5, because allowable exposure
levels for GD and VX are two times lower than those for HD, MINICAMS vapor-off-gas monitoring
would not meet the desired near-real-time monitoring goal for GD or VX contamnation, even on non-
absorptive aluminum control surfaces.

These findings, coupled with incomplete and temperaturc-dependent agent recoveries
from absorptive surfaces by the MINICAMS, led to the decision to discontinue the use of MINICAMS to
determine the decontamination cfficacies (or wiping efficiencies) of wiping systems and methods.
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7.7.2 HD Linear-Wiping Tests on CARC and Alkyd Test Surfaces with Aetivated Carbon
Fabric and Felt Wipes Using HFE-7200 Solvent

The following test procedure was followed for the linear-wiping tests using HD on
CARC- and alkyd-painted test coupons:

(1) Mounting the coupons.

e A 2 x 2in. square x 0.125 in thick CARC- or alkyd-painted test coupon was
placed in the cutout slot in the aluminum baseplate of the linear-wiping deviee.

(2) Attaching the wipe.

e An 8 x 5 in. swatch of wiping material was then cut out and attached to the
wiping mandrel. The wiping mandrel was positioned at the far left side of the
aluminum bascplate, just to the left of the leftmost aluminum test coupon.

(3) Applying the contaminant.

e The leftmost aluminum test coupon was then uniformly contaminated with
2.6 mg of neat HD, in approximately 1 pL droplets from a microliter syringe, to

. " 5 . 3 o

give an approximate contamination density of 1.0 g/m~.

(4) Preparing the wiping mandrel.

e After agent contamination, the wiping mandrel was either left in place on the left
side of the aluminum baseplate (in the dry tests with no wiping solvent) or was
removed from the baseplate, sprayed with HFE-7200 from a manually air-
pressurized Misto olive oil sprayer (to wet the wiping material with HFE-7200
without saturation), and then placed back down on the far left side of the
aluminum baseplate. The nylon fishing line was then attached to the two eyelets
on the opposite sides of the wiping mandrel, routed through the pulley, wrapped
around the motor shaft threc times, and tensioned by looscening the wing nut on
the pulley, moving the pulley away from the motor until the line is taut, and
tightening the wing nut.

e In several of the tests, after the deposition of the HD droplets on the surface of
the test coupon, HFE-7200 was sprayed dircetly onto the HD-contaminated
aluminum surface from a manually air-pressurized Misto olive oil sprayer rather
than onto the wiping material. The sprayed, contaminated surface was then
wiped with either a dry wipe or a wipe moistened with HFE-7200. The amount
of HFE-7200 sprayed onto the HD-contaminated surface was not quantified, but
was sufficient to visually wet the contaminated surface with HFE-7200.

(5) Imtiating the wiping sequence.

e After completing the previous steps, a single G240 wiping sequence wiping
sequence was Initiated from the control computer. The G240 hnear-wiping
program consisted of six sequential linear wipe passes over the test coupons: (1)
a left-to-right pass, (2) a right-to-left return pass, (3) a second left-to-right pass,
(4) a second right-to-left return pass, (5) a third left-to-night pass, and (6) a third
right-to-left return pass.
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e The duration of cach pass was 2.0 s, to give a total wipe contact time of 12 s, and
the weight of the wiping mandrel was 631g (no added weight).

After the wiping procedure was complete, the amount of residual agent on each test
coupon was determined by DAAMS agent vapor sampling and GC-FID analysis.

Using the DAAMS procedure, cach of the three aluminum test coupons was removed from
the aluminum basceplate and placed in a scparate glass sampling jar fitted with air inlet and outlet fittings in
the cap of the jar. Room air was pumped into and through the jar and then through a 3 mm OD Tenax TA
DAAMS transfer tube at a flow rate of 200 mL/min for the following time periods, replacing the DAAMS
tube after cach time period:

1. First tube 15 min sample period.

2. Sccond tube 15 min sample period.
3. Third tube 30 min sample period.

4. Fourth tube 30 min sample period.

5. Fifth tube final 30 min sample period.

Five DAAMS tubes were used to sample sequentially at 200 mL/min for a total of 120 min
(a total sample volume of 24 L). Prior to the tests the GC was calibrated. The total amount of HD collected
on and desorbed from cach DAAMS tube (in ng) was determined directly from GC response of the desorbed
DAAMS sample and the HD calibration curve.

The results for cach of the tests are given below in Table 33.

As discussed in the previous section, because the post-wiping amount of residual agent
remaining on each test coupon was determined by room temperature, agent-vapor, off-gas sampling and
analysis, the decontamination efficacy results in the right-most column of the table arc cxpressed as room
temperaturc decontamination cfficacies. As discussed in the previous section, there is a significant
temperature dependence on the recovery of agent from absorptive surfaces by agent-vapor, off-gas
monitoring techniques.

The results of the linear-wiping tests on absorptive surfaces were very similar to the
results of the rotary-wiping tests discussed in the previous section. With activated carbon fabric wipes,
the HD removal efficiency from CARC-painted surfaces was >99.9%, whether using a dry wipe, an HFE-
700-moistened wipe, or a spray-and-wipe technique.

In a limited sct of tests with dry and HFE-7200-moistened activated carbon felt wipes,

the room temperature HD removal cfficicncies from CARC-painted surfaces were somewhat less
(approximatcly 95%) than the corresponding cfficiencies with activated carbon fabric (>99.9%).
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Table 33. Summary of HD linear wiping tests with CARC- and alkyl-painted surfaces.

Test Conditions:

Wipe Speed — 2 rev/s
Single coupon per test

Low (indoor) HD contamination density — 1.0 g/m?
DAAMS GC-FID sampling and analysis of wiped test coupon

One iteration of the G240 wiping program — 3 sets of one forward pass followed by one return pass
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AC Fabric = KoTHmex AW 1101 or AW 1103-activated carbon fabric.
AC Felt = KoTHmex AM1132-activated carbon felt
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As with the rotary-wiping tests, because of the agent absorption into the alkyd paint,
the room temperature HD decontamination efficacies from alkyd-painted coupons with activated
carbon fabric wipes were significantly lower (approximately 90%) than in the corresponding tests
with CARC-painted coupons. As in the corresponding tests with CARC-painted coupons, the HD
removal cfficiencics from alkyd-painted surfaces were the same, whether using a dry wipe, an HFE-
7200-moistened wipe, or using a spray-and-wipe technique.

For the same gencral rcasons discussed in Section 7.7.1.2, because of the tempcrature
dependence of vapor off<ns1:XMLFault xmlns:ns1="http://cxf.apache.org/bindings/xformat"><ns1:faultstring xmlns:ns1="http://cxf.apache.org/bindings/xformat">java.lang.OutOfMemoryError: Java heap space</ns1:faultstring></ns1:XMLFault>